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Preface to the Second Edition 

Since the publication of the first edition in 1911, a 
great extension has been witnessed in the use of pyro- 
meters in industrial processes and laboratory work, to 
which development the author hopes his book has 
contributed in some measure. During the stre.'^^ occa- 
sioned by the war, pyrometers have proved invaluable 
in many processes, and British makers were fully able 
to meet the demands, owing to the status attained in 
pre-war days. The increasing use of pyrometric 
appliances renders necessary some book of reference 
which will provide the user with information to enable 
him to get the best results out of his^instruments, and 
it is hoped that the pre.sent treatise meets this need. 
In preparing the second edition, ceftain parts have 
been revii66 iif conformity with modern practice, and 
the later developments included. •• The scope of the 
book remains as before. 

Tfe author desires to acknowledge the assistance 
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he has received from the British makers of pyrometers, 
all of whort have liberally provided ^im w^fh informa- 
tion of a most useful kind, of which he has availed 
Jiimself in the production of the present edition. 

C’HAS. R. DARLING. 

Wooi.wKn, 1920. 




Preface to i^ie First Edition 

The present treatise has been founded on a course of 
Cantor Lectures on “ Industrial Pyrometry/’ flelivered 
by the author before the Royal Society of Arts in the 
autumn of 1910, i'he practice of pyrometry in recent 
years has pro^^ressed at a jp-eater rate than the litera- 
ture bearing upon it ; and the author is not aware of 
the existence of any other book written in Knglish 
which treats^ the subject from the standpoint of the 
actual daily use of the instruments. In the succeeding 
pages the exact measurement of temperature, as an 
end in itself, is made subordinate to the practical 
utility of pyrometers in controlling various operations ; 
and consequently descriptions of ty^pliances of interest 
only theoretically have either been omitted, or at the 
most briefly described. Nevertheless, the fundamental 
principles are in all cases fully explained, as an under- 
standil!^ of these is essential to the intelligent use of 
the appliances dealt with in tha book. When neces- 
sary, numerical examples are given to illustrate the 
aftjlicatiorm of the principles ; and the reader who 

xi 
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finds any difficulty in following the various explana- 
tions — which |)f necessity involve an understaf!ding of 
many portions of the subject of heat — is referred to 
the author’s treatise on “ Heat for Engineers,” issued 
by the publishers of the present volume. 

With regard to temperature scales, the author has 
in th^e main employed Centi|'racle degrees, but has 
recognised that the Fahrenheit degree is still largely 
used, and has therefore frequently expressed tempera- 
tures in terms of both scales. 

The number of those who find it an advantage in 
their calling to measure and control high temperatures 
is constantly increasing ; and the manufacture of 
pyrometric appliances now gives employment to con- 
siderable numbers. The author trusts that the present 
treatise will prove of service to all thus concerned, and 
also to those who pursue the fascinating study of high 
temperature measurement from the purely scientific 
standpoint, 

In^conclusion, the author expresses his thanks to 
the various firms, ijientioned in the text, who have 
loaned blocks for the purpose of illustration, and who 
have furnished him with much valuable information. 

CHAS. R. DARWi^G. . 


-Woolwich, 1911. 
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INTRODUCTION 

Thk term “ pyrometer ’’—formerly applied to instru- 
ments designed to measure the expansion of solids — 
is now used to describe any device for determining 
temperatures beyond the upper limit of a mercury 
thermometer. This limit, in the common form, is the 
boiling point of mercury : 357** C. or 672® F*. By 
leaving the bore of the tube full of nitrogen or carbon 
dioxide prior to .sealing, the pressure exerted by the 
enclosed gas when the mercury expands prevents 
boiling ; and with a strong bulb of hard glass the 
readings may be extended to 550° C'. or i 020® F, 
Above this temperature the hardest glass is distorted 
by the high internal pressure, but, b)^substituting sifica 
for glass, readings as high as 700” C. or i 290* F. may 
be secured. Whilst such thermometers are useful in 
laboratory processes they are too fragile for workshop 
use ; aijkf ftade of the length ^necessary in many 
cs^s in which the temperature of furnaces is sought, 
the cost would be as great as that of more durable 
and^ convenient appliances. No other instrument, 



2 


PYROMETRY 


however* is so simple to read as the thermometer ; 
and for this reason it is used whenever the^onditions 
are favourable. The ktest proposal in tffis direction 
is due to Northrup, who has constructed a thermometer 
containing tin enclosed in a graphite envelope, which 
is capable of reading up to i 500'^ C. or higher. Thjs 
ingtrument is described on page 216. 

The origin and developi?hint of the science of pyro- 
metry furnish a notable example of the value of the 
application of scientific principles to industry. Sir 
Isaac Newton was the first to attempt to measure the 
temperature of a fire by observing the time taken to 
cool by a bar of iron withdrawn from the fire ; but, 
although Newton’s results were published in 1701, it 
was not until 1782 that a practical instrument for 
measuring high temperatures was designed. In that 
year Josiah Wedgwood, the famous potter, introduced 
an instrument based on the progressive contraction 
undergone by clay when baked at increasing tempera- 
tures, which he used in controlling his furnaces, finding 
it much more reliable than the eye of the most ex- 
p€g-ienced workman, 'Fhis apparatus (described on 
page 211) remaitisd without a serious rival for forty 
years, and its use has not yet been entirely abandoned. 

The next ste|j in advance was the introduction of 
the expansion pyrometer by John Daniell in 1822. 
The elongation of a platinum rod, encase^Nlii plum- 
bago, was made to operate a magnifying device, which 
moved a pointer over a .scale divided so as to read 
temperatures directly. Although inaccurate as 
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pared with modern instruments, this pyrometer was 
the first ••give g^continuous reading, and^required no 
personal aftention. The exjjdTision pyrometer — with 
different expaiifling substances — is still used to a 
limited extent 

^The year 1822 was also marked by Seebeck’s 
discover)' of thermo-electricity. The generation of a 
current of electricity hy^ii heated junction of two 
metals, increasing with the temperature, appeared to 
afford a simple and satisfactory basis for a pyrometer, 
and Hecquerel constructed an instrument on these lines 
in 1 1826. Pouillet and others also endeavoured to 
measure temperatures by the thermo-electric method, 
but partly owing to the use of unsuitable junctions, 
and partly to the lack of reliable galvanometers, these 
workers failed to obtain concordant results. The 
method was for all practical purposes abandoned 
until 1886, when its revival in reliable form led to 
the enormous extension of the use of pyrometers 
witnessed during recent years. 

In 1828 IVin.sep initiated the use of gas pyrometers, 
and enclosed the gas in a gold bulb. Later workers 
used porcelain bulbs, on account of gpeater infusibility, 
but modern re.search has shown that porcelain is quite 
unsuitable for accurate measurements, being porous 
to certain gases at high temperatures, even when 
glazed. Hfks p)Tometers are of little use industrially, 
but are now. used as standards for, the calibration of 
other pyrometers, the bulb being made of an alloy of 
platinum and rhodium. 
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Calorifhetric pyrometers, based on Regnault’s 
“ method cjf mixtures," were first made fo^^industrial 
purposes by Hystrdm, who patented an irfttrument of 
this type in 1863. 'Fhis method has been widely 
•applied, and a simplified form of “water " pyrometer, 
made by SiemtMis, is at present in daily use for indi^^- 
tr^al purposes. It is not capable, however, of giving 
results of the degree of ac'buracy demanded by many 
modern processes. 

The resistance pyrometer was first described by 
Sir W. Siemens in hS/i, and was made by him for 
everyday u.sc in furnaces. Many difficulties were en- 
countered before this method was placed on a satis- 
factory footing, but continuous inve.stigation by the 
firm of Siemens & ( o. , and also the valuable re- 
searches of C'allendar and Griffiths, have resulted in 
the production of reliable resistance pyrometers, which 
are extensively used at the present time. 

In 1873 Sir William Barrett made a discovery which 
indirectly led to the present development of the science 
of pyrornetry. Barrett observed that iron and steel, 
on cooling down fn)m a white heat, suddenly became 
hotter at a definite point, owing to an internal mole- 
cular change ; and gave the name of ‘ ‘ recalescence ” 
to the phenomenon. . Workers in .steel subsequently 
discovered that thij property was intimately connected 
with the hardening of the metal ; thus rfad?ftW noticed 
that a sample of .steel containing i*i6 per cent of 
carbon, when quenched just below the change-point 
was not hardened, but when treated similarly at 15^ C. 
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higher it became totally hard. The demancf for accu- 
rate pyrflifieters yi the steel industry followed imme- 
diately on fhese discoveries, for even the best-trained 
workman could not detect with the eye a difference in 
temperature so small, and yet productive of such pro-# 
fgund modification of the properties of the finished 
steel. In this instance, as in many others, the instru- 
ments were forthcoming ^ meet the demaiifl. 

The researches of Le Chatelier, i)ublished in 1886, 
marked a great advance in the progress of pyrometry. 
He discovered that a thermo-electric pyrometer, satis- 
factory in all respects, could be made by using a junc- 
tion of pure platinum with a rhodio-platinum alloy, 
containing 10 per cent, of rhodium ; a d’Arsonval 
moving-coil galvanometer being used as indicator. 
This type of galvanometer, which [)ermits of an evenly- 
divided .scale, is now universally employed for this 
purpose, and has made thermo-electric pyrometers 
not only practicable, but more convenient for general 
purposes than any other type. (Continuous progress 
has since been made in connection with this method, 
which is now more extensively used than any otbec. 

Attempts to deduce temperature frrjm the lumi- 
nosity of the heated body were first made by Ed. 
Becquerel in 1863, but the method ^vas not success- 
fully developed until 1892, when j.e Chatelier intro- 
duced hi^ptical pyrometer. This instrument, being 
entirely external to the hot .source, enabled readings 
to be taken at temperatures far beyond the melting 
point of platinum, which would obviously be the 
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extreme fimit of a pyrometer in which platinum was 
used. The^quantitative distribution- of en^y in the 
spectrum has since be€n worked out by* Wien and 
Planck, who have furnished formuhv based on therm?)- 
dynamic reasoning, by the use of which optical ^pyro- 
meters may now be calibrated in terms of the thermo- 
d>\namic scale of temperature. Other optical pyro- 
meters, referred to in the t^t, have been devised by 
Wanner, Holboni and Kurlbauin, h'ery, and others ; 
and the highest attainable temperatures can now be 
measured satisfactorily by optical means. 

The invention of the total-radiation pyrometer by 
Ft*ry in 1902 added another valuable instrument to 
those already available. Based on the fourth-power 
radiation law, discovered by Stefan and confirmed b)' 
the mathematical investigations of Boltzmann, this 
pyrometer is of great service in industrial operations 
at very high temperatures, being entirely external, 
and capable of giving permanent records. Modifica- 
tions have been introduced by Foster and others, and 
the method is now widely applied. 

Recorders, for obtaining permanent evidence of 
the temperature f)f a furnace at any time, were first 
made for thermo-electric pyrometers by Holden and 
Roberts- Austen,* and for resistance pyrometers by 
Callendalr. Nurneious forms are now jp use, and the 
value of the records obtained has been aBllndantly 
proved. 

For scientific purposes, all pyrometers are made 
to indicate Centigrade degrees, 100 of which represent 
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the temperature interval between the melting point of 
ice and tile boiling point of water at 760 mm. pres- 
sure, the Ibe-point being m?;ked 0“ and* the steam- 
p»int 100°. In industrial life, however, the Fahrenheit 
scale is often used in luiglish-speaking countries, th^ 
ige-point in this case being numbered 33 ’ and the 
steam-point 212'’ ; the interval being 180°. A single 
degree on the Centigrad#?>cale is therefore i *8 times 
as large as a Fahrenheit degree, but in finding the 
numbers on each scale which designate a given tem- 
perature, the difference in the zero position on the 
two scales must be taken into account. When it is 
desired to translate readings on one scale into the 
corresponding numbers on the other, the following 
formula may be used : — 

C, reading _ F. reading-- 32 

5 ” 9 

Thus by substituting in the above expression, 
660® C. will be found to correspond to i 220® K. and 
1 530® F. to 832® C. 

It is greatly to be regretted that all pyrometers 
are not made to indicate in Ceng'grade degrees, as 
confusion often arises through the use of the two 
scales. An agreement on this point between instru- 
ment makers would overcome the*difficulty at once, 
as the^ntigrade scale is now so widely used that 
few purchasers would insist on Fahrenheit markings. 

It may be pointed out here that no single pyro- 
meter is suited to every purpose, and the choice of 
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an instruFnent must be decided by the nature of the 
work in hand. A pyrometer requir’ng skiffcd atten- 
tion should not be entmusted to an untramed man ; 
and it may be taken for granted that to obtain the 
most useful results intelligent supervision is necessary. 
In the ensuing pages the advantages and drawbacks 
of ^ach type will be considered ; but in all cases it is 
desirable, before making aHy large outlay on pyro- 
meters, to obtain a competent and impartial opinion 
as to the kind best suited to the processes to be con- 
trolled. Catalogue descriptions are not always trust- 
worthy, and instances are not wanting in which a large 
sum has been expended on instruments which, owing 
to wrong choice, have proved practically useless. An 
instrument suited to laboratory measurements is often 
a failure in the workshop, and all possibilities of this 
kind should be considered before deciding upon the 
type of pyrometer to be used. 
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STANDARDS OF TEMPERATURE 

The Absolute or Thermod3rnamic Scale of Tem- 
peratures. — All practical instruments for measur- 
ing temperatures are based on some progressive 
physical change on the part of a substance or sub- 
stances. In a mercury thermometer, the alteration in 
the volume of the liquid is used as a measure of hot- 
ness ; and similarly the change in volume or pressure 
on the part of a gas, or the variation in resistance to 
electricity shown by a metal, and many other physical 
changes, may be employed for this purpose. In con- 
nection with the measurement of high temperatures, 
many different physical principles are relied upon in 
the various instruments in use, and it is of the greatest 
importance that all should read alike under the ssqne 
conditions. This result would not be attained if each 
instrument were judged by its own performances. In 
the case of a mercury thermometer,^ for example, we 
may indicate the amount of expjinsion between the 
temperaitfcs of ice and steam at 76 centimetres pres- 
sure, representing lOO® Centigrade, by a ; and then 
assume that an expansion of 2a will signify a tem- 
per^ure of 2CX)®, and so on in proportion. Similarly, 
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we may find the increase in resistance manifested 
by platinum between the same two fixed p^ts, and 
indicate it by r, and thm assume that an Tncrease of 
2 r will correspond to 200°. If now we compai^ 
Ibe two instruments, we find that they do not agree, 
for on placing both in a space in which the platinum 
inf^rument registered 200“, the mercury thermometer 
would show 203“. A similar, or even greater, dis- 
crepancy would be observed if other physical changes 
were relied upon to furnish temperature scales on 
these lines, and it is therefore highly desirable that a 
standard independent of any physical property of 
matter should be used. Such a standard is to be 
found in the thermodynamic scale of tern j:>eratu res, 
originally suggested by Lord Kelvin. This scale is 
based upon the conversion of heat into work in a heat 
engine, a process which is independent of the nature 
of the medium used. A temperature scale founded 
on this convetsion is therefore not connected with any 
physical property of matter, and furnishes a standard 
of reference to which all practical appliances for 
measuring temperatures may be compared.* When 
readings are expressed in terms of this scale, it is 
customary to use the letter K in conjunction with the 
number : thus 8 jo® K would mean 850 degrees on the 
thermodynamic sc^e. 

When existing instruments are comparea^iin this 
standard, it is found that a scale ba.sed on the assump- 

* For a fuller account of the thermodynamic scale, see the author’^ 
treatise Heat for Engineers^ pp. 
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tion that the volume of a gas free to expand, or the 
pressurd^f a co« fined gas, increases direct! \' as the 
temperature is in close agreement with the thermo- 
dynamic scale. It may be proved that if the gas 
employed were “ perfect,” a scale in exact conformitjp 
with the standard described would be secured ; and 
gases which approach nearest in properties to a perfjfct 
gas, sugh as hydrogen, ni#ogen, and air, may therefore 
be used to produce a practical standard, the indica- 
tions of which are nearly identical with the thermo- 
dynamic scale. If any other physical change be 
chosen, such as the expansion of a solid, or the in- 
crease in resistance of a metal, and a temperature 
scale be based on the supposition that the change 
in question varies directly as the temperature, the 
results obtained would differ considerably from the 
absolute standard. For this reason the practical 
standard of temperature now universally adopted is 
an instrument ba.sed on the projxjrties of a suitable 
gas. 

The Oonstant Volume Gas Thermometer.— 

In applying the properties of a gas to practical tem- 
perature measurement, we may demise some means of 
determining the increase in volume when the gas is 
allowed to expand, or the increase in pressure of a 
confined ga.s jiay be ob.served. The latter procedure is 
more cOTvenient in practice, and the instrument used 
for this purpose is known as the constant volume gas 
thermometer, one form of which is shown in fig. i. 
Thtgas is enclosed in a bulb B, connected to a tube 
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bent into \ parallel branch, into the bend of which is 
sealed a ta^3 C, furnished with a d«ying cflp. The 



extremity of the parallel branch is connected to a 
piece of flexible tubing T, which communicates With 
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a mercury cistern which may be moved oi?er a scale, 
the roc^C serving as a guide. In using this instru- 
ment the*bulb H is immerjied in ice, and the tap C 
opened. When the temperature has fallen too^C., 
the mercury is brought to the mark A by adjusting 
the cistern, and the tap C then closed. The bulb H 
is now placed in the space or medium of which Jthe 
temperature is to be determined, and expansion pre- 
vented by raising the cistern so as to keep the mercury 
at A. When steady, the height of the mercury in the 
cistern above the level of .A is read off, and furnishes 
a clue to the temperature of H. If the coefficient of 
pressure of the gas used (in this case, air) be known, 
the temperature may be calculated from the equation 

- IV 

where is the pressure at f ; P,, the pressure at 0® ; 
and h the coefficient of pressure ; that is, the increase 
in unit pressure at cP for a rise in temperature of 1®. 
Thus if pQ = 76 cms. ; b ^ 0*003 67 ; height of mer- 
cury in cistern above A = 55 8 cms. ; then 

1^1 = (76+55 1 3 cms., 

and by inserting these values in the above equation 
t is found to be 200*. In the instrument described, 
Pq is equal to the height of the Jaarometer, since the 
tap C’lf'open whilst the bulb is immersed in ice. 
The coefficient of pressure may be determined by 
placing the bulb in steam at a known temperature, 
and noting the increased pressure. In the equation 
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given, P, • P^, and t are then known, and the value of 
h may be calculated. 

.In using *this instruiiient for exact det^minations 
of temperature, allowance must be made for the ex- 
pansion of the bulb, which causes a lower pressure to 
be registered than would be noted if the bulb were 
nqji-expansive. Again, the gas in the connecting 
tube is not at the same t^pcrature as that in the 
bulb ; an error which may be practically eliminated 
by making the bulb large and the bore of the tube 
small. 'I'hc temperature of the mercury column must 
also be allowed for, as the density varies with the 
temperature. When the various corrections have 
been made, readings of great accuracy may be 
secured. 

When applied to the measurement of high tem- 
peratures, the bulb must be made of a more infusible 
material than glass, (iold, porcelain, platinum, and 
quartz have been used by different investigators, but 
the most reliable material for temperatures exceeding 
9cx>" C. has lx;en found to be an alloy of platinum 
wi^i 20 per cent, of rhodium. The most suitable gas 
to use inside the bulb is nitrogen, which is chemically 
inert towards the materials of the bulb, and is not 
absorbed by the inetals mechanically. When measur- 
ing high temperatures with this instrument, a con- 
siderable pressure, amounting to i atniosphere for 
every increase of 273 degrees above the ice point, is 
requisite to prevent expansion of the nitrogen ; and 
this pressure tends to distort the bulb and so to faUify 
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the indications. This trouble has been overcome 
by Da)ii»who ^^rroundecl the bulb by a .second 
larger bullf, and forced air o* nitrogen info the inter- 
vening space until the pressure on the exterior of the 
thermometer bulb was equal to that prevailing in th^ 
interior. Kven then it was not found possible to 
secure higher readings than I550 °(\, as the bqjb 
commenced to alter in slj^pe owing to the softening 
of the material. 'I'his temperature re[)resents the 
highest yet measured on the gas scale ; but by using 
a more refractory material, such as fused zirconia, it 
may be found possible to extetul this range to 2 exxf C. 
or more. ICxperiments in this direction are very 
desirable, in order that high-reading [)yrometers may 
be checked directly against the gas scale. 

Fixed Points for Calibration of Pyrometers.— 
It is evident that the gas thermometer is totally un- 
suited for use in workshops or labortilories when a 
rapid determination of a high temperature is required. 
Its function is to establish fixed points or temperature 
standards, by means of which other instruments, more 
convenient to use, may be graduated so as to agj-ee 
with each other and with the gas «cale itself. The 
temperature scales of all modern pyrometers are thus 
derived, directly or indirectly, from the gas thermo- 
meter. In the table on next page^ a number of fixed 
points, deternfined by various observers, is given ; the 
error, even at the highest temperatures, probably not 
exceeding ±2° C. 

It^ preparing the temperature scale of a pyrometer 
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for practical use, the instrument is subjected suc- 
cessively to a number of the tempcratureS^ndicated 
in the table, and in thi<> manner several fixed points 
are established on its scale. The space between these 
^points is then suitably subdivided to represent inter- 
mediate temperatures. 


TaBI-K of FO KI) 1*01 NTS, 

Sultetancv. 

I*lty.sical CotKliiluii. 

Oeg. 

Cent. 

l>eK. 

Fahr, 

Water (icc) . 

.\t Mclliitg Point 

0 

32 

Waler . 

.♦ Hoiliiig „ 

too 

212 

Aniline 

Iii4 

363 

Napiithalene 


2I8 

424 

Tin , 

Melting ,, 

232 

449 

Lead . 

1* M »> 

327 

620 

Zinc . 

,, Boiling ,, 

419 

786 

Sulphur 

445 


Antiuutny . 

„ Melting ,, 

631 

Aluniiniuni . 

,, ,, 

657 

1 214 

Common .Sail 

t» ti »< < 

800 i 

I 472 

Silver (in air) 

Silver (free from 

'» l» !• 

955 i 

j 

*75* 

oxygen) . 


962 j 

• 763 

Gold , 

r n »i 

1 064 

* 947 

Copper (in air) . 
Ci^per (Graphite , 
covered) . 


1 064 I 

j 

*947 

,, 

1 084 ‘ 

*983 

Iron (pure) . . ; 

• 

1 520 I 

2768 

Palladium . . | 

•» t» M 

I S49 i 

2820 

Platinum 

M 

* 755 1 

3*90 


It is necessary to jxunt out that th? figures given 
in the table refer only to pure substances, and that 
relatively small quantities of impurities may give rise 
to serious errors. The methods by which the phy^sicaL 
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condition to which the temperatures refer may be 
realised iW^ractic® will be described in the^succeeding 
chapter. * 

l^ational Physical Laboratory Scale.-'Kxact 

agreement with regard to fixed points has not yet* 
been arrived at in different countries, and an effort 
to co-ordinate the work of the National Physical 
Laboratory, the United S^tes Hureau of Standards, 
and the Relchsanstalt, with a view to the formation 
of an international scale, was interrupted by the war. 
In 1916 the National Physical Laboratory adopted a 
set of fixed points on the Centigrade thermodynamic 
scale, in conformity with which all British pyrometers 
have since been standardised. It will be seen that 
the figures differ very slightly from those given in the 
previous table, which represent the average results 
of separate determinations in different countries. 


National Physical Laiwkatory Scale (1916). 


SulMUtncc. 

Physic.'il Contlitioii. 

IJCK. 

Cent, 

Ueg. 

Fahr. 

Water (ice) . 

At Melting Point 

0 

32* 

Water . , . 

„ Boiling ,, (760 mm.) 

• 100 

213 

Naphthalene 

»» M •! 

217-9 

424 

Bemophenone 

M »» f» »* 

„ .Melting „ 

305-9 

5? 

Ziac . 

4i9’4 

787 

Antimony . 

• 630 

1 166 

Common Salt 

SBver (in reducing * 

1* »• »t • 

801 

M74 

atmqaphere) 


961 

t 761 

Gold . . . 

Coppertin reducing 

♦* ♦♦ »» 

1063 

•945 

atmosphere) 

a 

M *» M ! 

1083 

1982 


JL 
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For higher temperatures the melting points of 
nickel (14J2® C.) and palladium (4 549® G.^are em- 
ployed, but the accuracy in these case? is not so 
certain as with the substances named in the table. ^ A 
"useful point, intermediate between copper and nickel, 
has been established by K. Griffiths, and is obtained 
by heating nickel with an excess of graphite, when 
a well-defined eutectic is formed which freezes at 
I 330*" C., or 2426® F. 

Temperatures above the Present Limit of the 
Gas Thermometer.— As it is not yet possible to 
compare an instrument directly with the gas thermo- 
meter above i 550 C., all higher temperatures must 
be arrived at by a process of extrapolation. Fy care- 
ful observation of a physical change at temperatures 
up to the limit of i 550” C., the law governing such 
change may be discovered ; and assuming the law to 
hold indefinitely, higher temperatures may be deduced 
by calculation. An amount of uncertainty always 
attaches to this procedure, and in the past some 
ludicrous figures have been given as the result of 
indefinite extrapolation. Wedgwood, for example, 
by assuming the uniform contraction of clay, gave 
12001® C., or 21637® F., as the melting point of 
wrought iron, v^hereas the correct figure is i 520® C., 
according to the ^s scale. Even in recent times, the 
extrapolation of the law connecting Ae temperature 
of a thermal junction with the electromotive force 
developed, obtained by comparison with the gas scale 
up to 1 100® C., led Marker to the conclusion that the 
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melting point of platinum was i 710'' C., a figure 45 
degrees l^wer titan that now accepted. ^ The laws 
governing the radiation of etiergy at different tem- 
peratures, however, appear to be capable of mathe- 
matical proof from thermodynamic principles, and 
temperatures derived from these laws are in reality 
expressed on the absolute or thermod\'namic scalt. 
h'.xtrapolation of these taws, when used to deduce 
temperatures by meafis of radiation pyrometers, 
appears to be justified ; but it is still desirable to 
extend the gas scale as far as possible to check such 
instruments. Assuming the radiation laws to hold, 
it is possible to determine the highest temperatures 
procurable, such as that of the electric arc, wath a 
reasonable degree of certainty. 



CMAITKR III 

THERMO-ELECTRIC PYROMETERS 

• 

General Principles.— Seebcck, in 1822, made the 
discovery that when a junction of two dissimilar 
metals is heated an electromotive force is set up at 
the junction, which gives rise to a current of elec- 
tricity when the heated junction forms part of a closed 
circuit. Hecquerel, in 1826, attempted to apply this 
discovery to the measurement of high temperatures, 
it having been observed that in general the E. M. E. 
increased as the temperature of the junction was raised. 
No concordant results were obtained, and the same 
fate befel the investigations of others who subsequently 
attempted to produce pyrometers based on the See- 
beck eff cct. These failures were due to several causes, 
but chiefly to the non-existence of reliable galyano- 
meters, such as 'we now possess. It was not until 
1886 that the problem was satisfactorily .solved by 
Le Chatelier oh rari.s. 

Although any heated junction of itjetals will give 
rise to an electromotive force, it does not follow that 
any pair, taken at random, will be suited to the pur- 
poses of a pyrometer. A junction of iron and copper, 
for example, gives rise to an K.M.F. which incfbases 
20 
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with the temperature up to a certain point, beyond 
which tHte®K. M.l*. falls off althouj^di the temperature 
rises, and ftnally reverses in direction — a phenomenon 
t(? which the name of “ thermo-electric inversion ” has 
been applied. ICvidently, it would be impossible tcf 
measure temperatures in this case from observations 
of the electromotive force produced, and an)' couple 
chosen must be free fr(#m this deterrent property. 
Moreover, the metals used must not underj^o deteri- 
oration, or alteration in thermo-electric properties, 
when subjected for a prolonged period to the tem- 
perature it is desired to measure. These and other 
considerations greatly restrict the choice of a suitable 
pair of metals, which, to give satisfaction, should con- 
form to the following conditions : — 

1. The K. M.F. developed by the junction should 
increase uniformly as the temperature rise.s. 

2. The melting point of either component should 
be well above the highest temperature to be measured. 

, An exception to this rule occurs when the K. M. K. of 
fused materials is employed, 

3. The thermo-electric value of the couple should 
not be altered by prolonged heating? 

4. The metals should be capable of being drawn 
into homogeneous wires, so that a jugction, wherever 
formed, may always give rise to,the same E. M.F. 
under given conditions. 

It is a further advantage if the metals which fulfil 
the above conditions are cheap and durable. 

The exacting character of these requirements 
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delayed the production of a reliable thermo-electric 
pyrometer until 1886, when [.e Chgtelier dfecovered 
that a junction formed (ff platinum as one*metal, and 
an alloy of 90 per cent, of platinum and 10 per ceict. 
•f rhodium as the other, ^ave concordant results. In 
measuring the K. M. h\ produced, Le Chatelier took 
a( 4 vantage of the movin^^-coil galvanometer introduced 
by d’Arsonval, which possessed the advantages of an 
evenly-divided scale and a dead-beat action. This 
happy combination of a suitable junction with a simple 
and satisfactory indicator immediately established the 
reliability of the thermo-electric method of measuring 
temperatures. ;\s platinum melts at 1 755'’ C., and 
the rhodium alloy at a .still higher temperature, a 
means was thus pri>vided of controlling most of the 
industrial operations carried out in furnaces. 

So far, the effect of heating the junction has been 
considered without regard to the temperature of the 
remainder of the circuit, and it is necessary, before 
describing the construction of practical instruments, 
to consider the laws governing the thermo-electric 
circuit, the simplest form of which is represented in 
fig. 2. One of rtie wires is connected at both ends 
to separate pieces of the other wire, the free ends of 
which are taken^to the galvanometer T wo j unctions, 
A and B, are thus formed, which evidently act in oppo- 
sition ; for if on heating A the direction of current be 
from A to B, then on heating B the direction will be 
from B to A, Hence if A and B were equally heated 
no current would flow in the circuit, the arrangement 
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being equivalent to two cells ot equal K.M.F. in oppo- 
sition. *T4iermaI^unctions arc formed at each of the 
galvanomefer terminals, but •the currenft to which 
tliey give rise, when the temperature changes, are 
opposed and cancel each other. 'I'he law which hold:^ 
for this circuit may be expressed thus: — 

“ If in a thermo-electric circuit there be two jun^- 


G 



Ka;. 2.-TW0-JUNt'i ION TUKR-NfO-ELKCl RK CIRCUIT. 

tions, A and H, the electromotive force developed* is 
proportional to the difference in temperature between 
A and B. ” 

It is customary to refer to the two junctions as the 
“ hot ” and ‘^cold ” junctions ; but it is important to 
remember that fluctuations in the temperature of 
either will alter the reading on the galvanometer or 
indijiator. 
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A second law, which applies to all thermo-electric 
circuits, is that “ the K. M. F. developed is iiicKjpendcnt 
of the thickness of thetwire. ” This doe^s not mean 
that the deflection of the galvanometer is the same 
ivhether thin or thick wires are used to form the junc- 
tion. The deflection depends upon the current flowing 
tlirough the circuit, and this, according to Ohm’s 
law, varies inversely as tUe total resistance of the 
circuit. Consequently, the use of thin wires of a given 
kind will tend to give a less deflection than in the 
case of thick wires, as the resistance of the former 
will be greater, and imless the resistance of the gal- 
vanometer be great compared with that of the junction, 
the dilTerence in deflection will be conspicuous. The 
E. M. F., however, is the same under given conditions, 
whatever thickness of wire be used. 

Reference to fig. 2 will show that in order to 
realise this circuit in practice, one of the wires form- 
ing the couple must be used in the form of leads to 
the galvanometer. This can readily be done if the 
material of the wire is cheap ; but if platinum or other 
expensive metal be used, and the galvanometer be 
some yards distant, the question of cost necessitates 
a compromise, and the circuit is then arranged as 
in fig. 3. The wires forming the hot junction are 
brought to brass terminals T T, from which copper 
wires lead to the galvanometer G. This arrangement 
results in three eflT ective junctions, viz. the hot junction 
A to B ; the junction A to brass, and the junction B 
to brass. It will be seen that the two junctions of 
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copper to brass are in opposition, and cancel each 
other foi>«qual h^atinj^ ; and the same applies to the 
galvanometer connections. «r\ circuit thifs composed 
oi three separate junctions does not permit of a simple 
expression for the net K. M.F. under varying tempera* 
ture conditions, and to avoid errors in readings care 
must be taken to prevent any notable change pf 


T 



temperature at the terminals T T in a practical in- 
strument arranged as in the diagram 

A point of practical utility in thermo-electric work 
is the fact that if a wire be interrupted by a length of 
other metal, as indicated at C in fig, 3, no current 
will be set up in a circuit if both joints are equally 
heated, as the electromotive forces generated at each 
junction are in opposition. It is thus possible to 
intemipt a circuit by a plug-key or switch, without 
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introducing an error ; always provided that an even 
temperature prevails over the region contoKiing the 
joints. 

Another useful fact is that if two wires be brougifet 
jhto contact, they may be fastened over the joint by 
soldering or using a third metal, without alteration of 
tljermo-electric value, except in rare cases. Thus a 
copper-constantan or iron*«onstantan junction may 
suitably be united by silver solder, using borax as a 
flux, thus avoiding the uncertainty of contact which 
must alwa)'s occur when the wires are merely 
twisted together. Welding, however, is preferable 
to soldering. 

Metals used for Thermal Junctions. -r- Until 
recent years it was customary to employ a platinum- 
rhodioplatinum or platinum-iridioplatinum junction 
for all temperatures beyond the scope of the mer- 
cury thermometer. The almost prohibitive price of 
the.se metals has caused investigations to be made 
with a view to discovering cheaper substitutes, with 
successful results up to 1 000° C. or i 800'’ F., thus com- 
prehending the range of temperatures employed in 
many industrial processes. Above this temperature 
the platinum series of metals are still used for 
accurate working, but it will be of great advantage 
if the range measurable by cheap or ‘ ‘ base ” metals 
can be further extended. Promise in*this direction 
is afforded by the properties of fused metals when 
used in thermal junctions. An investigation by the 
author has shown that in general the E.M.F.*de- 
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veloped by a junction does not underjjo any sudden 
change ^Mfcn one#or both metals melt, but continues 
as if fusion* had not occurred* By makinj^ arran^re- 
mftnts to maintain the continuity of the circuit after 
fusion, it may be possible to read temperatures# 
approximatin'^ to the boilini^ points of metals such as 
copper and tin, both of which are over 2 000° C\ 'Fbe 
base metals are not so# durable as platinum and 
kindred metals, but as the cost of replacement is 
nei^ligible, this drawback is of little importance. 
Moreover, base-metal junctions usually develop a 
much higher than the platinum metals, w'hich 

enables stron^^er and cheaper ^Mlvanoineters to be 
used as indicators. 


Thkrmai. Junctions used in Pyromktkks. 



lJpp<:r limit to which 
Itinrtion mny he used. 





ItfH Cent. 

I)cg. F.nhr. 

Platinum and rhodioplatinum fio per cent. Rh) . 

I 400 

2 55« 

2 Rh«)dii)platinum alloys of different composition 

I 600 

2900 

Platinum and iridioplatinum (10 per cent. Ir) 

1 100 

2009 

\Mckel and constantan ....*. 

903 

1 650 

Nickel and copper 

Koo 

I 475 

Nickel and car lion 

I 000 

1 850 

Nickel and iron 

I 0 00 

I 850 

Iron and constantan . . . * 

900 

1650 

Copper and const^tan . • . 

800 

M7S 

Silver and constantan . . . 

800 

*475 

a Nickel chrome alloys of different composition 



(Hoskin’s alloys) 

f lOO 

2010 

Nickel-chrome alloy and nickel-aluminium alloy . 

I 100 

2010 

2 Iron-nickel alloys of different comi>osiiion 

# 

1000 

1 

I 850 
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The electromotive force developed by a junction of 
any j^iven pair of metals when heatfd to a ^i^en tem- 
perature varies according to the origin of ‘the metals. 
It is not unusual, for example, for two samples lof 
•10 per cent, rhodioplatinum, obtained from different 
sources, to show a difference in this respect of 40 per 
cent, when coupled with the same piece of platinum. 
Kqu.il or greater divergences may be noted with 
other metals ; and hence the replacement of a junction 
can only be effected, with accuracy, by wires from the 
same lengths of which the junction formed a part. 
As showing how platinum itself is not uniform, it may 
be mentioned that almost any two pieces of platinum 
wire, if not from the same length, will cause a deflec- 
tion on a sensitive galvanometer when made into a 
junction and heated. It is therefore customary for 
makers to obtain considerable quantities of wire of a 
given kind, homogeneous as far as possible, in order 
that a number of identical instruments may be made, 
and the junctions replaced, when necessary, without 
alteration of the scale of the indicator. 

,The alloy known as “ constantan,” which figures 
largely in the foi^going table, is composed of nickel 
and copper, and is practically identical with the alloy 
sold as “ Kurel^a ” or “Advance.’* It has a high 
specific resistance,, and a very small temperature 
coefficient, and is much used for winding resistances. 
Couples formed of constantan and other metals 
furnish on heating an E.M.F. several times greater 
than that yielded by couples of the platinum series, 
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and show an equally steady rise of E.M.F. with 
temperafbPe. This alloy has proved of j^reat service 
in connection with the theftno-electric method of 
measuring temperatures. Couples formed of nickel- 
chrome alloys, known as “lloskin’s alloys,” have* 
been introduced into Britain by the Foster Instru- 
ment Company, which may be used continuously lo 
r 100° C., and for occasiutial readitigs up to 1 300° C. 
Another couple, much used in America, consists of 
an alloy of 90 per cent, nickel and 10 per cent, 
chromium, and an alloy of 98 per cent, nickel and 2 
per cent, aluminium, which may be used up to 
I 100® C. Other couples, formed of allf)ys of nickel, 
chromium, iron, aluminium, etc., have been intro- 
duced by different makers, but have not proved .so 
satisfactory as those mentioned above. 

Changes in Thermal Junctions when con- 
stantly used. — No metal appears to be able to 
withstand a high temperature continuously without 
undergoing .some physical alteration ; and for this 
reason the K.M, F, developed by a given junction is 
liable to change after a period of constant use. At 
temperatures above i 100® C.. platinum, for example, 
undergoes a notable change in a comparatively short 
period, but below i 000® C. , the change is very slight, 
and if this raii^e be not exceeded, ^a platinum-rhodio- 
platinum or iridioplatinum junction may be used for 
years without serious error arising from this cause* 
This liability to change is one of the factors which 
restficts the range of thermal junctions, which should 
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never be used continuously beyond the tem[3erature 
at which the alteration commehce»to becfeflrie large. 
A second cause of discfepancy is the possible altera- 
tion in the composition of an alloy, due to one of Hie 
•constituents leaving in the form of vapour, as is noted 
with iridioplatinum alloys, from which the iridium 
vDlatilises in tangible quantities above i lOO'' C., 
causing a fall of lo per cen4. or more in the thermo- 
electric value of the junction of these alloys with 
platinum, (’onstantan appears to be very stable in its 
thermo-electric properties, and the various junctions 
in which it plays a part show a high degree of stability 
if not overheated. Rhodiopljitinum alloys arc very 
stable, and for temperatures exceeding i loo'" C. a 
junction of two of these alloys, of different com- 
position, is more durable than one in which pure 
platinum is used. An extended scries of tests on 
base-metal junctions made in America by Kowalkc 
showed that continuous heating of couples as received 
from the makers altered the 1C. M. F. considerably, the 
change in some cases representing over 100 ° C. on 
th^ indicator. A stable condition, due to the relief of 
strains or other change, was finally reached, and the 
conclusion drawn that the materials should be 
thoroughly annealed before calibration. It is desir- 
able in all cases periodically to test the junctions at 
some standard temperature, and if any conspicuous 
error be noted, to replace the old junction by a 
new one. 

In addition to the errors due to slow ph}^ical 



THERMO-KLECTKIC PYROMETERS 


31 


changes, a junction may be altered considerably, if 
imperfecfl)* protected, owing to the chemical action 
of furnace gases, or of solids iiith which tfie junction 
m»y come into contact. The vapours of metals such 
as lead or antimony are very injurious ; and platinum 
in particular is seriously affected by vapours contain- 
ing phosphorus, if in a reducing atmosphere. S« 
searching is the corrosive action of furnace gases that 
adequate protection of the junction is essential if 
errors and damage are to be avoided. When a wire 
has once been corroded, a junction made with it will 
not develop the same IvM. \\ as before. 

Electromotive Force developed by Typical 
Junctions. — The following table exhibits the K. M.K. 
generated by several junctions for a range of loo® (*. , 
taken at the middle part of the working range in each 
case. These figures are subject to considerable varia- 
tion, according to the origin of the metals. 


I K. .M. F. in millivolts for a 

CoupU;. ' rise of 100° at niiddlt* 

of M’orkiog r.^o(;e. 


Platinum-rhodionlatinum (10 per cent. Rli) . 
Platinum-iridioplatinum (10 per cent. Ir) 

Nickel-constantan 

Copper>constantan 

Nickel-copper 

Iron>constantan 

Iloskin’s alloys v . .* < 

I 


II 
1*2 
2*3 
5-8 
6*1 
6*7 
7 '4 


It will be noted that the base-metal junction.s 
give^nuch higher values than the platinum series, and 
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hence can be used with a less sensitive, and therefore 
cheaper, indicator. Base-metal jnnction^i *are also, 
in consequence of the greater E.M.F. furnished, 
capable of yielding more sensitive readings over a 
•selected range of temperature. 

Practical Forms of Thermocouples.->When ex- 
pensive junctions are employed, wires of the minimum 
thickness consistent with strength and convenience 
of construction are used, a diameter of No. 25 standard 
wire gauge being suitable. A common arrangement 
is shown in fig. 4, in which J is the hot junction, the 



Fig. 4.— Tracticai. Form of Thkhmo-elkctric Pyrometer, 


wires from which are pas.sed through thin fireclay 
tubes which serve as insulators (or through twin-bore 
fireclay) to the reels R R, in the head of the pyro- 
nveter, upon which a quantity of spare wire is wound 
to enable new junctions to be made when required. 
Two brass strips, S, are screwed down on to the wires 
at one end, and^are furnished with screw terminals at 
the other end, f^om which wires are taken to the 
galvanometer or indicator. A protecting-tube, T, 
surrounds the wires and hot junction. The head, H, 
may be constructed of wood, fibre, or porcelain, 
and should be an insulator for electricity and<heat. 
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There are various modifications in use, but thej^enera 
method described is adopted by most makers. Ii 
order to guard against errors Rising from alteration 
in the temperature of the cold junctions in the em 
of the pyrometer, some firms construct the head so a 
to leave a hollow space, through which cold water i 
constantly circulated (fig. 5), the arrangement bein| 
known as a " water-cooled head.” In some form 



Fig. 5.—- Fyromktkr with VVATKK-a>oi.Ki> Head. 


the supply of spare wires is made to take the form of 
two spiral springs in a hollow head, the upper ends 
of the springs being taken to terminals. 

The choice of a protecting- tube is a matter of 
considerable importance. Obviously, such a tube 
should not .soften at the highest tern pef^tu re attained, 
and when expensive metals are used to form the 
junction the sheath should not be permeable to ga.ses 
or vapours. It should also, if possible, be a good 
conductor of heat, so that the junction may respond 

3 
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quickly to a change of temperature in its surroundings, 
and should be mechanically strong It is^ difficult to 
secure all !hese properties in any single material, and 
the choice of a sheath is decided by the conditions 
under which the couple is to be used. The substances 
employed, and their properties and special uses, may 
^e enumerated as follows : — 

I. Iron or Mild SteeL-^\h\x temperatures not ex- 
ceeding I 100® C. iron or mild steel covers are cheap 
and efficient from the standpoint of conductivity, 
although liable to deteriorate owing to oxidation. 
The tendency to oxidi.se is greatly dimini.shed by 
“calorising” the exterior by Ruder’s process, in 
which the iron is heated in a mixture of metallic 
aluminium and oxide of aluminium, a surface alloy 
being formed which resists oxidation. A result nearly 
as good may be obtained by smearing the surface 
with fine aluminium powder, and bringing to a white 
heat. This treatment greatly prolongs the life of an 
iron sheath. Some makers employ an inner steel 
tube round the wires, and an outer tube which comes 
into contact with the furnace gases, corrosion of the 
latter being detected before the inner tube has given 
way and exposed the junction. Some makers do not 
consider it safe to e.xpose heated platinum to an iron 
surface, with only air intervening, and hence use an 
inner cover of silica or porcelain, whiclf the outer iron 
or steel tube protects from mechanical damage. For 
ordinary work seamless steam or hydraulic steel 
tubing, with a welded end, is satisfactory ; but for 
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dipping into molten leail or other metals the tube 
should bt bored fr^m the solid. The great advantage 
of an iron or steel sheath is its mechanical strength, 
which protects the couple from damage in case of 
rough usage. 

2. Michrom . — ( ertain allox's of nickel and chro- 
mium, and especially that known as Nichrom Ilf 
may be kept at i ioo° (', without oxidising to any 
appreciable extent ; and hence sheaths of this material 
may be usetl up to the temperature named. In 
addition to being more durable than iron, nichrom 
possesses the same advantages of strength and 
good conductivity ; on the other hand, it is more 
costly. 

3. Molybdenum.— metal, which possesses a 
melting point of about 2 5CX)'' C., ma)’ be dip|>ed in 
molten brass, bronze, copper, etc., without being 
attacked, and has been used to form the tip of a 
protecting-tube designed to measure the temperature 
of molten alloy.s. A junction covered only by a thin 
tube of molybdenum quickly attains the temperature 
of its surrounding.s. 

4. Graphite and Graphite Compositions . — Carbon has 
the highest melting point of all known substances, 
and in the form of artificial or Ache.son graphite may 
be easily machined to any desired ^shape. Graphite 
sheaths are sornetimes u.sed for immer.sion in molten 
metals, but at i exx)'’ C. and higher Ache.son graphite 
oxidises easily and becomes friable. It is a good 
conductor of heat, but is easily broken. Compositions 
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of natural graphite and refractory earths, such as 
Morgan's "Salamander,” are infer^r to pureigraphite 
in conductivity, but ye stronger and not readily 
oxidised, and may be used to form sheaths for t(y;n- 
iperatures up to 1400° C. or possibly higher, when 
penetration of furnace gases to the junction is not 
of moment. 

5. Porcelain, — 'I'his majerial, in its best forms, 
may be used up to i 400” C., but must be efficiently 
glazed to prevent the ingress of furnace gases to the 
junction. It is easily broken by a blow, and when 
circumstances permit should be protected by an iron 
covering sheath. I'he variety known as “ Marquardt ” 
has bfeen found very satisfactory for high-reading 
thermal couples. Porcelain is not a good conductor 
of heat, and a junction encased in it does not respond 
quickly to external changes in temperature. 

6. Vitrified Silica , — This substance, which may be 
worked in the oxy-hydrogen blowpipe, is largely used 
as a protecting-tube. It is not advi.sable, however, 
to use it for continuous work above i loo” C., as 
l^yond this temperature devitrification occurs, and 
the tube becomes porous. 1 1 is a fairly good conductor 
of heat, and withstands rapid changes in temperature 
without cracking. It is very brittle, and for this 
reason is generally encased in iron. 

7. Alundum,—T\\\% material is mide from fused 
bauxite, and has a melting jjoint of 2050® C. A 
special form of alundum, used for protecting-tubes, is 
non-porous up to 1 3CX)® C., and forms a satisfactory 
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coverinjj. AluncluiTi is a moderately f^ood conductor 
of heat/ blit is easily broken. ^ 

8. Carbortmdum . — This is*an electric furnace pro- 
duct, which may be heated above 2000" C. without 
damage. For making into pyrometer tube.s, it i^ 
bonded with a suitable material, and baked after 
shaping. Carborundum, and the amorphous variety 
known as “silfra.x," hav^ proved useful for protecting 
junctions at temperatures as high as i 600'’ C. The 
thermal conductivity is relatively good, but the tubes 
are easily broken. 

9. Magnesia . — Tubes of this material, which melts 
at a temperature considerably above 2 0 (xf C., have 
been used for special work. Magnesia is a poor 
conductor of heat, and has little mechanical strength. 

10. Zirconia . — This is a very refractory material, 
its melting point exceeding 2 5cx)“ C. It may be made 
into a vitreous variety, which is non-porous and proof 
against sudden temperature ch*anges. At pre.sent, 
only a moulded form of pyrometer tube, made from 
zirconia powder, is available, the material worked 
in this manner being termed “zirkite. " Although 
zirconia is a bad conductor of heat, its other qualities 
are such that it forms an excellent material for work 
at the highest temperatures possible for thermal 
junctions ; and when the vitreous variety is available, 
may come into extended use. 

It will be seen from the foregoing that the ideal 
protecting-tube has yet to be found, and the user 
must choose the one which comes nearest to his 
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requirements. Special consideration must 
be ^iven in cases when chemical fiumes jfr^ 
present, and a sheath Selected which is not 
attacked or penetrated by them. 

* Returnin^^ to the junction, it is advisable 
always to weld the wires, and not to rely 
flpon the contact resulting from twisting 
them together. Platinum and the platinum 
alloys ma)’ be welded readily by placing the 
junction in a coal-gas blowpipe fed with 
oxygen instead of air. h'or work at lower 
temperatures the platinum metals may be 
soldered by means of a small quantity of 
gold, in the flame (jf a Hunsen burner. 

When cheap metals are used for the junc- 
tion the construction may be considerably 
modified, and often with advantage. In 
fig. 6, for example, which represents a 
thermocouple made* by A. Gallenkamp & 

Co., the metals used are copper and con- 
stantan, and the hot junction, fastened by 
sHver soUler, is supplemented by a cold 
junction of the same metals located in the 
head. The cop})er wire from the hot junction 
pa.sses directly, to a copper terminal, from 
whence a copper wire lead is carried to the 
galvanometer ; and the same procedure is 
carried out with the copper wire from the Ki^e. 
cold junction, thus realising the circuit shown 
in fig. 2. The cold junction is kept in oil, 

Junction 

IN Head. 
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the temperature of which is registered by a short 
thermometer, thu.f enabling (as will be ^explained 
later) the correct temperature ^jf the hot junction to 
be^educed under any circumstances. In this instru- 
ment twin-bore fireclay is used to insulate the wires, 
and the protecting-tube is of iron — which suffices for 
the upper limit (.Soo^" C.) to which the junction ma/ 
be used. Iron and constawtan could be used in this 
manner by employing iron leads to the galvanometer. 

Another type of instrument, rendered practicable 
by the use of cheap metals, and which may be termed 
the “heavy type,” is constructed of thick pieces of 
the metals welded together instead of wires, thus 
ensuring greater strength and longer life. Messrs 
Oompton & (>). were the first to introduce thermo- 
couples of this type, consisting of a heav)' steel tube, 
to one end of which a nickel rod is welded, the other 
end being free, and the length of the rod suitably 
insulated from the steel tube ; leads for the rod and 
tube being taken to the galvanometer, h'ig. 7 shows 
a couple of this kind, made by Paul, consisting of 
an iron tube down the middle of which a constantan 
rod is passed, insulated from the tube by magnesia. 
At the tapered end the two metals are welded 
together, and at the free end a special fap, fitted over 
the tube and rod, the contact parks being insulated 
from one another, serves to enable leads to be taken 
to the galvanometer. Similar thermocouples are made 
by the Foster Instrument Company (fig. 8), and are 
simplfe, cheap, and reliable up to 900'' C, with an iron- 
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constantan couple, and to f fCO° C. with tiichrom 
couples. ^When worn out they nfay be Replaced, at 
a tricing cost, by others made from the same batch 
of metal. 

The drawback to the use of carbon as one of the 
materials for a junction is the difficulty experienced 
In securing a good contact with the metal with which 
it is coupled. In nickel-cArbon junctions the contact 
is sometimes ensured by the aid of a spring, which 
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presses the two substances together. Such an arrange- 
ment is evidently not so reliable as one in which the 
materials are welded, and a defective contact, arising 
from any cause, would lead to serious error. A 
preferable plan is to screw both the nickel and carbon 
rods into a cross-piece of either element. 

When applying a thermal junction to the measure- 
ment of surface temperatures, such as steam-pipes or 
the exterior of furnaces, the wires may be passed 
through a thin disc of metal, about \ in. in diadiet^. 
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and soldered at the back. Suitable materials are 
copper *aitd constantan, soldered to a thin copper 
disc with silver solder, and brt)ught to a cold junction 
irf the head of the instrument as shown in fig. 6. 
The terminal piece of the insulation nia be madft 
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of hard wood, with the holes countersunk so as to 
cover the solder and enable the wood to touch the 
disc, which, when pressed on the hot surface, will 
then rapidly acquire the temperiiture. The author 
Jias found, by trials under varying circum.stances, 
that this ipethod of measuring surface temperatures 
gives reliable and concordant results. For very high 
surftice temperatures a platinum disc, with one of the 
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usual platinum metal couples soldered to the disc with 
pure silver, and a piece of twin-bore^reclayibrtjught to 
the back of the disc, will be found to suffice for most 
cases arising in practice. A small blowpipe flame»is 
,best for soldering the wires to the disc, borax being 
used as flux in the first case ; but no flux is necessary 
iii soldering the platinum metals wfith pure silver. 

In deciding upon the 1 ^‘ngth of a thermocouple 
it must be remembered that the temperature recorded 
is that prevailing in the region of the hot junction. 
When the temperature of a furnace is uniform it is 
sufficient to allow the end of the thermocouple to 
protrude about 1 2 inches into the interior, but when 
follow'ing the change of temperature undergone by 
objects in a furnace the end must be located near 
the objects. If the distance from the exterior of 
the furnace to the objects exceed 2 feet, the thermo- 
couple slmuld be inserted through the roof so as to 
hang vertically, as if placed through the side it would 
droop by its ow'ii w'eight at high temperatures. The 
distance between the exterior of the furnace and the 
cold junctions .should be at least 15 inches in all 
cases in which the heating of the cold junction is 
not automatically compensated. After inserting the 
couple the opening through the furnace wall should 
lie closed by mean.'^of suitable luting-clay. 

In certain instances, such as flues, it is necessary to^ 
use a long instrument in a horizontal position. A rail 
may then be placed across the flue, at a suitable place, 
to serve as a support and so to prevent drooping. 
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Liquid Element Thermocouples. — Aninvestigation 
by the Aithor and A. \V. (Irace has shown that the 
continuity of the produced by a tising tem- 

perature is not interrupted by fusion, except in the 
cases of bismuth and antimony, which both show an, 
abrupt change in thermo-electric properties at the 
melting point. It would therefore appear feasible 
to measure temperatures J)y constructing a thermo- 
couple so as to retain the circuit .after fusion, the 
advantage gained being that the range is restricted 
by the boiling point of the metals instead of the 
melting point and higher readings are rendered 
possible. The boiling points of some of the common 
metals are appended : — 


Mclal. 


I'lniling Point . 


I ht'K. K. 

Alununium 1 8(X) 3 270 

1955 i 3550 

Tin . , . . . . 2270 ; 4120 

Copper 2310 j 4190 

Nickel '2 330 4 225 

Iron 2 450 4 440 • 


From inspection of these figures, it will be seen 
that if a suitable couple could be obtained, common 
metals might be used to measure temperatures 
equalling or even exceeding the limit of the range 
covered by wire junctions of metals of the platinum 
series. Instead of using two metals, graphite might 
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form one member ()f the couple, provided that no 
objection to its use existed on other j»rout\ds. 

The form of thermocouple designed by the author 
to permit of the use of molten elements is shown in 
fig. 9. A rod of refractory material, R, is perfoiated 
longitudinally by two holes, down which are passed 
M’ods of the thermo-elements, A and H. The lower 
ends of A and H are inseited in a graphite block G, 
which is jointed on its upper face to R ; the whole 



being surrounded by the refractory cover C. On 
either or both of the elements melting, the circuit 
maintained through G, which serves also to prevent 
the mixing of A and B when molten, whilst not 
affecting the K. M.F. developed. In order to allow 
for the expansion of the metals on melting, A and B 
are made to fit Iposely in R. When inserted in a 
furnace to a depth represented by KF. only the 
portion of the metals adjacent to the closed end will 
melt, the outer parts remaining solid. At present it 
has not been found possible to procure the refrafctory 
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parts in a form suited to commercial use, but when 
this obstec]^ is ov^ercome this type of thermocouple 
should prove of service for rqieasuring temperatures 
be^^ond the scope of ordinary base-metal junctions. 

Indicators for Thermo-electric Pyrometers. — As 
the electromotive force developed by a sinjjle junction 
when heated is small, a sensitive ^galvanometer is^ 
required to indicate the minute current flowing 
through the circuit. Delicate millivoltmetcrs, of the 
moving-coil type, are universally employed, as they 
possess the advantage of an evenls-divided scale 
combined with the requisite degree of sensitiveness. 
The original d’Arsonval galvanometer, consisting of 
a coil suspended by a metallic strip between the 
poles of a horse-shoe magnet, was used by Le 
Chatelier, who, by its aid, was enabled to lay the 
foundations of this branch of pyrometry. Three 
forms of this instrument are now in use, viz. {a) the 
su.spended coil “mirror” type; (/^) the suspended 
coil “pointer” type; and (c) the pivoted type. 
Examples of each will now be describetl. 

Fig. 10 represents a mirror galvanometer working 
on the d’Arsonval principle, designed by Gen. Holdefi, 
F.R.S. The horse-shoe magnet is laminated, and an 
iron core, supported by a pillar, is placed between 
the poles. The coil, which moves'* in the space 
between the core and the poles of the magnet, is 
suspended by a thin, flat strip of phosphor-bronze, 
which carries a small circular mirror. A similar 
phosphor-bronze strip is fastened to the lower part of 
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the coil, and is continued to an adjusting-screw in 
the base. I'lie ends of the suspiinsion «tfips com- 
municate \vith the terminals of the galvanometer, 
and a current entering at one terminal passes through 
the metallic suspensions and the coil to the other. 
The effect of passing a current through the coil, 
which is located in a powerful magnetic field is to 
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produce an a.xial movement tending to twist the 
sus|x;nsion strips, which movement is greatly magni- 
fied by a spot of light reflected from the mirror on 
to a distant .scale. When the current ceases, the 
untwisting of tlie^trip restores the coil to its former 
piosition. Galvanometers of this type are remarkably 
“dead-beat” in action, that is, the movement and 
restoration of the coil are accomplished without vibra- 
tion. A semi-transparent scale, placed at i metre 
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distance, and 50 centimetres lonjj. is suitable for 
use witlithiis ^^alva^oineter. When used in workshops, 
it is necessary to protect a mi»ror iralvanoAieter from 
th^ vibrations produced by machiner)', which would 
cause the spot of lij^ht to become unstead)’. '1 he 
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best method of effecting this is .shown in fig. n, 
which represents the mode of suspension devi.sed by 
W. J. Lambert for u.se in the Royal Gun Factory, 
Woolwich Arsenal. 'Fhe u.sual supports of the galva- 
nometer are abolished, and the in.strument suspended 
from tthe ring of a brass tripod, so as to keep three 
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sprin^^s partly in compression. When suspended in 
this manner, a mirror ^alvanometej is qui|;e suited to 
commercial use ; in tl)^ quiet of the laboratory the 
ordinary su|)ports may be employed. The advantage 
j gained by using the mirror type is that a much 
longer scale is possible than with instruments furnished 
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with a pointer, and hence greater accuracy in deter- 
mining temperature readings may be secured. 

' In suspended coil instruments furnished with a 
pointer, the construction differs only in detail from 
the foregoing. In place of the mirror, a light pointer 
k attached to the suspension so as to rest on the coil, 
and a scale is funfished over which the jK)inter moves. 
Fig. 12 is an example of this type, made by Messrs 
Siemens, the suspension being contained in the tube 
which rises from the body of the instrument. ^ The 
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maximum length of scale moved over by the extremity 
of the poi1it6r is ab®ut 6 inches, as a longer and there- 
fore heavier pointer would reduce the sensitiveness 
bel«w the point requisite for thermo-electric work. 

In the double-pivoted type, the suspension is elim- 
inated, and pivots are fastened to each end of the 
moving coil which rest in bearings. The turning of 
the coil is made to compr<^s a hair spring, made of 
phosphor-bronze ; and when the current ceases the 
unwinding of this spring restores the coil to its former 
position. The coil carries a pointer which moves 
over a scale. These instruments are not so sensitive 
as those in which the coil is suspended, but can be 
made sufficiently sensitive to work with any kind 
of junction in practical use. The pivoted form is 
cheaper and stronger than the suspended type, and 
is used whenever sufficiently sen.sitive. 

The “Uni-pivot” galvanometer, made by R. VV. 
Paul,, is shown in figs. 13 and 17. The coil, which 
carries the pointer, is circular, and moves round a 
spherical core of iron placed between the poles of the 
magnet. A hole is drilled in the iron core, and th« 
coil rests on a single bearing at the bottom of this 
hole. A phosphor-bronze control-spring .serves to 
restore the coil to the zero position. ^The lessened 
friction due to the use of a single pivot enables this 
instrument to be made very sensitive when needed, 
so that a relatively small rise in the temperature of a 
Juilction may cause the pointer to traverse the ^ hole 
lengtif of the scale. 


4 
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Special Features of Indicators.-— All moving- 
coil instruments, whether suspended or ^pivoted, are 
liable to alteration of the zero point owing to what is 
termed “creep.” The suspension strip, when first 
fixed in position, generally possesses a certain amount 
of initial torsion, which comes into operation gradually 
and causes a slight movement of the coil. Similarly, 
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in a ptvDted instrument, the strength or shape of the 
control-spring undergoes a gradual alteration at first, 
causing the pointer to move away from the zero 
position. For, this reason adjusting arrangements are 
fitted by means wf which the spot of light or pointer 
may be brought back to the zero. This creeping 
ceases after a time — often requiring twelve months — 
and if not subjected to any strain, error from this cause 
does not recur to any notable extent. With a fnirror 
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galvanometer it is better to move the scale, or turn 
the galvanometer •round on its axis to restore the 
correct zero, rather than to t\tist the coil back ; but 
witih a fixed scale and pointer the onl\' remedy is to 
turn the coil bodily round. In a single-pivot indicator 
constantly used in the author’s lal^oratoi)', the creep 
amounted to a movement of the end of the pointer 
through an angle of 2 degr^^es in the first few months, 
since when, after the lapse of several )'ears, no further 
alteration has occured. It is advisable to test the 
zero point of an indicator from time to time by 
breaking the circuit, and if an error be discovered the 
pointer should be re-set, or an allowance made in 
taking a reading. 

The resistance of an indicator should be so high 
that the readings should not be perceptibl)- altered by 
any’ fluctuations in the resistance of the circuit which 
may ari.se in practice. If leads of considerable length 
were used to connect the pyrometer with the indicator, 
and were subject to fairly large alterations of tem- 
perature, the con.sequent changes in the resistance of 
such leads would be noticeable on a low-resistancf 
indicator ; and similarly, if a pyrometer were inserted 
atdififerent depths in a furnace at separate times, thus 
heating up varying lengths of the junction wires, a 
discrepancy would arise for the same reason. The 
resi.stance of an indicator, however, cannot be raised 
beyond a certain point w ithout reducing the .sensitive- 
ness below the required limit. A mirror galvanometer 
of th^ type described may have a resistance — partly 
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in the coil and partly in an added series resistance — 
of I ooo ohms or more, and still be si*fiicient 4 y Sensitive; 
and in the latest type.** of instruments provided with 
pointers the resistance may be made as high as i goo 
ohms, although it is more usually 400 to 500 ohms. 
Many indicators are in u.se, however, in which the 
resistance is 100 ohms or le.s.s. As, from Ohm’s law, 
the current varies inversely as the total resistance 
in the circuit, any alteration in resistance should be 
small relatively to the total to render the error 
negligible. This point is made clear in the following 
example : — 


Example . — A thermocouple and leads have a resist- 
ance of 5 ohms and are subject to alterations 
amounting to i ohm. To find the errors re^ 
suiting when indicators of resistances 800, 400,^ 
and 50 ohms respectively are used. 


I'rom Ohm’s law, C — 


1 *: 

k’ 


the variation in 


C', with K constant, will be 1 in 805, i in 405, 
and I in 55 respectively. As the indications 
are proportional to the current, the alterations 
caused will be approximately J per cent., | per 
cent., and 2 per cent. The first two may be 
ignored ; the last may be quite .serious and 
lead to the failure of an operation. 


It will be seen, from the foregoing that low-resist- 
ance indicators should only be used for fixed thermo- 
couples and short leads not subject to temperature 
changes, or, in other words, in a circuit of fixed 
resistance. 
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The resistance of an indicator, when unknown^may 
be found* b/ the ftllowinjj method, sugfjcsted by the 
author ; — A resistance box is joined at one end to one 
terminal of the indicator. To the other terminal a 
fairly stout iron wire, i8 inches Ion" is connected, and 
a similar length of constantan wire is coupled to the 
other end of the resistance box. The free ends of the 
wires are twisted into a ju^jetion which is dipped into 
boiling water. The deflection obtained with no resist- 
ance in the box (Dj) is noted, and resistances (K) are 
then unplugged until the deflection (IX,) is approxi- 
mately one-half of Dj. The resistance ((i) of the 
indicator, ignoring that of the wires, is then given by 
the formula 

P _ D.,R 

^ D,-D, 

as may readily be proved from Ohm's law, being 
constant. This method is extremely simple and 
reasonably accurate. 

Reliable indicators are now procurable from many 
instrument-makers at a comparatively small cost, pro- 
gress in- this direction having been most marked 
recent years, particularly in the case of pivoted instru- 
ments. The most convenient form for workshop use 
is made with an edgewise scale (fig. 14) and may be 
placed in a suitable position fixed t9 a bracket. The 
fiat-scale pattern is preferable for use on a laboratory 
table, or for a portable pyrometer. The sector pattern 
is also good for workshop use, the dial being visible 
from % distance. 
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Standardizing of Indicators to read Tempera- 
tures directly. — 'fhe temperature scale of entiKlicator, 
for use with a j^iven thermal couple, is always marked 
by the maker iu the case of instruments furnished with 
• a pointer, and, j^encralK' speaking, is correct within 
reasonable limits. It is customary and necessary to 
send with the instrument a statement of the cold-junc- 
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tion temperature for which the markings are correct ; 
say 20' (.. or 60" h. 1 he user should then endeavour 
to maintain the cold junction at this specified tem- 
perature when taking a reading, or otherwise a con- 
siderable error piay be introduced. It is highly 
desirable, however, that the user should be able to 
perform the standardizing himself, if only for checking 
purposes ; and when using a mirror galvanometer as 
indicator it is necessary to standardize on the spot at 
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which the instrument is fixed. Ability to prepare a 
temperature scale is further useful, inasmuch as any 
good millivoltmeter, of range o to 20 millivolts, may 
be used for thermo-electric work of all kinds, and may 
be calibrated for different junctions, a suitable senes 
resistance being added to enable 1 C. iM.F. ’s higher 
than 20 millivolts to be measured. Such an instru- 
ment may thus be made extremel)' useful, both in the 
workshop and laboratory. * 

Standardization may be effected either by subject- 
ing the hot junction to several known temperatures, 
and noticing the deflections corresponding thereto ; 
or by measuring the electromotive force developed by 
the junction, and calculating the corresponding tem- 
{>erature from a formula which is known to hold for 
the range comprehended by the instrument. The 
former method is simpler ; and if carefully conducted 
is quite accurate. The latter method |)ossesses the 
advantage that readings in millivolts may be trans- 
lated directly into temperatures when the constants 
of a given thermal couple are known. It is now usual 
to mark indicators with a double scale, one reading 
millivolts and the other temperatures. 

Standarduation by Fixed Points.— Taking any 
millivoltmeter which, with a maximum of 20 millivolts 
at the terminals, will give a full scale deflection, the 
first step is to arrange that the [Jointer (or spot of 
light) shall just remain on the scale at the highest 
temperature to be attained by the junction. This may 
be 4 pne by placing the hot junction in boiling water 
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and noting the dellection obtained, either in millivolts 
or equal arbitrary divisions, and also the tg[nperature 
of the cold junction. The deflection observed is due 
to a difference of temperature (lOO — /) deg. C., where 
t is the temperature of the cold junction. If the highest 
temperature to be measured is lo limes (loo—/), the 
deflection should be rather less than of the scale, 
and similarly for my other required temperature limit. 
If the observed deflection 'exceed this proportion, a 
series resistance should be added until the correct 
value is obtained. This resistance is then perma- 
nently installed in tlie circuit for use with the junction 
under trial. 

Before proceeding- further it is necessary to con- 
sider whether the pyrometer is to possess a single 
cold junction of ascertainable temperature (as in 
fig. 6), or whether it will be arranged with two cold 
junctions in the head, as in fig. 4. In the former ca.se 
it is simpler to prepare a “difference" scale ; that is, 
one which reads differences of temperature between 
the hot and cold junctions, from which the tempera- 
ture of the hot end may be obtained by adding to 
the difference that of the cold junction. In the latter 
case the cold end should be kept by artificial means 
at the temperature likely to be attained in practice — 
say 25“ C.— a water-bath being suitable for this pur- 
pose. It is advisable to remove the shield of the 
pyrometer when standardizing, so as to expose the 
hot junction, as closer readings can then be taken. 

A number of materials— preferably cheapf-of 
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known boiling points or melting points are then 
selected fro«i a ta^e of fixed points (i)age i6) so as 
to give about six points, distributed fairly evenly over 
the^scale. As an example, if it were desired to prepare 
a temperature scale from o° to i lOO (*., the following 
might be chosen 


Substance and I 

• - . i 

Water at IxMlinj,' point ! 

Tin at melting point j 

Zinc at melting i»oint i 

Antimony at melting point . .1 

Common salt at melting point . . . j 

Copper at melting point (covere<l with grajihite). 


Tttnpcraiure*. 


100" (?. 1 

212* F. 

232 

449 

419 

7 .'‘6 


1 167 

Soo 

1 472 

1 0S4 

1 


The hot junction is allowed to attain these tem- 
peratures successively, and the corresponding deflec- 
tion in each case is noted. It is then possible to 
divide up the whole of the scale to read temperatures 
directly. 

The first reading is taken by placing the junction 
in a vessel of boiling water, and for a locality near 
sea level it is not necessary in ordinary work to take 
account of fluctuations in the boiling point due to 
alterations of atmospheric pressure. I o ensure that 
the other readings are taken when the substances are 
exactly at the melting point, the^prcKedure is as 
follows : about 2-3 lb. of the substance are melted in 
a salamander crucible, and a small fireclay tube, 
closed at one end, is inserted in the molten mass. 
The hot junction is placed in the fireclay tube, and 
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the intervening space filled with asbestos fibre. Great 
care must be taken not to let the Junctio^i touch the 
fused substance The crucible is now allowed to 
cool, and a reading of the deflection taken every half- 
minute. When the substance is exactly at its solidi- 
fyinj^ point— identical in j^eneral with the melting 
point — the deflection remains stationary for several 
consecutive readings, owing to the liberation of latent 
heat of fusion in sufificient quantity to balance the loss 
by radiation. This stationary reading is noted for each 
substance, and represents the deflection given when 
the hot junction is at the temperature corresponding 
to the melting point, and the cold junction or junctions 
at the temperature existing when the observation is 
made. Inir melting the materials, a Davies furnace 
with a large rcclu or Mekcr burner is convenient up to 
S50' C.; but to melt the copper a blast lamp is 
requisite. 'Die molten mass ma}' be allowed to cool 
in the furnace. 

From these observations a calibration curve may 
be drawn either for ditTerences between hot and cold 


t I’yrometor 1 . Iron-const.niitaii. I I’yromelt^r 2 . 

TeijywBluri? (Series resistance in Kal'aiH»««c«e'‘'-'iroui«.)| I’latinnm-irulioplatinum. 

JuMCtim. I Cold Junction., Difference, j I >ctlection. | CoW junction. 


too* C. 

8-9 , 

15* C. 

c. ! 

5 ’S 

232 


*7 


15*6 

4»9 

40-6 

*9 

400 1 

29-4 

03 » 


»9 ! 

612 1 

45-5 

800 

Sjo 

20 ! 

780 ; 

59*0 

1 084 



j 

820 


Gmstant 

at 



THERMO-ELECTRIC PYROMETERS 59 

junctions, or for a steady temperature of the cold, 
junction.^. •Twos^tsof data are appended to illustrate 
the procedure. 

k'ig. 15, A , is a calibration curve for thermocouple i, 



Fio. 15.— Calibration Curves for Two TnEkMo-Ei.K ( trit 
Pyrometers. 

connecting deflections with correspondinj; differences 
between the temperatures of the hot and cold junc- 
tions. In order to read from this curve the tempera- 
ture of the hot end, the reading corresponding to the 
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observed deflection is added to the existing tempera- 
ture of the cold junction. Thus#if a ckflSction of 
56 divisions were obtained with the cold junction at 
25°, the temperature of the hot junction would# be 
(54p-f25) = 565® O. The advantage of this method 
of calibration is that it is unnecessary to take precau- 
tions to keep tlie cold junction at a steady temperature ; 
and when a single cold juijction is used, as in fig. 6, 
this plan should always be followed. It will be noted 
that this curve passes through zero, as no deflection 
represents no difference of temperature. 

Fig. 15, H, represents the calibration curve for 
pyrometer 2, and is such that direct readings may be 
obtained corresponding to any given deflection, for a 
cold junction temperature of 25°. This curve, there- 
fore, cuts the axis of zero deflection at 25®, as no 
deflection corresponds to the condition when both 
hot and cold junctions are at 25®. This method of 
calibration may be used with advantage for couples 
of the type shown in fig. 4, where two cold junctions 
exist in the head, and the simple rule of adding the 
cpld junction temperature does not apply. Many 
suggestions have been made for correcting for altera- 
tions in the temperature of the cold end of such a 
couple, but none are accurate, and it is necessary to 
keep this part at, the temperature of standardization 
to secure correct readings. In both of the above 
calibrations the galvanometer used possessed a scale 
divided into 100 equal arbitrary divisions. 

In making permanent temperature scales from 
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these curves to attach to the existing galvanometer 
scale, infeiwals of# lOO® may be taken and marked 
opposite to the corresponding divisions on the existing 
scale. Each ioo° may then be equally subdivided 
into as many parts as the length of scale permits, 
and numbered at suitable intervals. If the junction 
used yield a calibration curve departing greatly from 
a straight line, every 50^ ii^terval should be taken, or, 
if nece.ssar\’, every 25''. In the examples given both 
curves are nearly straight lines in the working region, 
viz. 400"^ to 800'^ for the iron-constantan junction, and 
500" to I 100° for the platinum-iridioplatinum. 

One precaution necessary in .standardizing an indi- 
cator by this method is to ensure that the metals 
used are pure, as impurities lower the melting points. 
If ordered as “ pure '' from any dealer of repute, the 
metals will generally be found satisfactory. The 
common salt u.sed should be the ordinary salt sold 
in blocks, and not a prepared table salt. A second 
precaution, when observing melting points, is to guard 
against a possible error due to the substance becoming 
“ surfused ” or “overcooled”; in which case the 
temperature falls below the ordinary freezing point 
before solidification commences. When freezing 
occurs, however, the temperature rises to and remains 
at the true melting point, and an incj;ease of defiection 
following a gradual fall always indicates overcooling. 
The higher deflection then attained is the true freezing 
point Antimony frequently overcools to 6 (xf before 
freezing, but on setting rises to the correct figure — 
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631'. All metals and salts are liable to overcooling 
occasionally. 

Standardization by Measurement of 

It has been found, as the resuk of experiments, that 
the relation between the K.M. V. deve oped by a 
junction and its temperature — under constant con- 
ditions of the cold junction — may be expressed ap- 
proximately by a formula's under : — 

log K = A log /+H (Holmans formula), 
where K = electromotive force in microvolts, / = tem- 
perature in Centigrade degrees, and A and H are 
constants depending upon the junction. With certain 
junctions this formula may he applied over the 
workifig part of the scale with an error not exceeding 
2 ° C. , but with others the discrepancy is greater. In 
order to determine the con.stants A and 13 , it is 
necessary to measure the K. M. K. at two known 
temperatures, which should be chosen as far apart as 
possible in the working region. When the.se constants 
arc known, a measurement of K enables the tempera- 
ture / to be found by calculation. 

• Exa/fi/>/e. Chatelier found that a junction at 
the temperature of melted aluminium (657'" C.) 
gave 6 200 microvolts ; at the melting point of 
copper in air ( 1 062'’ ) the figure was 10 580. 

Applying in the above formula 

log 6 200 = A log 657 -f B 
and log 10 580 = A log i 062 -f B, 
the value of A is 1-2196 and of B 0'302, as 
may be found by taking logarithms and solv- 
ing for A and B. 



T 1 1 ERMO-ELKCTRU: PYROM PHERS 


63 


The values of the constants A and 1 ^ vary for 
different junctions •and also for different melts of what 
are reputed to be the same materials. When once 
dettrmined for a quantity of homogeneous wires, to 
which the formula applies with sufficient accuracy, 
it is evident that an indicator with a millivolt scale 
may be made to read temperatures directly without 



Fl(,. 16 — IVlKNTlOMKTKk MkTII<»|) oF Mk ,\■^r K 1N( ! E.M.E. 

any necessity for further experiment, althouj^h it is 
always advisable to take one check readinjij at a fixej 
point in the workin,i^ ran‘^e. 

In order to determine the K.M.F. of a junction at 
different temperatures, the potentiometer method is 
used, in which the of tlje test-couple is 

balanced against the known furnished by a 

constant cell. The circuit is shown in fig. 16, in 
which H is an accumulator which sends a current 
throu|[h the resistances Rj, R„ and the calibrated 
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wire DK. The cold ends of the couple are attached 
at P so as to be in opposition to Hf and iir tins branch 
of the circuit are included a sensitive galvanometer G 
and a portion of the wire DK. A standard cadmium 
cell, S, is connected between Rj and Rg at one end, 
and may be put in circuit with the galvanometer 
through the switch A. In commencing, S is con- 
nected to the galvanometer and Rj adjusted until no 
deflection is obtained on G. The switch A is now 
moved over to the circuit of the couple, and the 
terminal F moved along the wire until zero deflection 
is again obtained. The h^M. K. of the couple is 
determined from the relation 

K of junction __ Resistance of DF 
K of standard cell "" R, 

Hy exposing the hot end of the junction to suc- 
cessive standard temperatures, and maintaining the 
cold ends at a known constant temperature, the 
necessary data for inclusion in a formula may be 
obtained, 

^ In fixing a permanent temperature scale, calculated 
from the formula, to a millivoltmeter, it must be 
remembered that the values given by the experiment 
are ab.solute, and independent of the resistance of 
the circuit composed of the thermo-element and" 
galvanometer. On the other hand, a millivoltmeter 
is marked to read difference of potential at its 
terminals : and if in series with a junction and leads 
of notable resistance, its indications will not be the 
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K.M.F. of the junction. An example will make this 
point cle^r 

Example . — A millivoltmetcr has a resistance of 
icx) ohms, and is marked to read IM). at its 
terminals. A thermocouple and leads con- 
nected to the millivoltmeter have a resistance 
of 5 ohms. To find the relation between the 
true IC.M.F. of the junction and the readings 
of the indicator. 

If 1 % ~ the K.M.I\ tlcveloped b\’ the junc- 
tion, and V, the reading of the millivoltmeter, 
IM). at its terminals, then the current 

in the circuit ^ ^ ; and V - 

105 100 105 

That is, the readings are lower b\’ 5 [)er cent, 
than the true of the junction. In the 

same way a low resistance voltmeter, if applied 
to a coll of high resistance, shows a lower 
reading than the IC. M. F. of the cell. 

This example indicates how a table connectitig 
true F.M.F.’s with reading in millivolts may be cal- 
culated when the resistances concernerl are known. 
It is presumed, in preparing a scale in this manner^ 
that the resistance of the couple will not be subject 
to such alterations as to affect the reading. 

The advantages of this method of calibration arc 
manifest when a number of junctioiiiiare being made 
from a given batch of wires, as it is only neces.sary to 
divide the scale of the indicator so as to represent 
millivolts — a simple operation — and then to attach a 
. tempetature scale. This procedure is much more 
S;’ 5 
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expeditious than standardizing each indicator at 
several fixed points when a nuinbty are concierned, but 
for a single junction the fixed point method is easier. 
The potentiometer method of measuring K.M.F.imay 
also be usetl to determine temperatures in place of 
an indicator, and is of great service in cases where 
very accurate readings are specially required, being 
far more delicate in de|jecting small differences of 
temperature than an indicator. Special potentio- 
meters for thermo-electric work are made by the 
Cambridge and I’aul Instrument Com[)any, Siemens, 
and others, and are useful in conducting accurate 
research, but are too elaborate for workshop or 
ordinary laborator\’ practice. 

Cold Junction Compensators.- rhe necessity for 
paying attention to the cold junction has led to 
various attempts to compensate automatically for 
changes of temperature at this part of the pyrometer. 
A thermometer located near the cold junction, as in 
fig. 6, is all that is needed to correct a two-junction 
circuit ; but when a three-junction circuit is used 
,a correct reading is not secured by adding the excess 
temperature of the thermometer over the calibration 
temperature to the reading on the itidicator. In 
Bristol’s arrangement a mercur\’ thermometer, with 
a large bulb ai^l wide stem, is stationed at the cold 
junction, and participates in any temperature change. 
In the stem is placed a loop of thin platinum wire, 
which forms part of the pyrometer circuit. When the 
mercury is heated it expands up the stem and* short- 
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circuits a portion of the loop, thereby diminishing the 
resistance ( 4 f the pyrometer circuit, and tending to in- 
crease the deflection on the indicator. Simultaneously 
thc^cold junction will be heated, tending to diminish 
the current, and so to cause a less dellection. by 
adjustment the.sc two tendencies may be counter- 
balanced, so that the reading is unaffected, but such 
adjustment will only appl^ to a given M.M.K, and 
therefore to one temperature of the hot junction. 
•Hence this method fails in general application. 

Peake's compensated leads are intended to remedy 
cold-junction errors by transferring this junction, in 
elfect, to the galvanometer. They are u.sed for pyro- 
meters in which the platinum metals are employed, 
and consist of wires of two different alloys of copper 
and nickel, which connect the cold end to the indi- 
cator. These alloys are such that the electromotive 
forces .set up at the junctions in the head — Pt and 
Cu-Ni I, and Pt-Ir with Cu-Ni 2 -are equal and 
opposite at all working temperatures, and hence 
changes at the cold junctions do not affect the reading. 
At the indicator, however, temperature changes would 
cause an alteration in deflection ; but .as the indicator 
is generally placed well away from the furnace, and 
is not liable to notable heating or cooling, the possible 
errors are greatly reduced by the use of the.se leads. 
They are obviously of no value for use with base- 
metal pyrometers, as the wires u.sed in such may be 
prolonged to the indicator, with an identical result 

An automatic compensator for use with base-metal 
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pyrdmeters has been devised by the author, and is 
illustrated in figs. 17 and 18. A spiralomade of a 
compound strip of two metals is attached to the 
needle of the indicator, and coils or uncoils v\hdn 
cooled or heated, thereby moving the pointer over the 
scale. The length of the spiral is such that an altera- 



FiG. 17.— n.\RI.IN<;’s CoMl'KNSATOR, Ki l l KI) TO GaLVANOMKTKR. 

tion of a given number (jf degrees in its temperature 
moves the pointer by the same numbcT of degree.s on 
the scale— or, in oti er words, the temperature .scale 
of the pyrometer is identical with that of the spiral. 
The metals fonrpng the junction are continued, in the 
form of wires, to the interior of the galvanometer, 
where a cold junction is formed, which will always 
possess the same temperature as the spiral. I'he scale 
is constructed to represent differences of tempea-ature 
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between the hot and cold junctions, and before coup- 
ling up tlie^pyronifctcr the pointer indicates the tem- 
perature of the spiral ; that is, of the cold junction. 
On«connecting the thermocouple the pointer is moved 
by the c<jil of the indicator through an amount repre- 
sented b\- the difference in temperature between the 
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two junctions, and therefore finally indicates the 
temperature of the hot junction. 

Example , — If the cold junction were at 20 , the 
pointer, before connecting the couple, would 
indicate 20'’ on the scale. If the hot junction 
were 580' hotter than the, cold, then on 
completing the circuit the pointer would move 
580 additional degrees along the scale, so that 
the figure indicated would be (204*580) « 
600®, the temperature of the hot junction. If 
now the indicator were heated by ro®, the 
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Spiral would tend to augment the deflection 
by I o', but simultaneously^ the deflection due 
to the junctions would fall off by lo'", and the 
reading would still be 600°. ^ 

This method of compensation renders the readings 
independent of the cold junction, and, in addition to 
its use for high temperatures, enables ordinary and 
low temperatures to be rc^ad simply and correctly, as 
will be shown later. The spiral is located in the tower 
rising from the top of the indicator in fig. 18. 

In l^aul’s method of compensation the thermocouple 
and indicator are placecl across a Wheatstone bridge, 
two arms of which contain resistances of copper, 
whilst the resistances in the other two arms are of 
manganin. Any change in temperature at the cold 
junction is shared by these four resistances, and, 
whilst affecting the resistance of the copper parts, no 
change is caused in the manganin parts, as this alloy 
has a negligible temperature coeflficient. If, therefore, 
the bridge were initially balanced at 20° C., and the 
temperature ro.se to 30 , the increased resistance of 
the copper would destroy the balance, and permit of 
a small current passing through the indicator, A 
fall to lo'', by diminishing the resistance of the copper, 
would cau.se an equal current to pass through the 
indicator in the. opposite direction. The amount of 
this current is arranged .so as to add the rise in 
temperature of the cold junction to the reading of 
t^e indicator in the one case, and to subtract the 
fall in the other, thus retaining true readings for the 
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cold-junction temperature at which the couple was 
standanHzctfl. 

Constant Temperature Cold Junctions. —If the 

col^j junction can be kept at a steady temperature, 
compensators arc unneccssar\’, but no i^ood practical 
means of achicvin^^ this end has yet been devised. 
Water-cooled heads have already been referred to ; 
but in many situations the conncctiiV4-pii)cs entailed 
would be objectionable, and hence this arrangement 
is not greatly used. An alternative method, sug- 
gested b)' Prof. A. Zeleny, is to bury the cold junction 
in the ground. Recent e.xperiments, conducted at 
Cambridge by R. .S. Whipple, showed that a junction 
buried 10 feet deep did not var)* in temi)crature by 
more than 2 ' C. over a period of three N ears. This 
has led to the adoption of buried junctions in special 
ca.se.s ; but it is probable that much greater variations 
would be experienced in the ground beneath large 
furnaces, in which case the advantages of this pro- 
cedure would be lost. .A common workshop method 
is to locate the cold junctifui in a thermos flask filled 
with oil, when a temperature constant to 2 C. may 
be secured, although the changes in the tem|xjrature 
of the surrounding atmosphere may be as great as 
15' C. For special work, ice may be u.sed in the 
thermos flask, thus securing absolute con.stancy ; but 
this procedure is not feasible in ordinary works 
practice. 

Special-Eange Indicators.— When the working 
range of a pyrometer is from Cxxf C. upwards, it is 
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evident that the part of the scale occupied by the 
first 600" is useless, and that it would be an advantage 
if the whole scale could be utilised for the special 
working range, so as to secure more exact readings. 
This may be accomplished by a “set-up ” against the 
movement of the pointer caused by the thermocouple, 
so as to prevent any motion over the scale until an 
assigned temperature is reached. For example, a 
junction developing 12 millivolts at i 000'' C. may be 
coupled to an indicator in which the full-scale deflec- 
tion of the pointer is produced by 6 millivolts. If an 
E. M. 1 \ of 6 millivolts be opposed to the junction, no 
deflection will occur until the temperature at which 
the couple develops 6 millivolts is reached — when the 
opposing E. M.F. will be overcome. This tempera- 
ture may be 500' ('., .so that the whole .scale may be 
divided up between 500® and 1 ooo . The length of 
the indicator scale is thus effectively doubled ; and 
by using different values for the .set-up, it is evident 
that an>’ desired range may be obtained within the 
limits of sensitivity of the indicator. The method of 
procuring the opposing E.^^.F. varies with different 
makers. The Cambridge and Faul Instrument Com- 
pany employ a dry cell and a series resistance, con- 
nected so as to oppo.se the thermocouple ; and by 
adjusting the resi.stance any desired .set-up may be 
obtained, the value of which, in degrees, may be read 
off by connecting the cell and resistance to the 
indicator, the couple having been switched out of. 
the circuit, Thus, to adj ust for a range of 500“- r <xxf 
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on an indicator giving full-scale dellcction for 500 , 
the resisfaiKe is yegulated so that the cell alone 
causes the pointer to move to the end of the scale. 
Th^ method adopted by Paul consists of suitable 
resistances inserted in a Wheatstone bridge, which 
may be thrown off the balance, and thus cause an 
opposing IC.M.F. of the correct amount at the 
terminals of the indicator. 

A mechanical set-up has been introduced by the 
C'ambridge and Paul Instrument ('ompany, the in- 
dicator in this case having a suspended coil. By 
turning a milled-head a twist may be given to the 
suspending strip, and by the turning of a second head 
the pointer may be brought back to zero, retaining 
the initial twist, which is opposed to that produced 
by the current due to the couple. Phus, if the im- 
posed twist were such as to move the pointer to the 
400"" mark (m the scale, the temperature indicated by 
the junction would be the observed reading plus 400. 
By this method it is possible to obtain any desired 
range within the limits of the indicator 1 he danger 
of producing errors due to “creeping*’ is said to be 
negligible. 

Potentiometer Indicators. -- The advantage of 
measuring K.M.F. by the potentiometer method is 
that the result is indejiendent of thejesistance of the 
circuit under test, whereas an indicator is affected by 
changes in the resistance of the circuit in which it 
- is inserted. When long leads are used to connect 
“ a DDuple to its indicator, notable errors may be caused 
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by the varying resistance of the leads, due to changing 
temperature ; and, in addition, tl\e resistaiTce of the 
couple-wires varies according to temperature and 
depth of insertion in the furnace. Attempts bave 
therefore been made to produce indicators based on 
the potentiometer principle, suitable for workshop 



Kid. 19. -CiKccir ov NoKriiRiii’’s “ Pyrovoi.tkk.” 

use, and one form,, known as Northrup’s “ Pyrovolter,” 
is arranged as shown in fig. 19, A. A cell D sends 
a current through a rheostat R, a copper coil C, and 
a manganin coil S. The copper coil has the same 
resistance as the copper winding of the indicator G. 
The couple is connected, with G in circuit, across 
the manganin coil S, the resistance of this material 
being unaflfected by temperature. By adjusting R 
until no deflection is shown on G, the drop of, volts 
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across vS is made equal to the K.M.F. of the couple. 
To measure this drop, a key is pressed, alterinjj the 
circuit as shown in H, the indicator being now in 
serifs with S and the couple detached. The value 
of the current passing through S is unchanged, as 
the indicator coil has the same resistance as the 
copper coil C, which it now replaces. The deflection 
on G indicates the value of this current, and, as the 
drop of volts across .S is proportional to the current, 
G may be marked off to read 1C. M.l\ and the 
corresponding temperature of the junction. 'I'he 
advantages claimed are that the indicator ma)* be 
used with any type of junction, and is unaffected 
by temperature changes in the circuit. A similar 
instrument is made by the Brown C'ompany of 
Philadelphia. Up to the present potentiometer in- 
dicators have not been adopted to any e.xtent in 
Britain, and the adjustments necessary to obtain a 
reading must be accounted a distinct drawback from 
a workshop standjxjint. 

Recorders for Thermo-electric Pyrometers. — It 

is frequently of importance to know not only the 
existing temperature of a furnace, but also the fluctua- 
tions to which it is subject. Continuous observation 
of a pyrometer would involve too much labour, and 
it is therefore evident that an automatic recorder 
would possess many advantages in such ca.ses. A 
continuous record shows whether the attendant has 
maintained the temperature between the pre.scribed 
limits, and furnishes a permanent history of a given 



76 


|■VKOMETRY 


operation, which often serves as a j^nhcle to future 
proeediire. 

The first successful recorder, suj^i^ested by Sir W. 
Roberts- A listen and desij^nied by Gen. Holden, K.R.S., 
was used in conjunction with a mirror {galvanometer. 
In its orijjinal form, the spot of lit,dU from the mirror 
was made to fall on a sensitized plate, to which a 
^Tadual vertical motion was conveyed by connecting 
the dark slide to a water-float by means of a chain 
and pulley. The float was placed in a tank of water, 
which was gradually em[)licd through a tap, causing 
the float to sink and the plate to rise. If the de- 
flection of the spot of light remained steady, a vertical 
straight line was traced on the plate, fluctuations 
producing a sinuous line. Trials at known tempera- 
tures enabled a standard plate to be obtained, divided 
into degrees, which could be super[)osed on a trial 
plate, and the temperatures thus determined. Much 
valuable work was ai'complished with this recorder 
by Koberts-.Austen for the Alloys Research Com- 
mittee of the Institutmn of Mechanical Engineers. 

In its modern form (fig. 20) the photographic 
plate is replaced b\’ a sheet of sensitized paper wound 
round a drum which rotates at a known rate — .say, 
once in 12 hours -In- means of internal clockwork, 
shown to the left of the figure. I'he galvanometer 
is placed at the opposite end, and the mirror is 
illuminated by means of an electric lamp placed ex- 
ternally, the rays from which are reflected from a 
prism in the interior on to the mirror. The r&y of 
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light leaving the mirror is broken into two portions, 
one of which passes through a narrow sJit'on to the 
sensitized paper, whilst the other portion is reflected 
on to a ground-glass scale on the lid, divided so to 
read temperatures. In this manner the arrangement 
serves not only as a recorder, but also indicates 
the existing temperature without necessitating the 
examination of the sensitized paper. The whole 
arrangement is made impervious to light, so that it 
may be used in daylight. A dark room is necessary 
for fixing the records. When desired, records of two 
or more pyrometers may be taken on the same sheet, 
a clockwork device being used to switch each instru- 
ment ill turn on to the galvanometer for a given 
period, an external dial indicating which pyrometer is 
for the time being in circuit. 

Whilst it is a drawback to the use of this recorder 
that the record is not visible, the use of a mirror 
galvanometer confers a high degree of sensitiveness 
to the instrument, not possessed by the recorders to 
be described subsequently. 

The Thread Recorder.~In this instrument an 
intermittejit record is secured in ink, possessing the 
advantages of visibility during the period over which 
readings are taken, and of permanence without sub- 
sequent treatment of the chart. The principle is 
shown in fig. 21, where A is a boom terminating in a 
V-shaped piece of ivory, and attached to the galvano- 
meter suspension B. By means of a cam E, rotated 
by clockwork, a bar D is made to descend at ‘Stated 
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intervals, pressin^^ the end of A on to an inked thread 
G, and cau»in^r the thread to touch a paper wound 
round the drum This drum rotates on its axis 



once in 25 hours by the action of internal clockwork. 
The continued rotation of the cam li alternately 
raises and depresses the boom A, leaving it free for a 
sufficient time to enable it to attain the position it 
would occupy if the mechanism were absent. The 
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thread G is passed over pulleys, and is wound round 
llirnii|^di an ink-well, so that the portion (*p|5i)site A is 
alwjiys moist. With the bar I) descending; every 
two minutes, the successive dots form a nearly .^on- 
timioiis line. 'I he paper oji (* is divided horizontally 
into t(nnperature.s, and vertically into time units, .so 
that tlw temperature e\istini; at any j;ivcn time may 
readiK’ lu? ascertained. 'I'he front of the bar I), or a 
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.separate strip |)arallel to it, is divided so as to enable 
temperatiiri^s to be read without reference to the 
chart. I'lie actual instrument is shown in fig. 23. 
When several simultaneous records are required, the 
drum ( ’ is extended, and other galvanometers intro- 
duced, to which the .se()arate pyrometers are connected. 
Several records can be taken on one chart by intro- 
ducing a clockwork mechanism to couple each 
pyrometer in turn to the one galvanometer. 
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The Siemens Recorder.— In this instrument (fi^, 23) 
the boom Srom the galvanometer terminates in a 
knife-edge, and moves over a thin horizontal rail, 
the [op of whicli is rounded. Between the rail and 
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the boom are placed an inking ribbon and a pajKir 
chart, which is moved forward by clockwork. A 
chopper-bar, also actuated by clockwork, descends at 
about half-minute intervals, and depresses the end of, 
the galvanometer boom, thus producing a small dot 
on th^chart. The paper is 1 2 cms. wide and 40 yards 
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lonjj ; it is diviclecl into time and temperature units, 
and moves forward at the rate of 2 cn»s.*per hour. 
I.evcllink screws are fixed to the base of the recorder. 

Foster’s Recorder.— h aster’s recorder (fi^. 2 ^) is 
designed for use with base-metal couples of the nickel- 
chromium type, known as Hoskin’s alloys, which 
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yield an K.M.h'. about five times as large as a platinum- 
rhodioplatinum couple. The force available in this 
case enables the coil of the galvanometer to be pivoted 
in a horizontal position, the pointer being vertical, 
and yet to be sufficiently .sensitive. The chart is 
mounted on a vertical plate which rotates on its axis, 
the time ordinates taking the form of concentric 
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circles, which are cut at an angle by the temperature 
ordinates." •At the terminus of the pointer is placed 
a small capillary tube, fitted with an inked wick, 
whi<^h, when pressed upon the chart, makes a mark. 
The prcsser-bar is curved to the same radius as the 
pointer, and carries a pad wetted with ink, so that at 
each depression the supply of ink to the wick is 
replenished by an amount equal to that imparted to 
the chart. This recorder Ts sometimes fitted with 
special contacts, so that when the correct temperature 
exists an electric lamp with a white bulb remains 
lighted ; whereas when too low or too high a green 
or red lam[) is lit up, and an alarm thus given. Such 
an addition involves the use of a relay circuit, but is 
advisable ifi cases where expensive articles might 
suffer if overheated. It can be modified to permit 
of several simultaneous records being taken, and 
possesses the advantage that the whole chart is visible 
at any time. On the other hand, the circular co- 
ordinates may be accounted a drawback by some, as 
not being quite so familiar to read as charts in which 
the lines are straight. Robust construction is a 
feature of this recorder. 

Paul’s Recorder. — In the recorders previously 
described, the motive power is furnished by clock- 
work. R. W. Paul has introduced an instrument in 
which all the moving parts are actuated by a motor 
driven with power from the mains. This recorder is 
shown in fig. 25. The motor is furnished with a 
special type of governor to ensure constant speed, and 
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to produce a small dot. 


is connected by suitable 
gcarinj? to the mechanisms 
moving' the chart, presser- 
bar, and inkin^^ ribbon, pro- 
vision beiny^ made to vary 
the speeds of these move- 
ments by changing the 
gear. The galvanometer 
is of uni-pivot pattern, and 
the pointer is pressed at 
intervals on to a type- 
writer ribbon which lies 
above the chart. Immedi- 
ate!)’ beneath the ribbon is 
placed a thin metal rod over 
which the paper passes, and 
the result of the contact is 
As in the thread recorder, 


the chart is divided into rectilinear co-ordinales, the 


THERMO-ELECTRIC FYROM ETKRS 


85 


riblK)n in this case serving; the same purpose as the 
thread in tlic former instrument. The lower part of 
the recorder is prolonged so as to display a consider- 
able* length of the chart, which is in the form of a 
roll, and is drawn forward b)' the mechanism. When 
two records are taken simultaneously the ribbon 
consists of two strips, one moistened with black ink, 
and the other with red ; and it is arranged that each 
strip in turn is over the thin rod on to which the 
pointer is [)resscd, .so that the records appear in 
.separate colours. This recorder can also be arranged 
for multiple records, or fitted with a scale-control. 
With a view to workshop u.se, all the covers are fitted 
with faced metal joints, which are much better for 
keeping out dust than wooden ones. .A further useful 
feature is that the various units in the recorder — 
galvanometer, motor, feed and record mechanism, 
and reducing gear—are all separate and inter- 
changeable. lly introducing a suitably divided 
.chart this recorder will also serve for a radiation 
pyrometer, or, as will be .shown later, for a resist- 
ance pyrometer. 

The Leeds-Northrup Recorder— The Leeds and 
Northrup Company, of Philadelphia, manufacture a 
recorder which is largely used in the United State.s. 
As in Paul's recorder, all the mecltanism is motor 
driven ; but the other arrangements are entirely 
distinct. Instead of mea.suring the deflection of the 
pointer, a zero deflection method is used. The pyro- 
jflleter forms part of a potentiometer circuit, and the 
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function of the mechanism is to oppose an E.M.F. 
equal to that of the pyrometer, from which the 
temperature is known. This has the advantage that 
the measurement is independent of the resistance of 
the leads, and is capable of great accuracy. The 
manner in which the adjustment of the opposing 
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E.M.F. is controlled may be understood from fig. 26, 
in which the galvanometer coil is shown at the top 
of the figure. The shaft from the motor carries four 
cams, B, C, D, D, and at each revolution the cam B 
raises the bar (5) so as to press it against an arm 
attached to the galvanometer coil. At the same 
moment the cam C pushes against the bar {3), and 
thereby releases a clutch (2) from the disc beneath. 
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As shown, the boom from the coil is to the rijjht of 
the central fjosition, and is jjripped between a bar (5) 
and the lever (4) when the former rises, causinjj an 
anjjular movement f>f the clutch-arm (2). As the 
rotation continues the cam C leaves the bar (3), which 
then sprinj^^s back and eni»a|fes the clutch on the disc. 
The cam D then descends and presses on the pro- 
jection of the clutch-arm to the left, causinij the disc 
to rotate. The movement of the disc is conveyed 
to an arm which moves over the slide wire of the 
potentiometer ; and this movement continues until 
the galvanometer boom is in the central or zero 
position, when neither of the levers 4, 4 is gripped, 
and consequently the disc is not fed in cither direction. 
If the boom swing to the left, the movement of the 
disc will evidently be in the converse direction to 
that described. 

In this recorder considerable power is available to 
drive printing or other mechanisms. The arm moving 
over the potentiometer wire carries a pen which 
marks the moving chart, or, when several records 
are taken simultaneously, a stamping machine is 
used which impresses the number of the p)Tometer 
on the chart. The same galvanometer mechanism 
serves also for use with resistance pyrometers, as will 
be explained later. , 

Control of Furnace Temperatures. —Many attempts 
have been made to secure the automatic regulation 
of furnace temperatures by means of mechanisms 
controlled by an indicator or recorder. In the 
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arranjjeineiit employed by tlie brown Company of 
IMiiladelphia, movable stops arc provided! which may 
be broujjht to any part of the scale, the mark between 
the stops representing the temperature it is destred 
to maintain. 'I'he indicator (or recorder) is provided 
with a presser-bar which descends periodically ; and 
if the temperature be too low the depressed pointer 
completes a circuit through the inner stop, whilst if 
too high the circuit is through the outer stop. Both 
circuits contain a relay which brings a mechanism 
into operation, the result being to increase the supply 
of electricity or gas if the temperature be too low, or 
to diminish the supply when too high. When correct, 
the depression of the pointer fails to complete either 
circuit, and in this manner control between small 
limits may be ensured. In the case of large furnaces 
the relay circuits arc employed to light lamps of 
different colours, the adjustment then being made 
by the man in charge of the furnace. Arrange- 
ments of this kind effect a considerable saving in 
fuel by preventing unnecessary heating, and are 
particular!}' valuable in cases where overheating 
would be deleterious to the articles in the furnace. 
The future will probably witness considerable develop- 
ments along these lines. 

Oontact-Pen IJecorders.— The force with which 
the pointer of an indicator is urged over the scale is 
relatively small, particularly in the case of pyrometers 
in which the platinum series of metals are used, as 
the.se furnish only a low K.M.F. If, therefore^ the 
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pointer terminate in a pen which is in continuous 
contact wvtl! the rccord-papcr, the friction thus «)cca* 
sionecl interferes considerably with the free movement 
of the pointer. When cheap-metal px rometers are 
used, which yield a much hij;her IC.M.K, the use of the 
pointer as contact-pen becomes more feasible, and if 
uniform friction at all parts of the paper can be 
ensured, records may be takyn in this manner ; and a 
recorder so constructed is simpler and cheaper than 
those of the intermittent type, ('ontact-pen recorders 
are used in America to some extent, beinj^^ made b\' 
Bristol, Brown, and others; but so far British makers 
have not developed the manufacture of these instru- 
ments. At present, contact-pen recorders must be 
considered less accurate and reliable than those in 
which the contact is intermittent. 

Installations of Therao-electric Pyrometers.— 
When a number of furnaces in the same establish- 
ment are to be controlled, considerable economy may 
be effected by making one indicator serve for all the 
couples, which in this ca.se must necessarily be made 
up of wires identical in thermo-electric value. Such 
an arrangement is shown in fig. 27, in which H‘ and 
H* represent two couples, one wire from each being 
connected to one of the terminals of the galvano- 
meter G. The other terminal of tlie galvanometer 
is connected to the arm D of a .switch, and the re- 
maining thermocouple leads arc connected to the 
points I and 2 respectively on the circumference. As 
shown* is connected to the galvanometer, and 
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by turnin^^ the arm D to the point 2 the other couple 
would then he connected. Any number of junctions 
may thus be arranj^ed with a single indicator. When 
this arrangement is adopted in a work.shop, *it is 
advisable to construct a small wooden building at a 
spot convenient for most of the furnaces, in which 
the indicator and switchboard are kept, and which 
could also contain a recorder if necessary ; a spot as 
free as possible from vibration being preferable. 
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Separate indicators are only necessary when a fur- 
nace is used for special work. 

In some instances a second indicator is kept in 
the shop office, to which all the pyrometers are wired, 
and which serves as a standard. The scale of the 
office indicator is checked daily at one point ; and by 
connecting a givvsn couple first with the shop indicator, 
and immediately afterwards with the office standard, 
any errors can be detected. It is also possible to 
ascertain the temperature of any given furnace in the 
office at any time, and so to control the wholb. In 
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fixing up such an arrangement it is necessar)’ that 
each couple^and its leads, up to the indicator, should 
possess the same resistance, or should not differ by 
an amount sufficient to affect the readings. The 
general experience of a properly managed installa- 
tion is that the cost is saved in a few months in 
fuel alone ; and, in addition, the work is carried out 
to much better advantage <^wing to complete control 
from the office. 

Management of Thermo-electric Pyrometers.— 

Generally speaking, thermo-electric pyrometers give 
little trouble in practice, but the management should 
always be placed in skilled hands. It is advisable to 
test each instrument periodically at a fi.\cd point near 
the working temperature, by the method explained 
on page 57 ; and if two or three pounds of material 
be used, the protecting shield need not be removed. 
A useful material for checking pyrometers near the 
critical range of steel is an alloy of fx) per cent, of 
copper and 40 per cent, of tin, which gives a well- 
defined freezing point at 73S'' C., and which may be 
used indefinitely in a reducing atmosphere Any 
.serious error is easily detected by observing that the 
indications differ widely from those generally obtained 
under the .same working conditions. If an error of 
20° C. or more is noted, it is advisabje to form a new 
junction, as the discrepancy will probably become 
greater, being due to a change at the hot junction. 
A small error, of the nature of 5 or 10® C., may be 
due to “creep” in the indicator, which may be 
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afljustcd accordingly, or a numerical correction may 
be made when taking- a rcadinjj. An iron protecting 
sheath ma)’ he saved from rapid oxidation by black- 
leading once per week, which greatly prolongs its 
useful life, but should l^e replaced immediately it 
becomes dangerously thin in any part. Coating with 
aluminium powder also greatly prolongs the life of 
an iron sheath. \Vhet\ used in lead baths, the 
immersed part, if of iron or steel, should be bored 
frotn the solid, and left thick at the portion opposite 
the surface of the lead, where most corrosion occurs. 
A graphite tube, or one made of a composition con- 
taining graphite, is often useful in cases where iron 
is readil)’ corroded, and can be used to much higher 
temperatures. 

When a number of instruments are in use, it is 
advisable to kee() a standard pyrometer for checking 
{)urposes, preferably one which has been certified by 
the National 1‘hysical Laboratory. In conducting a 
test, the couples, with protecting-tubes removed, may 
be placed in the tube of an electric furnace of the 
type shown in fig. 29, in close proximity with the 
standard junction. On raising the temperature 
gradually, the readings of each working instrument 
may be compared wiili the standard, and the necessary 
corrections discovered. Care must be taken to pre- 
vent contact with the furnace tube, and this may be 
accomplished by passing the wires through an asbestos 
.stopper fitted into the end of the tube. 

When recorders are used the attendant should 
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make himself thorou^^hly conversant with the details 
of the mecl^nism, so as to be able to remedv any 
minor ailments, which are, as a rule, easil\' cured, 
On no account should an unskilled workman be trusted 
with recorders ; it is better and safer to keep these in 
the office, where they will not be likely to be damaged 
or tampered with. All records should be kept for 
future reference, properly dated, and labelled accordin^^ 
tc» the operations reprcsentefl. 

Laboratory Uses of Thermo-electric Pyrometers. 
— Numerous operations carried out in nuiflle furnaces 
at prescribed teinjjeratures require no special precau- 
tions beyond those previously ^iven. In determining 
the meltinj^ points of metals or alloNs, however, a 
porcelain or silica .sheath is inadvisable, as they are 
easily corroded. An iron sheath is [)roof against 
some metals, but not aj^ainst others, and it is alwa)'.s 
.safer to fi.x a thin fireclay sleeve, closed at the end, 
over the part immersed. .-\ sheath of i^raphitc or 
graphite composition may be used for temperatures 
above I 100^ C. ; and occasionally a sheath bored from 
a thick arc-lamp carbon, coupled to an iron tube 
beyond the heated part, will be found useful at high 
temperatures. Alundum is useful iijj to i 600 ’ C., 
and for temperatures of this order the higher re- 
fractories such as silfrax and zirkite may also lx: used 
to advantage. 

The determination of the “critical ” points of steel 
call for special mention. In cooling down a mass of 
.steel ihe fall of temperature is arrested at one c^r more 
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points, observations of which are frequently of service 
in clecidinj,^ the subsequent treatment of the steel. A 
method commonly employed is known as the “differ- 
ential method,” and is indicated in 28. ^The 
sample of steel, A, is placed side by side with a piece 
of nickel, H, of equal dimensions, in the tube of an 
electric furnace. A naked junction, C, is placed in a 
hole drilled in A, and is connected to the galvano- 
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meter (i, which is calibrated to read temperatures. A 
two-junction circuit, formed of a junction D placed in 
the hole in A, and another junction E located in the 
hole in K, are connected to a delicate galvanometer H. 
The furnace is heated until the galvanometer G indi- 
cates 900“ C, when the arrangement is allowed to 
cool. As A ancf B, under normal circumstances, cool 
at an equal rate, the junctions D and K will be at the 
same temperature, and no deflection will be observed 
on H. When, owing to recalescence, the cooling of A 
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is arrested, B, not being thus affected, will continue 
to cool, thus,producing a difference between the tem- 
peratures of D and E, and consequently a deflection 
on H. The temperature of A at the time this occurs 
is read off on G. 
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The furnace illustrated in fig. 29 is suited to this 
determination. It consi.sts of a silica tube i foot long, 
wound with a special resistance wire and efificiently 
lagged, and may be heated in safety to i 000° C. for 
long periods, and to i 200'* for a short time. It may 
be placed across the electric mains directly, and reaches 
900“ G. in less than half an hour. It con.su mes 600 
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to 700 watts at the highest temperatures, and the cost 
of re-winding is small. This furnace is u.seful as a 
general laboratory appliance, and may be kept at a 
given stcafly temperature by the use of an external 
resistance. 

'I'lie wires in this experiment should be platinum 
and iridioplatinum or rhodioplatinum, or a good pair 
of base metals, and the junctions in A should be 
separated from each other and from the specimen 
!))■ asbestos ; the same precaution being taken to 
prevent the junctioti M from touching B. A thin 
laver of mica should be used beneath A and B, 
to avoid contact with the furnace tube, which, 
when hot, allows of leakage of current from the 
heating coil. Both A and B may be in. long, 

'i in, diameter, with a hole ] in. diameter drilled to 
a depth of •{ inch. 

.An alternative method is to insert a junction in a 
hole in the specimen, and to take direct rcadij^igs as 
the temperature slowly rises or falls, when an arrest in 
the movement t)f the pointer of the indicator shows 
that the change-point has been reached. Special sets 
arc made for this purpo.se. 

Measurement of Lower Temperatures by the 
Thermo-electric Method.— Man>' cases arise in prac- 
tice in which a thermal junction and a sensitive gal- 
vanometer are [Preferable to a mercury thermometer ; 
and below --39‘' C., at which temperature mercury 
freezes, a thermal junction is frequently better to 
employ than an alcohol or j)entane thenmunetpr, A 
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number of practical examples of the use of thermal 
junctions foii ordinary and low temperatures will now 
be considered. 

B^asurement of Surface Temperatures. — A 

mercury thermometer, when laid on a hot surface, 
only touches along a line, and does not show the true 
surface temperature. The construction of a thermal 
junction suitable for this purpose is described on 
page 41, and for steam-pipe* surfaces, hot plates, and 
the exterior of furnaces, a specially calibraterl milli- 
voltmeter, giving a full-scale deflection with 20 milli- 
volts, may be used. In making the temperature scale, 
boiling water (lOO^C .), boiling aniline (1S4' C.), and 
melting tin (232 C.) are convenient standards. If 
the surface temperature be less than 100 C. a mirror 
galvanometer should be used, and the junction stan- 
dardized in paraffin wax (freezing point usually about 
50 C., but .should previously be delermified with an 
accurate thermometer;, absolute alcohol at boiling 
point (79 C.) and boiling water. The author has 
found that this method yields excellent results in the 
case of steam-pipes, the exterior of rotary cement 
kilns, and hot surfaces generally. 

Measurement of Low Temperatures.— Junctions 
of iron and constantan, Hoskin’s alloys, copper and 
German silver, or copper and constantan, are suited 
to these measurements. ' In a laboratory the cold 
junction may be kept in ice in a Dewar ves.sel, the 
mechanically protected form known as the “Thermos " 
fla.sk being very useful for this purpose. With a good 
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mirror galvanometer precise readings may be secured, 

of a degree C. being easily detected. ' Calibration 
between -40" and 4-40^C. may be effected by com- 
parison with a standard mercury thermometq/, a 
water-bath being used above o^, and alcohol sur- 
rounded by a freezing mixture of ice and calcium 
chloride crystals below zero. For very low tempera- 
tures ( — 200' C. or less)the junction maybe calibrated in 
.solidcarbon dioxide ( - 7 ^ C. ) and liquid air( - 1 84 C.). 
Dewar has found that copper and German silver form 
a reliable junction for very low temperatures, and the 
authr)r has successfully used a couple of Hoskin’s 
alloys for special work down to -200''C., a pivoted 
indicator being employed. Xo couples tested show a 
linear relation between ICM.h'. and temperature at 
these low ranges. 

Owing to the magnitude of the error caused by 
changes in the cold junction, the thermo-electric method 
is not suited to the measurement of atmospheric 
temperatures, or for explosive magazine.-i or cold store.s. 
In such cases instruments of the resistance type, to be 
described later, are used. 

Temperature of Steam, Exhaust Gases, etc.— 

For measuring the temperature of ordinary or super- 
heated steam, the exhaust gases from internal com- 
bustion engines, etc., iron-constantan junctions, with 
suitable indicators, are satisfactory W hen placed in 
a pipe the junction should be as nearly as possible 
in the centre, so as to avoid the cooling effect of 
the walls. Several junctions, situated in different 
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parts of the pipe, may be used with a single indi- 
cator and suitable switch br^ard. The above remarks 
also apply to the hot-blast for blast furnaces, and 
similar instances where the temperature does not 
exceed qoo'* C. 

Measurement of Differences of Temperature.-- 

Cases frequently arise in practice in which the differ- 
ence in temperature between two points is required, 
and if this difference be subject to rapid changes, 
a mercury thermometer, from its large mass, would 
not respond with sufficient rapidity to indicate these 
changes. In such cases a circuit is made after the 
manner of fig. 2 , one junction being located at 
each point ; thin wires of iron and constantan being 
used. 1^'or small differences — 1' C. or less — a mirror 
galvanometer should be used. Calibration may be 
performed by placing one junction in hot water and 
the other in cold, the water temperatures l)eing read 
with an accurate thermometer. 

Advantages of the Thermo-electric Method of 
Measuring Temperatures. — Compared with other 
methods, the thermo-electric possesses the following 
points of superiority; — (i) Simplicity, no special 
experiment being necessary to obtaiji a reading ; 
(2) cheapness of outfit; (3) adaptability to a variety 
of purposes ; (4) ease of repair in <;ase of damage ; 
(5) robustness, not being liable to get out of order 
under workshop conditions ; and ^6) suitability to 
the purpose of a centrally controlled in.stallation. The 
drawbacks are (i) Liability to error owing to flue- 
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tuatiuns in the cold junction (which may be avoided 
with care) ; and (2) lack of sensitiveness 'at very high 
temperatures compared with the resistance method — 
a point seldom of great practical importance, a^v the 
limit of accuracy is usually within the amount by 
which an ordinary furnace fluctuates in temperature 
under working conditions. 



CHAPTER IV 


RESISTANCE PYROMETERS 

General Principles. — When a pure metal is heated, 
its resistance to electricity increases proj^ressivel)* 
with the temperature. Certain alloys, on the other 
hand, show a practically constant resistance at all 
temperatures, examples of such alloys beiiu^ con- 
stantan, manganin, and platinoid. All the elementary 
metals, however, exhibit a tangible rise in resistance 
when the temi^erature is augmented ; and Sir W. 
Siemens, in i(S7J, proposed to apply this principle 
to the measurement of high temperatures by deter- 
mining the resistance, and deducing the corresponding 
temperature from a table prepared under known 
conditions. 

The choice of a metal is in this case more greatly 
restricted than in the selection of materials for a 
thermal junction. .A certain amount of external 
corrosion does not alter the E.M. F. c)f a junction ; but 
an alteration in size produces a marl^ed difference in 
the resistance of a wire, which varies directly as the 
length and inversely as the area of cross-section. To 
the nece.ssity for the absence of any internal physical 
change affecting the resistance is therefore added the 

lOI 
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further condition of permanence of external dimen- 
sions. For temperatures above a red heat the only 
feasible metals to use are platinum or the more 
expensive metals of the platinum series— and hence 
platinum is universally employed for this purpose. 
The original Siemens pyrometer consisted of i metre 
of platinum wire, i millimetre in diameter, wrapped 
round a porcelain rod, and protected from furnace 
^ases b)’ an iron sheath An elaborate method of 
measuriiv^ the resistance, involvini,^ the electrolysis of 
acidulated water, was adopted for workshop use, but 
was too involved to become popular. Later, Siemens 
employed the differential oalvanometer method, and 
finally the Wheatstone bridjje, to measure the resi.st- 
ance. both methods are still in use in connection 
with resistance pyrometers, and the principle of each 
will now be explained. 

Measurement of Resistance by the Differential 
Galvanometer. —A differential galvanometer is one 
which pos.sesses two windings, arranged so that a 
current passing through the one tends to turn the 
pointer in one direction, and through the other to 
cause a movement in the opposite direction. If the 
currents in each wiiuling simultaneously be equal, the 
pointer remains at rest under the action of two equal 
and opposite forces. The experimental attainment of 
the condition of rest serves as a means of measuring 
resistance, the circuit being arranged as in fig. 30. 
Current from a battery B pa.sses through a divided 
circuit, one branch containing the adjustable resist- 
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ance R and one coil of the jjalvanometer G ; and 
the other the unknown resistance J’ and the op- 
posite coil, fhe resistance R is adjusted until on 
tapping the key K no deflection on the galvanometer 
is noted, when the current in each branch of the 
circuit will be the same. The resistances of each 


G 
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coil of the galvanometer being equal, it follows from 
Ohms law that P is equal to R when no deflection 
is obtained. 

The accuracy of this method depends upon the 
sensitiveness of the galvanometer, and also upon the 
extent to which the two coils may be regarded as 
truly diff*erential, as the measurement evidently 
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assumes complete equality in resistance and effect 
on the movin^y part. With modern Galvanometers of 
this pattern, it is possible to secure readings of suffi- 
cient accuracy for the purposes of pyrometry. ^The 
method, however, is less sensitive than the Wheat- 
stone bridge, now to be described. 
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Measurement of Resistance by the Wheatstone 
ridge.— The principle of this method is shown in 
31, where a and d are two fixed resistances of 
town value ; //*is an adjustable resistance; x the 
sistance to be measured ; H a battery ; and G 
sensitive galvanometer. If, in this circuit, d be 
justed until no deflection is shown on the galvano- 
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meter, then ; or r ^ Ilcntx*, if a -- b, 

b a b 

then .r will be equal to d. 

It is not difficult to construct a portable apparatus, 
suitable for workshop use, by means of which the 
value of -V may be determined to 001 ohm ; and in 
the laborator}', with a ver)- delicate galvanometer, 
0*001 ohm may readily be detected. The Wheatstone 
bridjje method is the best fo*r the accurate measure- 
ment of resistance ; but in resistance p\'romcters it is 
sometimes advisable to sacrifice extreme accuracy in 
order to ^niin advantages in other directions, as will 
be shown subsecpiently. 

Relation between the Resistance of Platinum 
and Temperature. —As platinum is the only feasible 
metal to use in the construction of resistance pyro- 
meters, it is essential that the effect of temperature 
on the resistance of this metal should be known. 
Difficulties were experienced, in the earl)' da\’s of 
resistance pyrometers, from the fact that different 
samples of platinum wire, of varying degrees of 
purity, gave widely differing results in this connec- 
tion ; and no certainty was attained until 1886, when 
Profes.sor Callendar thoroughly investigated the sub- 
ject, and evolved a formula from which the tempera- 
ture of a given kind of platinum could be deduced 
with great accuracy from the resistance. In order to 
understand this formula and its application, it will be 
nece.ssary to consider the underlying principles uj>on 
which it is founded. 
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If the resistance of a platinum wire be measured 
at a number of standard gas-scale temperatures, and 
the results depicted graphically by plotting resist- 
ances against corresponding temperatures, the^curve 
obtained is part of a parabola, exhibiting a decrease 
in the rate at which the resistance increases at the 
higher temperatures. A second platinum wire, of 
different origin and purity, and of the same initial 
resistance as the foregoing, would furnish a curve 
which, although parabolic, would not overlap that 
obtained with the first wire, riie advance made by 
Callendar was to deduce a formula from which the 
temperature of any kind of platinum wire could be 
deduced from its resistance, after three measurements 
at known gas-scale temperatures had been determined. 
The calibration of a resistance pyrometer was thereby 
reduced to three exact observations, instead of a large 
number distributed over the scale ; and, moreover, the 
formula in question was found to give results of great 
accuracy over a wide range of temperature for any 
kind of platinum wire. 

Before dealing with Callendar’s formula, the term 
“degrees on the platinum scale” will be explained. 
Such degrees are obtained by assuming that the 
increase of resistance of platinum is uniform at all 
temperatures that is, that the temperature-resistance 
curve is a straight line, and not a parabola. For 
example, a piece of platinum wire of 2*6 ohms resist- 
ance at 0° C. will show an increase to 3*6 ohms at 
100'’ C.—an addition of i ohm for I00^ We now 
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assume that a further augmentation of i* ohm, 
bringing the total to 4*6 ohms, will represent an 
increase of ioo‘’, or a temperature of 200‘. Similarly, 
a total resistance of 5*6 ohms would indicate 300°, 
and 1 2 ‘6 ohms 1000"’. The temperature scale ob- 
tained by this process of extrapolation is called the 
“ platinum scale, and differs considerably from the 
true or gas scale, the difference becoming greater as 
the temperature rises. This is indicated in fig. 32, 
in which A represents the true parabolic relation 
between resistance and temperature, and H the a.s- 
sumed straight-line relation. Reading from curve 
A, the temperature corresponding to X ohms resist- 
ance is 600" C. ; but from H the same resistance 
is .seen to represent only 545'’ ('., which is the 
“temperature on the platinum .scale” to which this 
resistance refers. .An inspection of fig. 32 shows 
that at all temperatures, except between o and ioo“, 
the platinum-scale readings for given resistances are 
less than those indicated on the gas .scale. 

('allendar’s formula is expressed in terms f>f the 
difference between the gas-scale and platinum-scale 
readings, and takes the form 



where t ~ temperature on the gas scale, 

p — temperature on the platinum scale, 
rt = a constant, depending upon the purity of 
the wire. 
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In orfler to determine the value of S, it is neces- 
sary to measure the resistance of the wire at o°, lOo", 
and a third temperature, which should be considerably 



Temperature . Degrees C. 


Fk;. 32.— CoNNKcrioN hktwkkn Kksistancb of Platinum and 

TKMrKRATl’RK; A, ON CiAS Si ALB ; B, ON I’l.XTINUM SCALE. 

above 100'. The readings ato and 100'’ are requisite 
to establish the platinum scale of temijeratures ; the 
third reading is required to calculate the value of 6 , 
as p and / are equal at 0° and 100°, these ooints 
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forming the basis of both scales. An example is 
appended to make this matter clear. 


Extunpic. — A platinum wire has a resistance in ice 
* of 2*6 ohms : in steam, yC) ohms ; in boiling 
sulphur, 6’8i 5 ohms. 'Fo find the value ol <), 
the boiling point of sulphur being 444*5 on 
the gas scale. 

.Since an increase <#f {y()~ 2'6) 1 ohm is 

pnjduced b)' locr, the increase obser\e(l in 
boiling sulphur, (5\Si5- 3-6; - 4*21 5 ohms, 
will represent a temperature, on the platinum 

scale, of ^ - 421 .>) p. 

Applying ( allendar’s formula, 


(444*5-42r5)- () 


I / 444‘5 j“_( 444 ’5 ^ I 

u 100 J 


( 444 .•) i I 

^ 100 / I 


the value of 0 is found t(j be 1*5. 


Callendar, in his experiments. cm})loyed the f>oilii]g 
point of sulphur for the third point, and determined 
this temperature on the gas .scale with great accuracy, 
The necessity for extreme precision in applying this 
formula is made clear b)* noting the effects on the 
value of 0 resulting from small differences in the 
figures cho.seii in the above example. Jf, for instance, 
the boiling point of sulphur on the gas scale were 
taken at 2^ lower, or 442 *5, the value of 0 would work 
out to 1*37 ; and the error at i 200' C. thus caused 
would amount to 17 '. The .same discrepancy would 
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be observed if the resistance in boiling sulphur were 
taken as 6 '83 5 ohms, an error of 0'02 ohm ; and a 
still greater error would result if the difference in re- 
sistance at o'’ and 100’ were measured as 0*9^ ohm 
instead of i ohm. From an extensive experience of 
the difficulties attendant on correctly determining the 
value of (5, the author has found that no reliable result 
can be obtained unless measuring instruments of the 
highest precision are used, and elaborate precautions 
taken to ensure the exact correction for alterations in 
the boiling points of water and sulphur occasioned by 
changes in atmospheric pressure. Unless the neces- 
sary facilities are at hand, an operator would be well 
advised to standardize a rcsi.stance pyrometer by 
taking several fixed points and drawing a calibration 
curve, after the manner recommended for a thermo- 
electric p)Tometcr. 

If a resistance pyrometer be calibrated so as to 
read in platinum-scale degrees, and the value of S be 
known for the wire, the correct gas-scale temperatures 
may be calculated from ('allendar’s formula. The 
table on next page gives the results of a number of 
calculations made in this manner. 

Ohanges in Resistance of Platinum when 
constantly Heated. — The resista?ice of platinum 
undergoes a gradual change when the wire is kept 
continuously above a red heat ; and if the tempera- 
ture exceed i oco' C. the change becomes very marked 
after a time, leading to serious errors in temperature 
indications when u.sed in a pyrometer. The altera- 
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tion under notice is due, as shown by Sir William 
Crookes, to the fact that platinum is distinctly volatile 
above I ooo‘ C., and hence the diameter of the wire 
dimiiiishes. This variation constitutes a serious 
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drawback to the use of resistance pyrometers for 
temperatures exceed in i ood C. 

Terms used in Resistance Pyrometry. —Follow- 
ing on the researches of Callendar and others, certain 
terms relating to resistance pyrometers have come 
into use, and will now be defined. 
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( 1 ) 'J 7 u' Fundamental Interval is the increase in 
resistance between o" C. and lOo' C, or K„. 
It should be remembered that the increases between 
200' and 300", or 800“ and 900'', all temperatures 
bein.i; taken <jn the j^as scale, differ from the funda- 
mental increase. 

( 2) The Fundamental Coefficient is that fractiem of 
the resistance at o" C. by which it increases per dej^ree 
between 0' and loo^", oii'the averaj^e, or 

R„x 100’ 

This fi^^ure is in reality the average tem[)erature co- 
efficient between o and 100 .. Kor pure platinum the 
value is or 0*003 846. 

(3) The Fundamental Zero is the temperature, on 
the platinum scale, at which the resistance would 
vanish ; it is evidently the reciprocal of (2), prefaced 
by a minus si^ni, or 

R„x 100 

For pure platinum this temi>erature would be— 260/, 
since it is assumed that the average increase or de- 
crease per degree holds throughout ; that is, for every 
degree the metal is cooled the loss of resistance; is 
taken to be of the resistance at o . Hence at 
-2Cx)^ the re.sistancc, on this assumption, would 
vanish. 

(4) The Difference Formula is the expression which 
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gives the relation between gas-scale and platinum- 
scale temperatures, or 


t-p ^ 8 



This formula has already been fully dealt with. 


(5) The Platinum Constant 
is 8 in the above expression. 
The value for pure platinum is 
about I ’5, but small quantAies 
of impurities may alter the 
figure considerably. The truth 
of the formula (4), however, is 
unaffected by changes in cJ, 
as p would be correspondingly 
altered. 

Practical Forms of Resist- 
ance P3rrometers. A t)'pical 
form of resistance pyrometer, 
made by the Cambridge and 
I’aul Instrument Company, is 
illustrated in fig. 33. The coil 
of platinum wire is wound round 
the edges of a mica framework, 
made of two strips of mica 
fastened at right angles .so as 
to form a 4- in .section. This 
method of winding is due to 
Callendar, who discovered that 
mica was chemically inert to- 
wards platinum, even at high 
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temperatures. The leads, also of platinum wire, pass 
from the coil through mica washers to terminals 
fastened to the boxwood head. A second wire, not 
connected with the coil, but identical in lengthy and 
diameter with the ordinary leads, is bent into two 
parallel branches, which are passed through the mica 
washers side by side with the leads, and are brought to 
a second pair of terminals in the head. The function of 
this wire is to compensate for changes in the resistance 
of the leads when heated, by opposing the compensating 
wire to the pyrometer in the measuring arrangement, 
when the resistance of the leads and wire, being equal, 
will cancel, the resistance actually measured being in 
consequence that of the coil only. Fig. 34 shows the 
connections for a Wheatstone bridge when this method 
of compensation is employed, a and b representing 
two equal fixed resistances, P the pyrometer coil, 
X the leads, L the compensating wire, and d the 
adjustable resistance. When no deflection is observed 

on the galvanometer, -^^^ce « = /; and 

=» L, it follows that P = </. 

The protecting tube used by the Cambridge and 
Paul Instrument Company is made of porcelain, which 
is found to shield the platinum completely from the 
furnace ga.ses, but is extremely fragile, and for work- 
shop use should be protected by an outer iron sheath. 

Resi.stance pyrometers made by other firms differ 
in detail from the foregoing. In the Siemens pyro- 
meter the coil is wound on special fireclay, and pro- 
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tected by an iron sheath, the space between the coil 
and the sheath being filled with magnesia, which 
efifectively prevents the corrosion of the platinum ; 
and compensation is effected by means of a single 
wire passing down the centre and connected to one 
end of the coil, a special form of Wlicalstone bridge 



Fig. 34.— Wheatstonk Rkidge as \\it»i a 
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being used to take the measurement. In the instru- 
ments made by R. VV. Paul the coil is made of flat 
strip rolled out from wire, wound on mica, and pro- 
tected by a silica tube and outer iron sheath. The 
Leeds-Northrup Company of Philadelphia employ a 
rod of obsidian on which to wind the coil, and also 
make a form in which the coil is wound so as to be 
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self-sustaining, thus dispensing with the support. In 
all cases the coil is wound non-inductively, i.e. the 
wire is doubled before making into a spiral. 

The zero resistance of a given instrument defends 
upon the accuracy of the measuring appliances used, 
and upon the degree of precision it is desired to 
attain. If, for example, it is intended to read to 
l^C., with appliances capable of measuring to of 
an ohm, a convenient z^ro resistance is 2 '6 ohms ; it 
being found that with pure platinum the resistance 
rises from 2 '6 ohms at 0" to 3*6 ohms at 100° C., an 
increase of of an ohm for 1° C. With coarser 
measuring arrangements, for the same degree of 
precision, a correspondingly higher zero resistance 
will be required ; thus if ohm be the least amount 
detectable by the measuring device, a zero resist- 
ance of 10*4 ohms would enable i"" C. to be ob.scrved. 
It is evident that a suitable zero resistance may be 
calculated similarly in all cases when the limit of the 
measuring appliance is known, and the minimum 
temperature interval specified. 

For work above a red heat, the leads from the 
coil should always be made of platinum. Copper 
leads, when heated, give off vapour in sufficient 
quantity to attack the platinum ; and the same 
applies to a greater degree to all kinds of solder. 
For low temperature work, however, copper leads 
may be used, thus reducing the cost of the instru- 
ment. Mica, above 1 cod' C., tends to crumble ; and 
most forms melt at i 3CX>° C. or lower ; hence a mica- 
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wound instrument should not be used continuously 
above 1 000° C. The fireclay winding used by 
Siemens permits of occasional readings being taken 
up tv I 400'’ C., and the same applies to wires wound 
on obsidian (melting point = 1 550' C.), or those in 
which the coil is self-sustaining. As previously 
mentioned, however, alterations in the platinum 
itself render continuous readings above i 000' C. 
inaccurate after a short time. 

It has been pointed out that with accurate 
measuring devices, a resistance corresponding to a 
change of i \(‘. can be measured ; and it might 
appear at first sight that the resistance method is 
considerably more accurate in practice than the 
thermo-electric. If a perfectly constant temperature 
were to be measured, a resistance pyrometer would 
undoubtedly give a closer indication ; but constancy 
to I o'" is seldom possible with gas-fired or coal 
furnaces or other hot spaces in which pyrometers are 
used. The accuracy of a pyrometer under workshop 
conditions therefore depends upon the rapidity with 
which it responds to temperature fluctuations, which 
condition will evidently be influenced by the thermal 
conductivity of the sheath. As it is necessary to 
protect a resistance pyrometer with a porcelain or 
silica sheath, both of which are poor conductors of 
heat, this instrument is in consequence not capable 
of following a rapidly changing temperature. The 
same applies to the magnesia packing used in the 
Siemens form ; whereas a thermoelectric pyrometer 
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is often sufficiently shielded by an iron tube, which 
transmits heat with a fair degree of freedom. The 
superior delicacy of the resistance method is there- 
fore nullified by the sluggishness of its indications ; 
and for reading changing temperatures the thermo- 
electric pyrometer is at least equally accurate. If, 
however, a constant temperature can be obtained, as 
in the determination of melting points, or when using 
experimental fuinaces capable of exact regulation, the 
steady temperature reading may be secured with 
greater precision by using the resistance pyrometer. 

Indicators for Resistance Pyrometers. —All 
existing indicators for resistance pyrometers are in 
reality outfits for measuring resistance, either by the 
Wheatstone bridge, rliffercntial galvanometer, or other 
method, the resistance being translated on the dial 
into corresponding temperatures. Typical examples 
will now be described. 

Siemens’ Indicator. —This instrument is based 
upon the Wheatstone bridge principle, and is shown 
35- galvanometer is mounted in the 

centre of the dial, round the edge of which is fixed a 
ring on which the adjustable resistance is wound in 
spiral form. Suitable terminals are provided, duly 
labelled, to which the battery, pyrometer leads, and 
con^pensator are attached. A brass arm, movable 
about the centre of the dial, terminates in a tapping- 
key which moves over the adjustable resistance ; the 
key being placed in the battery circuit. The fixed 
known resistances are located in the interior of the 
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indicator. The adjustnfient consists in moving the 
key round the circumference until, on tapping, no 
deflection is obtained on the galvanometer. The 
poiyted end of the movable arm then indicates the 
temperature of the pyrometer on the dial, which is 
marked in temperatures corresponding to the resist- 



Fig. 35.— Siemens’ Dial Inpicatok. 

ance opposed to the pyrometer for different positions 
of the key. In taking a reading, the operator is 
guided by the fact that when the temperature indicated 
is too high, the movement of the galvanometer needle 
will be in one direction ; whereas if too low an opposite 
deflection will be given. The intermediate position 
of no deflection must then be found by trial ; and the 
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procedure should not occupy more than two minutes 
if the observer possess an approximate notion of the 
temperature to be measured. 



Eig. 36 —Whipi'Le’s Indicator, 


Whipple’s Indicator. — This instrument (fig. 36) 
is employed by the Cambridge and Paul Instrument 
Company, and is also a form of Wheatstone bridge, 
The pyrometer leads and compensator are connected 
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to properly labelled terminals T, and the battery to 
other terminals at the opposite side of the box. The 
pointer of the galvanometer is visible throu^di the 
small, window B, and a battery of two dry cells is 
placed at the side of the box. The fixed resistances 
are contained in the interior, and the adjustable 
resistance consists of a continuous wire wound on a 
drum, which majj' be rotated by the handle H. The 
shaft connecting II with the drum is screwed, and 
works iij a nut, so that the turning of II produces a 
spiral movement of the drum. The adjustment con- 
sists in rotating II until, on tap[jing the kc)’ h', no 
deflection of the galvanometer pointer is observed, 
rhe temperature of the pyn>meter is then read off 
directly from a paper scale wound round the drum 
and rotating with it, visible through the window 
A, the reading being indicated by a fixed pointer. 
This arrangement forms a compact and convenient 
indicator. 

The Harris Indicator. — In the .Siemens and 
Whipple indicators it is necessar)', before a reading 
can be taken, to adjust a resistance until the galvano- 
meter shows no deflection — an operation which takes 
up time and requires a fair amount of skill. This is 
obviated in the Harris indicator, made by R. W. Paul, 
and .shown in fig. 37. This instrument is a special 
form of ohmmeter, which automatically indicates the 
resistance of the pyrometer by the movement of the 
pointer ; the scale, however, being divided no as to 
read corresponding temperatures. In this indicator 
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the scale may be made to notify an excess tempera- 
ture— say 100°- above a given fixed number, and 
hence is capable of yielding an exact reading over 
the working range for which it is used. It may also 
be c(jnnected so that the whole scale represents the 



Fio. 37.--THE Harris Indicator. 

complete range— say 0° to 1 000° C.— or other specified 
interval. The advantage possessed by this instru- 
ment is that the manipulation is much simpler than 
in the indicators previously described. 

The Leeds-Northrup Indicator.— In this apparatus 
the Wheatstone bridge principle is employed, but 
the galvanometer is provided with a scale divided 01 
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temperatures. Coils are provided which correspond 
to an increase of resistance due to a rise of 100" C. 
on the part of the pyrometer, and by inserting these 
coils*in the circuit the temperature is obtained to the 
nearest 100 If the temperature were exactly at an 
even hundred— say 700 —the pointer of the galvano- 
meter would be at zero on its scale ; but if now the 
temperature rose, the system would no longer be 
balanced, and the galvanometer pointer would move 
over \ti^ scale by an amount depending upon the 
potential difference at its terminals, A very sensitive 
galvanometer w(juld give a movement to the end of 
its scale w'ith a slight alteration from the conect 
balance of the system ; but by using a coarser instru- 
ment the pointer would remain within bounds ; and 
the greater the increase of resistance, the larger w'ould 
be the deflection. It is possible, in such a ca.se, to 
divide the galvanometer .scale to read temperatures 
corresponding to a given increase above that of the 
coils placed in the circuit. In one form of the Keed.s- 
Northrup indicator, the whole scale is thus divided to 
read roo”, and the reading is obtained by adding the 
figure shown on the galvanometer to the hundreds 
represented by the coils inserted. In another form 
the galvanometer has a central zero, and its .scale i.s 
divided both right and left, one side giving the number 
of degrees above, and the other below, the nearest 
hundred. The observations are thus much simpler 
than in the case where adjustment to the condition of 
no deflection is requisite. 
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Siemens’ Differential Indicator.— This form of 
indicator is still in use, and consists of a differential 
galvanometer and box of resistance coils, connected 
as shown in fig. 30. liy adjusting the coils until no 
deflection is produced, the resistance of the pyrometer 
is obtained, and the corresponding temperature read 
off from tables provided. This form of indicator is 
preferred by some users^ but it is less sensitive than 
the more recent Wheatstone bridge indicator made by 
this firm (fig. 35), and equally difficult to mayipulate. 

Recorders for Resistance Pyrometers.— I he value 
of records in high-temperature work has led to 
the invention of recording mechanisms for use with 
resistance pyrometers, fhe form in common use in 
liritain is that devised by Calleudar, shown in fig. 38, 
and consists of a mechanism for restoring auto- 
matically the balance of the resistances in a Wheat- 
stone bridge circuit, in such a manner as to indicate 
the existing resistance on a chart. To this end the 
moving coil of the galvanometer carries a boom, or 
contact-arm, which, on swinging to the right or left, 
completes one of two electric circuits. The clo.sing of 
either circuit brings into action a clockwork mechanism, 
which causes a slider carrying a pen to move over 
the bridge wire until the balance is restored, and 
incidentally to produce a mark in ink on a paper 
wound on a drum, which rotates at a known speed. 
When the resistance of the pyrometer is balanced, 
the galvanometer boom will be in a central position, 
and the slider at rest ; whereas a rise in temperature 
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causing an increase in the resistance of the pyrometer, 
will result in the boom swinging over and completing 
the circuit, which introduces more resistance in opposi- 



Fir.. 38.— Callknimr’s kKcoRnKR. 

tion to the pyrometer. A fall in temperature will 
similarly result in the liberation of the second mechan- 
ism, owing to the boom swinging in the opposite 
direction, with the result that the slider moves so as 
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to oppose a less resistance to the pyrometer, If the 
chait be divided horizontally into equal spaces, repre 
senting equal increments or decrements of resistance, 
they jnay be marked to represent degrees on the 
platinum scale, which may be translated into ordinary 
degrees.by reference to a conversion table. I n careful 
and skilled hands this recorder gives excellent results, 
and the value of the records obtained is clearly shown 
by an inspection of the cxjftnple shown in fig. 39, 
which represents the fluctuations of an annealing 
furnace Tluring a period of nine hours. It will be 
noted that during the period covered by workman A 
the furnace has received constant and careful atten- 
tion ; but workman H has evidently neglected his 
duty conspicuously at two separate times. 

The Leeds-Northrup Recorder. -In the Callen- 
dar recorder the boom which completes the electric 
circuits is pressed against the contact-surface merely 
by the small force due to the axial twist of the gal- 
vanometer coil, which necessitates the use of delicate 
mechanism if certainty of action is to be secured. A 
surer contact is .secured in the instrument made by the 
Leeds-Northrup Company of Philadelphia, by means of 
an intermittent action which will be understood from 
the annexed drawing (fig. 40). The boom from the 
galvanometer terminates in a platinum tip, P, which 
moves betvyeen two blocks, the upper of which con-- 
sists of two pieces of .silver, A and B, separated by a 
strip of ivory, I, whilst the lower block, C. is anotbei^i 
piece of silver, which is moved periodiiilly up andl 
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down by an electro-magnetic contrivance not shown 
in the drawing. When the galvanometer is at the 
position of balance, the tip of the boom is beneath 
the ivory piece I ; and when C ascends the tijD F is 
then squeezed on to the ivory, and no current will 
then pass from the battery through either of ,the cir- 
cuits K or V. If, however, the point of the boom be 
beneath A, owing to an alteration in the temperature 


5 



of the pyrometer, then on C rising the circuit through 
K will be completed ; and, similarly, if beneath H the 
circuit through F will be established. The result in 
either case is to bring into action a mechanism which 
moves a slider carrying a pen, over a resistance wire 
opposed to the pyrometer in such a manner as to 
restore the balance. Certainty of contact is thus 
secured, which enables all the parts to be strongly 
made. The actual recorder is shown in fig. 41, in 
which it will be seen that the slider carries an ordinary^ 
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stylographic pen in contact with the chart. This 
recorder is worked on the differential galvanometer 
method ; and the adjusting resistance, over which the 
slider moves, consists of a manganin wire wound on a 
tapered core, such that horizontal movements repre- 



sent equal changes of temperature, and not of resist- 
ance, thus obviating the necessity of translating 
platinum-.scale readings into ordinary degrees. Con- 
cordant and accurate results, coupled with robust 
construction, are claimed for this instrument by the 
makers. The other type of recorder made by this 

9 
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firm 26) may also be used in conjunction with 
a resistance pyrometer. In this ca.se the movements 
described introduce or cut out resistance oppo.sed to 
the pyrometer in a Wheatstone bridj^e circuit, until 
the balance is restored. 

Paul's Recorder— This instrument, as u.spd for 
thermo-electric pyrometers, has already been described. 
By replacin<^ the galvanometer b)’ a Harris indicator, 
and using a suitable d?iart, the same mechanism 
serves to record the indications of a resistance pyro- 
meter. 

Installations of Resistance Pyrometers.— The 

resistance method cannot be so readily applied to the 
purpose of a centrally controlled installation as the 
thermo-electric, owing to the difticulty of producing a 
set of pyrometers exactly equal in resistance. The 
introduction of the ohmmeter method of measuring 
resistances, as in the Harris indicator (page 122), has, 
however, rendered this project feasible, as it is possible 
in this arrangement to bring a set of pyrometers to a 
common resistance by adding the requisite amount in 
the form of a wire of negligible temperature coefficient. 
Several instruments, brought thus to a zero resistance 
of 3 ohms, for example, may then be wired up to a 
Harris recorder, and will give clo.sely identical results. 
For various rea.sons, however, a thermo-electric instal- 
lation is preferabh?. 

Management of Resistance Pyrometers.— It is not 

advisable to use resistance pyrometers continuously 
above 900'’ C. ( i 650® F.), although an occasional read- 
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ing may be taken up to i 200° C. (2 190” F.). Great 
care must be taken that metallic vapours or furnace 
gases do not find access to the interior, and for this 
reason a cracked or defective sheath should imme- 
diately be replaced. As the resistance gradually 
changes, even when pex)^ C. is not exceeded, a reading 
should be checked at a fixed point in the neighbour- 
hood of the working temperature, and allowance 
made for the observed error.* Another jnethod of cor- 
rection recommended by some makers is to measure 
the resistance in ice, and to note how much this 
differs from the zero resistance noted when the 
indicator was marked, and to correct by simple pro- 
portion. Thus, if the observed resistance in ice were 
fO'2 ohm.s, the original having been 10 0 the reading 

on the indicator would be multiplied by ^ = 0*98, 

a correction which a.ssumcs a linear relation between 
resistance and temperature, and is therefore only 
approximate. Generally speaking, any .serious defect 
entails the sending of the instrument to the maker, as 
a special degree of skill is required to execute the 
necessary repairs. 

As the indicators are u.sually not automatic in 
action, care should be taken in the manipulation not to 
damage any part, particularly the galvanometer ;^and 
it is advisable not to tru.st the instruments to un- 
skilled observers. The remarks applying to recorders 
and protecting sheaths in relation to thermo-electric 
pyrometers (page 92) apply equally in this case. 
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Special Uses of Resistance Pyrometers.— In all 

cases in which an exact reading is required, and a 
steady temperature can be secured, the resistance 
pyrometer can be used to advantage. Thus for 
accurate determinations of melting points and boiling 
points, or for exact readings of temperatures jn ex- 
perimental furnaces, a resistance pyrometer is superior 
to appliances of other kinds. On the other hand, it is 
not capable of responding to changes with the same 
rapidity as a thermal junction, and is therefore inferior 
for sucli purposes as the determination of recafescence 
points, or the temperature of exhaust gases from an 
internal combustion engine. The resistance method 
may be applied to atmospheric and very low tem- 
peratures (liquefied gases, etc.), to measure steady 
conditions with accuracy, nickel wire being some- 
times used instead of platinum below 400' C. Many 
cold stores are fitted with resistance thermometers, 
the temperature being read directly on the galvano- 
meter, which is placed across a WMieatstone bridge, 
and shows a deflection which depends upon the 
amount by which the bridge is thrown out of 
balance. Changes in the temperature of the resist- 
ance element may thus be read accurately. Whether 
the resistance method is suitable to a given purpose 
must be decided by the three factors : ( i ) tempera- 
ture to be measured, which must not exceed 1 000° C. 
continuously ; (2) degree of accuracy required (a 
thermo-electric pyrometer giving results to 10° C.) ; 
(3) stability of the temperature measured, rapid 
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changes not being readily shown by resistance 
pyrometers. 

One advantage of resistance pyrometers is that 
the ladings are independent of the resistance of the 
wires used to connect the pyrometer with the indicator, 
as such wires arc duplicated and opposcfl to each other 
in the measuring device, their resistance being thereby 
cancelled. Hence the samy reading is obtained at 
any distance, and, in addition, the head of the pyro- 
meter niay vary in temperature to anv extent without 
altering the reading. These are points (>f superiorit)' 
over the thermo-electric method ; but, on the other 
hand, resistance pyrometers and indicators are more 
costly, more fragile, more difficult to repair, require 
more skilled attention, and are more liable to get out 
of order when used for industrial purposes. These 
drawbacks have resulted in restricting the use of 
resistance pyrometers to special purposes, the general 
run of observations being conducUsl b)' means of 
thermo-electric pyrometers. 
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RADIATION PYROMETERS 

General Principles. — It is a common experience 
that the heat radiated by a substance increase as its 
temperature rises ; and it would obviously be an 
advantajje if the temperature of a hot body could be 
deduced from the intensity of its radiations, as the 
measurement could then be made from a distance/ 
without the necessity of placing a pyrometer in 
contact with the heated substance. At temperatures 
above i 000“ C., when difficulties are experienced either 
with the metals or protecting sheaths of thermo- 
electric or resistance pyrometers, the advantage gained 
would become more conspicuous as the temperature 
increased. A brief survey of our knowledge of the 
relations between radiant energy and temperature 
will indicate how this desired end may be achieved. 

Any substar.ee at a temperature above absolute 
zero (--273®C.) radiates energy to its surroundings 
by means of ether waves. Below 400° C. these waves 
produce no impression on the retina of the eye, and 
the radiating body is therefore invisible in a dark 
room. Above 400® C., however, a proportion of 
visible waves are emitted ; and as the temperature 
*34 
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rises the effect on the retina is enhanced, and the 
body increases in brightness. The difference between 
the non-luminous and luminous waves is merely one 
of wave-length, the shorter wave-lengths being visible 
to the eye ; and both represent radiant energy. In 
addition to giving out radiant energy, a substance 
receives waves from its surroundings, which it absorbs 
in greater or less degree, and which when absorbed 
tend to raise the temperature of the receiving sub- 
stance^ A number of objects in a room, all at the 
same temperature, are therefore radiating energy to 
one another, and equality of temperature is established 
when each object receives from its surroundings an 
amount of energy equal to that which it radiates. A 
hot substance radiates more energy than a cold one ; 
thus if a hot iron ball be hung in a room it will radiate 
more energy to its surroundings than it receives from 
them, and will therefore cool until the outgoing energy 
is balanced by the incoming, when its temperature 
will be equal to that of the other objects in the room. 

The rate at which a substance emits or takes up 
radiant energy depends upon the nature of its surface. 
A rough, black surface, such as may be obtained by 
holding an object in the smoke from i?urning camphor, 
radiates and absorbs heat with greater freedom than 
any other ; whilst a polished, metallic surface, .which 
acts as A reflector, is worst of all in these respects. 
Even a surface of finely divided soot, however, docs 
not completely absorb all the radiations which fall 
upon it, but exhibits a small degree of reflection. An 
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“ absolute black surface,” if such could be found, 
would be totally devoid of reflecting power, and would 
absorb all the radiant energy incident upon it ; and 
conversely would radiate all energy reaching it firom 
its under side, without reflecting any back, or allowing 
any to pass through in the manner that light uaves 
are transmitted through a transparent substance. 
No such perfect surface is known ; but, as Kirchoff 
showed, it is possible to make a radiating arrangement 
which will give the same numerical result {pr the 
energy ra{liated as would be obtained by a perfect 
surface at the same temperature. Such an arrange- 
ment is termed a “ black body," and radiations from 
it are designated ‘ ‘ black-body radiations. ’ ’ 

Any enclosure, if opaque to radiant energy, and 
kept at a constant temperature, constitutes a black 
body, and radiations received from the interior through 
a small opening in the side are black-body radiations. 
Fig. 42 represents such an enclosure ; in which, to 
show the application to pyrometry, a body A is indi- 
cated opposite to an opening in the side, through which 
radiations esca[x: from the surface of A. If this surface 
were, "perfect,” all the waves falling upon it would 
be completely absorbed and completely radiated ; but 
to prevent change of temperature the energy radiated 
must .balance the energy received. If, on the other 
hand, the surface of A were a polished metal, the 
waves falling upon it from the sides of the enclosure 
would in the main be reflected ; but here again the 
energy leaving the surface must equal the amount 
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received if the temperature be constant. It follows, 
therefore, that if no alteration in temperature occur, 
the energy leaving the surface of A is independent of 
the nature of that surface ; and the amount escaping 
through the opening will therefore be the same, what- 
ever b» the character of the surface opposite th 
opening. With a good radiating surface the rays 
from the enclosure will first be absorbed and then 
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radiated through the opening ; in the case of a poor 
radiating surface, the rays will be directly reflected 
through the opening; the total energy escaping being 
the same in either case. It will be seen later that 
radiation pyrometers are ba.sed upon black-body 
radiations ; and it is important to note that tiie 
arrangement under discussion is realised in a furnace 
at a constant temperature, in which A might represent 
an object such as a block of steel. It happens, 
therefore, that the condition of perfect radiation is 
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attained by the appliances in everyday use ; and, 
moreover, black-body radiations can always be secured 
by placing; a tube, closecFat one end, in the heated 
space, and receiving the radiations through th^ open 
end ; for this again represents an enclosure at a 
constant temperature. Similarly, radiations* from a 
solid in the interior of the tube of the electric furnace 
shown in fig. 29 will be of the same description, and 
we can therefore apply*with accuracy any instrument 
based upon black-body radiations, knowing^ that the 
same may be readily realised in practice. 

The law connecting the energy radiated by a sub- 
stance, under given conditions, with its temperature, 
was variously stated by different ob.servers until 
Stefan, in 1879, deduced the true relation from 
certain experimental data obtained by Tyndall, 
Stefan concluded that the figures given by Tyndall 
indicated that the energy radiated by a given solid 
varied as the fourth power of its absolute tempera- 
ture. Numeious experiments, under different con- 
ditions, showed that the fourth-power law did not 
apply to all kinds of surfaces or circumstances ; but 
a strong confirmation of its truth when applied to 
black-body radiations was forthcoming in 1884, when 
Holtzmann showed, from thermodynamic considera- 
ti9ns, that the quantity of energy radiated in a given 
time from a perfect radiator must vary as the fourth 
power of its absolute thermodynamic temperature. 
Certain assumptions made by lioltzmann in this in- 
vestigation were subsequently justified by experiment; 
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and numerous tests under black-body conditions havQ 
since amply verified the law. It is upon the Stefan- 
Boltzmann law that ratliaffbn pyrometers are based ; 
the energy received by radiation from the heated 
substance, under black -body conditions, being 
measured by the instrument, and translated into 
corresponding temperatures on its scale. 

Expressed in symbols, the fourth-power law takes 
the form — * 

^ K = Knv-iV), 

where E is the total energy radiated ; the absolute 
temperature of the black body ; T, the absolute tem- 
perature of the receiving substance, and K a constant 
depending upon the units cho.sen. If K be expressed 
as watts per square centimetre, the value of K is 
5 6 X 10 “'^; if in calories per square centimetre per 
second, the value is i *34 x 10“’-. The introduction 
of the temperature of the receiving substance, Tg, is 
rendered necessary by the fact, previously cited, that 
energy will be radiated back to the hot body, and the 
net loss of energy will evidently be the difference 
between that which leaves it and that which returns 
to it from the receiving substance. If Tj were 
absolute zero, the energy leaving tjie black body 
would be Kiy ; whereas if were equal to T„ the 
loss of energy would be nil, as a substance cannot 
cool by radiation to a lower temperature than its sur- 
roundings. The temperatures Tj and T, refer to the 
thermodynamic scale (page 9), but as the gas scale 
is practically identical, Centigrade degrees may be 
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Ksed, measured from absolute zero, or —273°. An 
example is appended to illustrate the application of 
the law ; — 

Example , — To compare theenerj^y radiated through 
an opening in the side of a furnace at tempera- 
tures of 527', 727’, and 927" C. respectively, 
to surroundings at 27° C. 

The quantities will be as 
K(8oo* - 300*) : K(i 000* - 300*) : K(i 200^ - 3009. 

since 273 must be added to each tern^jerature 
to convert into absolute degrees. Dividing 
each by K, and expanding in each case, the 
ratio becomes 

(4096-81) • 10" : (10000-81) 10® ; (20736-81) ' I0\ 

Dividing each by 10*’ and subtracting, the 
result is 

4015:9919:20655, or 1 ! 2*47 : 5 ’I 2 . 

It will be noted in the above example that the 
effect of the surrounding temperature, taken as 27“ C., 
is small in quantity, and becomes proportionately 
less as the temperature of the furnace increases. If 
Tj had been ignored in the calculation, the amounts 
of energy radiated would have appeared as 

1 : 2*44 : 5*06. 

It \Yill be seen later, that in calculating the tempera- 
ture scale of a radiation pyrometer, the temperature 
of the surroundings is for this reason not taken into 
account. Fig. 43 is a graphic illustration of the 
fourth-power law. 
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When the relation between temperature and^ 
quantity of energy radiated is known, any instrument 
which will indicate the amount of the radiations it 
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receives ina^ be used to measure temperatures. The 
ray, for example, may be focused on a thermal 
junction, which will be heated in proportion to the 
amount of energy incident upon it, and when con- 
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nected to a millivoltmeter will cause deflections pro- 
portional to the energfy it receives. A thin strip of 
metal might be used in place of a junction, and by 
measuring its resistance the heating effect of the 
radiations, and hence the amount thereof, may be 
deduced. A third method would be to focus ^he rays 
on to a compound strip of two metals, which by 
altering in shape cnuld be matlc to furnish a clue to 
the quantity of energy received by it. In theory, it 
is only necessary to allow the radiations to fall on the 
working part of any instrument for measuring low 
temperatures, when the rise in temperature produced 
may be taken as proportional to the energy received, 
and the thermal condition of the radiating body 
deduced from the fourth-power law. In practice, 
however, it is desirable that the receiving thermometer 
should be small in size ; of low thermal capacity, so 
as to respond rapidly ; and capable of giving a sensi- 
tive indication — hence an ordinary mercury thermo- 
meter wt)uld be unsuitable for this purpose. A 
thermopile, {)laced at a fixed distance, would fail 
owing to the cold junctions gradually warming up by 
conduction through the pile. The part receiving the 
radiations should be coated with lamp-black, so that 
practically all the waves impinging upon it, whether 
iuininous or non-luminous, may be absorbed, and the 
energy they represent utilised in producing a rise in 
temperature. 

Practical forms of Radiation Pyrometers: 
fdry’s Instruments. —In the year 1902 F^ry intro- 
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duced a pyrometer in which the rays were focused 
the aid of a lens upon a small, blackened thermal 
junction, in the same way that the rays of the sun 
may be focused by a burninj;-lcns. The junction 
was connected to a special form of d’Arsonval galvano- 
meter, )vhich recorded the K.M.l'. developed. Hy 
taking the readings of the galvanometer as propor- 
tional to the temperature of the junction — that is, to 
the radiant energy impinging* upon it — the tempera- 
ture of the source could be calculated from the 
fourth-pSwer law. 1'he drawback to the use of this 
instrument was the fact that a proportion of the rays 
was absorbed by the glass, this proportion, moreover, 
varying at different temperatures, .so that the fourth- 
power law could not be a|)plied with accuracy. H)’ 
using a fluorspar lens in place of gla.ss, this error was 
overcome, but the cost of a good lens of this material 
being high, its use in ordinary workshop practice was 
rendered prohibitive on account of the price. A 
number of these pyrometers, furnished with glass 
lenses, and calibrated by comparison with a standard 
possessing a fluorspar lens, were placed on the market, 
but were superseded in 1904, when Fery hit upon the 
plan of focusing the rays by means of a concave 
mirror, thus overcoming the error due to absorp- 
tion by the glass lens. This plan, which serves 
Admirably, has since been adopted in most radiation 
pyronieters. 

MiiTor IOmeter.— This instrument is 
shown in longitudinal and also in cross section in 
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fig. 44. A concave mirror. M, which has a gilt re- 
flecting surface, is placed at one end of a metal tube, 
and is fastened to a rack which engages in a pinion 
moved by the milled-head, P, so that on turning P, a 
longitudinal movement is imparted to the mirror. A 
small, blackened thermal junction, shown at tl;c centre 
of the cross section, and consisting of a copper disc 
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to which wires of cop|x:r or iron and constantan 
arc fastened, receives the rays after reflection, and 
may be brought into focus by suitably moving the 
mirror. 

The wires pass to terminals b and V on the out- 
side of the tube, from which leads arc taken to the 
indicator. In order to discover when the junction is 
in the focus of the mirror, an eye-piece. 0* is fitted in 
the end of the tube, which enables the junction to be 
seen, magnified, through a hole in the centre of M. By 
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means of an optical device placed near the junctioa, 
the image of the sighted object, produced by M, is 
reflected in two portions to the cx e-piece C). When 
the junction is exactly in the focus of M, a circular 
image is-seen round the junction ; when out of focus, 
the appearance presented is that of two semi-circles 
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not coinciding laterally. The adjustment consists in 
moving the mirror until the separate semi-circles pro- 
duce a continuous circle ; a method at once simple 
and definite. The front end of the pyrometer, is 
shown in fig. 45, in which it will be seen that the en- 
trance may be partially closed by a diaphragm, or left 
entirely oj^en, as required. I'he diaphragm is used 
to cut off a definite proportion of the radiation.s, 
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unci is used for very hijjh temperatures, at which, 
with full aperture, the indicator needle would be 
urged beyond the limits of the scale. On the in« 
dicator two separate temperature scales arei pro- 
vided, one referring to full, and the other to partial 
aperture. The same end might be achi^ed by 
inserting a suitable resistance in series with the 
indicator; but in this^case the junction might be 
unduly heated, and possibly damaged thereby. The 
proportions of the pyrometer are such th%t at the 
highest temperatures measured the heat incident on 
the junction never raises it above 1 10 " C. Although 
the intensity of radiations diminishes as the square of 
the distance, the <|uantity impinging on the junction 
is, within limits, independent of the distance. This 
arises from the property of concave mirrors with 
respect to the relation between the size of an image 
and the distance of the object producing it. If 
the radius of the mirror, n the distance of the object, 
and V the distance of the image, both measured from 

j I 

the centre of the mirror, the relation - -f - = " holds 

u V r 

for a concave mirror, and when two of these are 
known the third may be calculated. Further, if d 
be the linear dimension of an object, and that of 

its * image, the relation 5 = also holds, and from 

(t^ V c 

these two expressions all the points arising in con- 
nection with the F^ry pyrometer may be determined, 
as will best be made clear by examples. 
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Example I , — To find the position of the image ^f 
an object formed by a mirror of 6 inches 
radius, with object at distance {li) lO feet, 
{b) 20 feet. 

Reducing to inches, and applying in the 
fortnula 


and 



1 4 - ‘ 
120 


I 

240 


+•' 


1 

3 


3 


from which the values of r are inches and 
3nV inches respectively, a difference of only 
of an inch. 

If u were 6 inches, v would also be 6 
inches ; if u were infinity, t' would be 3 inches. 
'Idle movement of tlie image, when an object 
is brought towards it from a great distance, 
would in the mirror under notice be from 
3 inches away to 6 inches awa\’, and at dis- 
tances of 10 feet and u|)wards would only 
differ in position by small fractions of an inch. 


Example U, — 'I'o find the area of the image of a 
circular opening, i foot in diameter, formed by 
a mirror of 6 inches radius distant from the 
opening {a) 10 feet ; (/;) 20 feet. 

Since ~ ; then, from the results of hlx- 

a, V 

ample I, ^ at 10 feet distance, tfnd 

* ^ ^_49 at 20 feet. 

‘ 3iV 

Hence the linear dimensions, t.e. the dia- 
meters of the circular images, will be 0*308 
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and 0*152 inch respectively; and the areas 
0*074 and 0*0182 square inch. These areas 
are to each other practically as 4 : i. 

That is, the area of the image decreases 
in size directly as the square of the disfance 
of the object ; the squares of the distances 
being 100 and 400, or as 1:4 ; whereas the 
areas of the images arc as 4 : i. 

Example III.— 'Vo fitid, for a 6-inch mirror, and 
a junction of j\yth of an inch in diameter, 
the greatest distance at which the miiTor may 
be placed from an opening 1 foot in diameter, 
so as to give an image not less than the 
junction. 

From F.xample I it is evident that at any 
distance exceeding 20 feet the position of the 
image will only be a minute and negligible 
fraction over 3 inches ; hence v may be taken 
as 3. 

Applying values in the formula = - and 

V 

taking as equal to the diameter of the 
junction, = 0*1 inch, 


“ — - , and u - 360 inches, or 30 feet. 
0*1 3 ^ . 


Beyond this distance the image would be less than 
the junction. The conclusions to be drawn from the 
foregoing examples are : ( i ) that the amount of energy 
received by the junction does not vary, provided the 
image overlaps it ; and (2) that the limiting distance 
at which a correct reading can be secured is that at 
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which the size of the iina^e is equal to that of tj;ie 
junction. Thus, takinj^ distances of 10 and 20 feet, 
as in Example (I ; at the former distance the energy 
strilyng tlic mirror is four times as gre^it as with 
the latter ; but, on the other hand, the area of the 
image^at 10 feet distance is tour times as great as that 
obtained at 20 feet. Hence, at the greater distance, 
the proportion of the image impinging on tlie junction 
is four times as great. and*the fact that only j the 
amouii^ of energy strikes the mirror is thus counter- 



balanced. All the reflected rays which fail to strike 
the junction are ineffective, and |)ass out through the 
entrance of the tube. 

The two-scale form of instrument described above 
is extremely useful for general purposes, but when all 
the temperatures to be controlled fall j^vithin the limit 
of one of the scales, it is simpler and cheaper to dis- 
pense with the diaphragm, and to use an indicator 
furnished with one scale only. The single-scale 
mirror pyrometer is for this reason more generally 
employed for industrial purjx)Jies ; and the Cambridge 
and Paul Instrument Company now make a pivoted 
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indicator for use with full aperture, which is less liable 
to damaj^^e than one which possesses a suspended coil. 

Fdry’s “Spiral" Radiation Pyrometer. — This 
instrument, differs from the preceding merely in^ the 
fact that the rays are focused on a small spiral, 
formed of a compound strip of two metals, fixed at 
one end and furnished with a pointer at the free-moving 
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end (fig. 46). The effect of alterations of temperature 
on this spiral are to cause it to coil up or uncoil, 
according to >i'hether the temperature rises or falls. 
This movement is magnified by the pointer, the end 
of ^'hich moves over a dial graduated to read tempera- 
tures directly. This arrangement is shown in section 
in fig. 47, where C is the mirror, E the eye-piece, 
S the spiral, P the pointer, and D the dial, viewed 
through the window W. The appearance of the 
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apparatus when viewed from the front is shown jn 
fig. 48. The advantage gained by the use of the 
spiral is that the instrument is self-contained, no 
galvanometer l)eing necessary ; but, on ,the other 
hand, the indications are not so exact, an error of 





Fic. 48. — Fkry’s Spiral Pvkomkikk. Front View. 

20® C being probable at temperatures over 1 000° C. 
In using this pyrometer, it is observed that after 
focusing the hot substance, the pointer moves rapidly 
for a time and then pauses, after which it again com- 
mences to creep along the scale. The temperature 
indicated at the moment the pause occurs is generally 
taken as the reading, but this is not always correct. 
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Jhe creepinjj movement is probably due to the 
whole instrument, and the air in the interior, becoming 
heated by the entering rays, and by proximity to the 
hot source. In a number of trials made by the aufhor, 
it was noticed that when the instrument was allowed 
to stand near the furnace for some time before»using, 
thereby attaining the tem|xjrature existing in the 
vicinity, the “ creep ” almost entirely vanished. All 
things considered, the spfral form of hcry’s pyrometer 
must be regarded as more portable but less accurate 
than that in which the rays are received on a thermal 
junction. 

Foster’s Fixed-Focus Radiation Pyrometer.— 

The necessity for focusing, common to all Fury’s 
radiation pyrometers, is obviated in Foster’s pyro- 
meter, which, however, cannot be used from so great 
a distance. The principle involved in the fixed-focus 
pyrometer is that the amount of energy received by a 
concave mirror and focused on a thermal junction 
will not vary so long as the area of the surface send- 
ing rays to the mirror, through a fixed opening, 
increases as the square of the distance. This will be 
understood from fig. 49, in which C is the mirror, D a 
thermal junction fixed so as to be in the focus of the 
opening E F, and A B the heated surface. The lines 
joiiyng E and F to the edge of the mirror intersect in 
a point G, and provided the lines G E apd G F, if 
produced, fall within the heated surface AB, the 
quantity of energy falling on D will always be the 
same. A cross section of the cone G A B is a circle ; 



RADIATION PYROMETERS 


153 


and if A 1 ^ be twice as far awav from G as E F, the 
areas of the circles of which A D and K 1 ' are diameters 
will be in the ratio 4 : i. Hut as A H is twice as far 
froin G as F, the inteiisitv of its radiations will be 
as I : 4 ; and hence loss of radiatin^^ power is exactly 
balanojd by increase in area. 

In the actual instrument the tube in which the 
mirror is placed is blackened internally, so that no 
rays reach the mirror by tl‘flection from it. I'he 
diameters of the opening K V and the mirror C arc 
such that the perpendicular from G on to A H is ten 


A 



P 


Fuj. 49. — Pkintii’I.k of Fostkr's Fixku-Focus 1 ’ykomktrr. 


times the lenj^th of v\ H. Hence, if the heated object 
be 6 inches in diameter, the limiting,' distance of G is 
10x6 = 60 inches. The position of the point G is 
indicated by a rin^ on the outside of the tube, and in 
taking q. measurement the tube is brought well within 
the distance prescribed, which is in all cases ten times 
the diameter of the heated object. Temperatures are 
read from a galvanometer connected to the thermal 
junction, ^the whole arrangement being portable, as 
showm in figs. 50 and 51, which represent the in- 
strument in use. 

The advantages derived from the use of a fixed- 
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focus instrument are simplicity and cheapness ; but, 
as many occasions arise in practice in which focusing 
on an object is a necessity, Foster’s pyrometer must 
be regarded as a simplified apparatus not capabjc of 



Kii;. jO.—K^stkk’s Pvrometkr, mounted on Stand. 

the wider applications of V^ry*s instruments, but of 
great service in many cases. Whipple has recently 
adapted the F^ry spiral pyrometer to produce an 
instrument with a fixed focus, by fastening the instru- 
ment to a fireclay tube, on the closed end of which 
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the pyrometer is permanently focused. This form is 
specially useful for determining^ the temperature 
molten metals, into which the end of the fireclay tube 
is plunged, thus giving true black-body conditions. 

. Pftul’s Radiation Pyrometer. — Thwing, in* America, 
has mtpduced a radiation pyrometer in which the 



Fig, 5 1. -^Foster’s Pyrometer, in use. 

rays from the furnace enter the wide end of a cone, 
and by internal reflection are brought to the aj^ex, at 
which a thermal junction is located. Paul, in this 
country, has marketed a similar instrument, the adtion 
of which is shown in fig. 52, where E is a tube 
containing a polished cone, C, at the ajxjx of which 
is fixed a thermal junction, T. Rays from the hot 
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source A A' enter the tube at D, and pass 
into the cone, being finally reflected on 
to T, which is connected to the indicator. 
So long as the lines joining the ojitside 
of the cone with the extremities of the 
entrance D, crossing at O, fall witJiin the 
hot source, A A', the reading will be the 
same at all distances. Fig. 53 shows the 
actual pyronfcter, mounted on a tripod. 

Indicators for Radiation Pyrometers.— 
When the radiations are focused on a 
thermal junction, the temperature of which 
I is raised in consequence, the E. M.F. 

developed is in accordance with the laws 
1 discussed in Chapter II, and any thermo- 
i electric indicator, if sufficiently sensitive, 

! will serve for the purposes of a radiation 
i pyrometer. The effect on the galvano- 
! meter is influenced by : (i) the nature 
! of the junction ; (2) the size of the mirror 
or cone : and (3) the highest temperature 
attained by the junction. The indicators 
* used in connection with radiatipn pyro- 
meters are of the pivoted type, which 
can now be made sufficiently sensitive 
to give full-scale deflection for a rise of 
ioo" C. in the temperature of the junc- 
tion. For the junction itself, heil’s alloy 
(zinc and antimony in atomic proportions) 
partnered with constantan has been used, 




lleiVscoup''^ 

{or a radiate PV' ji^aWW ate due ‘o 
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Jjire is raised by an amount depending upon the 
intensity of the radiations— say, to 90° C. The deflec- 
tion produced is then due to a difference of (90-20) 
= 70^ tlv- radiations having raised the temperalure of 
the hot junction 70° above its surroundings. If the 
surroundings (including the cold junction or jutictions) 
had been at 15° to commence with, the hot junction 
under the same conditions would have risen to 85“, 
giving again a difference of 70”, and thus causing the 
same deflection as before. Provided both Jiot -and 
cold junctions are located so as to attain the same 
atmospheric temperature in the absence of radiations, 
a given quantity of energy impinging on the hot 
junction will always produce in it the same excess 
temperature, and will therefore give rise to the same 
deflection at all ordinary atmospheric temperatures. 
As the junctions are so arranged in radiation pyro- 
meters as to fulfil this condition, no correction 
for fluctuations in the cold junctions is necessary. 
The deflections, therefore, correspond to excess 
temperatures of the hot junction, which in turn 
are directly proportional to the energy received by 
the junction. Readings in millivolts on the indicator 
thus represent^ directly the proportions of energy 
received by the hot junction, 4 millivolts correspond- 
ing Jo twice the energy, which produces 2 millivolts, 
and so on ; and hence the millivolt scale becomes 
an energy scale. 

In order to translate energy into corresponding 
temperatures, the fourth-power law must be applied. 
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If Ej correspond to an absolute temperature T, on the 
part of the black body from which radiations are 
received, and Kj correspond to another temperature 
Tj, following relations will }K)ld jjoof^: 

and 

where x is the temperature of the surroundinjrs re- 
ceiving the radiations. .\s |)reviousl\' pointed out 
(see Example on page 140^, the term may be 
ignorccUfor the range of high temperatures measured 
by a radiation pyrometer, hence E, = KT/, and 
p; p 4 

Ej == ; and therefore . Hut, as shown 

*‘'2 * i 

above, readings in millivolts on the indicator are 
directly proportional to the cnerg)' received, and if 
Ri and Rj = millivolts due to E, and E,, the relation 
R T * 

gl = is then obtained. 

K2 Tj^ 

In order to prepare a temi>erature scale from this 
relation, it is necessary to take one correct reading at 
a known temperature, after which the remainder of 
the scale may be marked by calculation, as shown in 
the example appended 

Example. — A tube closed at one end is at 
927® C. (I 200® abs.), and gives a deflection 
corresponding to 2 millivolts on the in- 
dicator. To find the temperatures which 
would yield deflections due to r, 3, 4, and 
5 millivolts. 
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Takin^^ the case of i millivolt and applying 
in the formula 

Rj _ Ti* 2 ^ l 200^ . 

from which T2* = ' Tj = i 009^ abs. 

= 736“ C. Similarly, 3 millivolts represent 
I 055° C. ; 4 millivolts — i 1 54° C. ; and 5 milli- 
volts I 236® C These values are readily 
obtained by the use of four-figure logarithms. 

Having calculated the temperature corresponding 
to each whole millivolt, a curve may be plotted to 
represent millivolts against corresponding tempera- 
tures, and intermediate values deduced from it. 
Kvidently, the standard reading must be taken with 
great accuracy, as the whole scale hinges upon it ; 
and for this purpose an accurate resistance or thermo- 
electric pyrometer may be used, placed inside the 
tube of an electric furnace, and the radiation pyro- 
meter sighted on a thin sheet of iron placed just in 
front of the naked junction. A check at the higher 
readings of the scale is necessary, as an exact realisa- 
tion of the fourth-power law is seldom obtained in 
practice. This may be taken in the same manner, 
as thermo-couples may now be calibrated directly 
against the gas scale up to i 550' thus enabling 
the gas-scale reading to be transferred to the radiation 
pyrometer. For delicate readings over a given range, 
the scale of a mirror galvanometer may be calibrated 
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in this manner, sufficient resistance having first been 
added in series to ensure that at the highest teinpei^- 
ture employed the spot of light will remain on the 
scale^ 

Recorders for Radiation Pyrometers.— Any of the 

thermc^-electric recorders described in Chapter 11 
may be applied to radiation })yrometers, the chart 
being suitably divided according to the fourth-power 
law. When taking a record^he pyrometer is fixed 
or a stand or bracket and focused on the desired 



spot. Fig. 54 is an example of a record taken with a 
Thread recorder and Ft'ry pyrometer, in which the 
division of the tem|x;raturc scale accortiing to* the 
fourth-power law will be noticed. It is possible to 
arrange that the working temixjrature shall lie on the 
open part of the scale, by adjusting tite .sensitiveness 
of the galvanometer accordingly before calibrating. 

Management of Radiation Pyrometers. — It is* not 
advisable to place a radiation pyrometer in the hands 
of an unskilled observer, as intelligent oversight is 
required if good results are to be secured. Care must 

II 
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be taken to adjust the galvanometer needle to zero 
before taking a reading, and the needle should always 
be locked during transit. When focusing on an object 
in a furnace it is necessary to make certain th^t the 
red image seen is actually that of the object, which 
may be done by moving the pyrometer until tjie side 
of the object, or some special feature, is visible in the 
eye-piece, when the pyrometer may be moved until the 
image surrounds the junction. Occasions may arise, 
as in taking the temperatures of various zones of a 
rotary cernent-kiln or other furnace, in whicli it is 
required to focus the mirror for a s{)ecified distance ; in 
which case the author has adopted the plan of placing 
a fi.xed pointer opposite the milled head which controls 
the mirror (P, fig. 44) and focusing the bars of a 
window at measured distances, marking the same on 
the milled head opposite the pointer ; and it would be 
a convenience if all radiation pyrometers were thus 
marked initially. A good check to correct focusing 
in the case of a heated object is to alter the focus in 
both directions, and finally to adjust to the maximum 
reading, which should correspond to the true focus. 

Great care should be taken not to damage the 
mirror. If, in a workshop, the surface become covered 
with dirt, this should be removed by gentle brushing 
with a camel-hair brush or by blowing air over the 
mirror. The focusing device should never be strained 
beyond its working limits ; when these are reached, 
the pyrometer should be moved bodily until the object 
can be correctly sighted within the ordinary limits of 
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the movement of the milled head. If metallic fumes 
or dense smoke intervene between the furnace aiTd 
the pyrometer, the radiatiojTs will be impeded and the 
temperature recorded will be too low ; and in such 
cases the pyrometer should be placed at the o|)en end 
of a tube and sij^hted upon the closed end, which 
should terminate at the spot under observation. 

In all cases it must be borne in mind that the 
indications only apply to bl.*ck-boflv c<Miditions If 
a bk)ck of steel be sighted inside a furnace, and then 
be remfjved to the exterior and aj^Min sighted, the 
external rcadiii}^^ will be much less than the internal, 
owinj; to the inferior ra<liatin*f power of the surface, 
which now derives no assistance from the furnace. .All 
readings should therefore be taken whilst the object 
is still in the furnace, or (as in taking the temperature 
of molten metal in a ladle) a fireclay tube with a closed 
end inserted in the mass may be used, and readings 
taken through the open end. Statements arc some- 
times made that the dirference between external read- 
ings and black-body readings is constant for a given 
surface, and that the one ma\’ be translated into the 
other ; but this is true only for unchanging surface.^, 
such as platinum, and seldom applies to ordinary 
working surfaces. .As black-body conditions are so 
easy to ensure, it is simpler and safer always to arrange 
to take observations under such conditions, rather tfian 
to trust a relation seldom constant in practice. 

When using a radiation pyrometer for a number 
of furnaces, fireclay tubes, closed at one end, may be 
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inserted in each, so that the closed end terminates at 
tftc working spot, the open end being left flush with 
the exterior of the furnace. The diameter of such 
tubes will depend upon the length and also upo^p the 
make of the pyrometer; in all cases the image of 
the closed end must be large enough to ovedap the 
receiving junction or spiral. Information on this point 
can always be obtained from the makers, or can be 
discovered by trial witl? openings of known diameter. 
When using the pyrometer to obtain temperatures in 
the interior of the tube of an electric furnace, such as 
that illustrated in fig. 29, a solid object, such as a 
short fireclay cylinder, or a piece of graphite, should 
be placed in the middle of the tube, and focused on 
the junction. 

Special Uses of Radiation P3nrometers.~For 
regular use at temperatures above 1 000” C. or i 850® F. 
the radiation pyrometer will be found to be more 
useful than instruments of the thermo-electric or re- 
sistance type as the latter undergo deterioration owing 
to the continuous action of the furnace gases, which 
becomes more marked as the temperature increases. 
Examples of industrial processes in which i 000 ° C. is 
considerably exceeded are the manufacture of glass, 
pottery, and cement, the treatment of special steels, 
and the casting of metals and alloys. Even for 
temperatures between 750® and i 000® C. a radiation 
pyrometer may be used, but is not so convenient for 
this range as a thermo-electric instrument. There 
is no upper limit to the instrument, which may he 
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calibrated by the fourth-ix)\ver law to the highest 
temperature attainable, that of the electric arc, which 
has been found to be 3 yid" C. by the use of a F< 5 ry 
radi^ion pyrometer. Measurements may^ therefore 
be made beyond the limits of thermal junctions, such 
as the temperature of electric furnaces and of thermit 
in the mould, and of molten steel before pouring, thus 
opening out the possibility of accurate control at ex- 
tremely high temperatures. There is always a danger, 
however, of the cold junction l>ecoming unduly heated 
when near to large masses at very high temperatures, 
and serious errors may arise from this cause. Two 
examples may be cited to illustrate the u.sefulncss of 
the radiation pyrometer in practice: ( i ) the hardening 
of steel projectiles ; and (2) the determination of the 
temperature of the clinkering zone in a rotary cement 
kiln. In (i) the projectile is brought to a given spot 
near the brink of the furnace, where it is in the focus 
of a radiation pyrometer, and when at the s[)ecified 
temperature is raked out of the furnace and drops into 
an oil-trough. It has been found that a difference of 
10® C. from the standard temperature at which the 
projectiles should be quenched may cause a serious 
lowering of the jxinetrative power of tjjje finished pro- 
jectile ; and hence a radiation pyrometer, which may 
i^dily be sighted on each individual shell, is the best 
to use for^this purpose. In (2) the hottest spot may 
be found by focusing the pyrometer to different dis- 
tances op the kiln, and, by taking a record, any fall 
in temperature due to defect of coal or air supplies, or 
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to excessive feed of raw material, ma\’ be detected, 
thus furnishing information from which the process 
may be regulated to the best advantage. At the tem- 
peratures prevailing in such kilns— I 300° to i 45 C, 
or 2 370'’ to 2640*" K, accorditig to the nature of the 
kiln—a FiVy radiation pyrometer is quite sen.'^tive to 
changes of 10'’ C. or 18*" F., and the author has found 
it to be entirely satisfactory in this connection. The 
adaptabilit)' of radiatiofi pyrometers. to all tempera- 
tures above a red heat, combined with the absence of 
deterioration, renders these instruments of great value, 
and the possibility of obtaining records is a further 
recommendation. The radiation method, however, 
is not suited to the purposes of an installation, as even 
if mirrors and junctions could be constructed so as to 
be identical, the arrangement would be very costly. 
A cheap adaptation of the radiation principle, by 
means of which a number of furnaces, such as a set of 
cement-kilns, could be controlled from a centre, would 
be of great advantage, and would add further to the 
geneml utility of this class of pyrometer. 



CHAPTER V! 

OPTICAL PYROMETERS 

General Principles. - When a solid is heated 
450° it commences to serial out luminous radiations 
and appears a dull-red colour in a «larkened room. As 
tlie teifiperature rises, the luminous radiations become 
more intense ; the colour chanj^a's to a lij^hter red, 
then to oranj^^e, yellow, white, and finally to a dazzling 
white. Attempts have been made to assi^jn tempera- 
tures to specified colours, and Pouillet, in 1S36, intro- 
duced a table which purported to ^ive the relation 
between colour and temperature i he following 
table, published by Howe in 1900, differs considerably 
from tliat (if Pouillet, wlio had no accurate means of 
measuring the temperatures he assigned to the 
colours ; — 

IIoWK’s TAHt.K. • 



renip. Or;;. ( . 

Temp. Deg. F. 

Lowest retl visiMe in daikncss 


878 

,, <lavlight 

475 

887 

Dull red . . . 

5501^625 

I 022 to 1 157 

Full cherry . 

700 

1 292 

Light red .. 

850 

1 562 

Full yellow .... 

950 to 1 (XX) 

1 742 to 1 832 

Light yellow 

I 050 

1 922 

While . . 

. 1 1 50 

2 108 

167 
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If it were possible for all observers to detect 
e^Actly the colours to which these temperatures refer, 
the table would be of great utility ; but fn practice 
any two persons might dififer in judgment t(^ the 
extent of 50° C. below a yellow ; and when the white 
is reached, and becomes dazzling, accurate discymina- 
tion is impossible. At the same time, a trained 
workman, used to quenching steel at a fixed tempera- 
ture, say 850° C., acquires a high degree of judgment 
with constant practice, and may not vary by more 
than 20" C. at temperatures below a light yellow. 
The personal equation, however, is too great for 
colour judgment by the unaided eye to be taken as 
an accurate guide to temperature. A fairly close 
approximation, however, may be obtained by match- 
ing the colours against prepared standards, as will be 
referred to later. 

The determination of the intrinsic brightness of 
the heated substance by a photometric method natur- 
ally suggests itself as a possible means of ascertaining 
temperatures by optical means, and it will be found 
that all the optical pyrometers used for industrial 
purposes are based on this procedure. The law 
connecting the intensity of the whole of the light 
* waves emitted with temperature, for a given solid, is 
approximately given by Rasch’s formula 



where Ij and are the intensities corresponding to 
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absolute temperatures T, and Tj ; and the exponent 

_ 25000 
" ” T, • 

H ce at I 250'’ abs. the brij^ditncss increases as tne 
20i.ti i>ower» and at 2 500' abs. as the loth power of 
the temperature. This rapid increase in brightness 
for a small rise in temperature enables small incre- 
ments to be readily observed* but a difficulty arises 
in practice owing to vast differences in brightness 
displayed by different substances at the same tefti- 
perature. For example, the light emitted by an 
incandescent gas-mantle, which consists of thorium 
oxide, is vastly greater than that given out by a metal, 
such as platinum, at the same temperature ; and it is 
therefore evident that the luminosit)' of a substance 
depends not merely upon its temperature, but also 
upon its nature. It is possible, however, to obtain 
indication.s for any substance in terms of a black 
body ; thus if a heated .solid possessed the same 
intrinsic brightness as a black body at a temperature 
of T, the '‘apparent ” or “black-body ” temperature 
of the solid would also be called ' 1 *. All that this 
would signify would be that the conditjrjn of the .solid 
was such that the light radiated was equal in intensity 
to that emitted by a black body at temperature T ; 
and to obtain the true temperature of the solid, T 
must be multiplied by a factor which expresses the 
ratio of its emissive power to that of a black body. 

In all photometric methods a standard light is 
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employed, which should not vary in brightness, and 
with which the light from the source is compared. 
In optical pyrometers no attempt is made to measure 
the illumipation in terms of candle-power ; all tjiat is 
necessary is to bring the standard and the source to 
the same degree of brightness by suitable •adjust- 
ments. Amongst the standards employed are carbon- 
filament electric lamps, amyl-acetate lamps, and for 
higher temperatures tht centre of an acetylene gas- 
flame ; each of which is capable of producin^a fixed 
degree of brightness when used under specified con- 
ditions. A black body, at known temperatures, is 
compared with the standard used, thus furnishing a 
scale of “black-body" temperatures to which the 
indications of a given source may be referred, as ex- 
plained in the previous |)aragraph. Above i ood' C., 
however, the light becomes too daz/.ling to enable a 
proper comparison of the standard and source to be 
marie, and absorbing glasses must then be used to 
reduce the brightness. Any coloured glass, taken at 
random, might not reduce the standard and source 
equally ; but if a tnonochromatic glass be used — that 
is, a glass which transmits light of one wa>'e-length 
only — a well-defined relation is found to exist between 
the intensity of the transmitted light and the tempera- 
ture of the source As optical pyrometers are used 
for tem|)eratures above i 000*' C. in most cases, in- 
volving the use of such glass, it will be necessary 
briefly to consider the relations between the wave- 
lengths of light and the temperature of the radiating 
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substance, which in all cases will be assumed to be 
a black body. * 

Wien’s taw. - When the temperature of a sub- 
stance increases, the enhanced brightness wljich results 
is shared by all parts of its spectrum ; and if the 
substaace were viewed throujjh a ‘^dass prism, it would 
be noticed that every portion was brii^hter than before. 
Taking a ra\' of wave-length A, the relation between 
its intensity and the tem[)erafure of the (black-body) 

source is ijiven bv Wien’s formula 

• ^ 

J = r,A . . . I) 

where J = ener^n' correspond in to uave-IeiiRth A ; 
e = the base of the natural s)'stem of Ioj;arithms ; 
T = absolute (thermodynamic) temperature of the 
black-body source, and c, and are constants, the 
values of which may l)e found b\’ measurin^^ J at 
two known temperatures for li^ht of a known wave- 
lenj^th. Experiment has shown that this formula 
is correct for wave-lengths which lie in the visible 
spectrum, but docs not hedd for lonj^er waves ; and 
modificcitions of Wien’s equation have been j^iven 
by Jdanck and others which are of more extended 
application. • For the purposes of optical pyrometry, 
however, usin^ red light of wave-length about 
65 millionths of a centimetre, Wien’s law may be 
applied with great accuracy ; and a calibration based 
upon this, law agrees closely with the values obtained 
by other pyrometric methods. 
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Wien’s formula may be written in the form- 
logioJ = Kj-l-Kgi . 


( 2 ) 


K - . ^ 

^2 “ ^2 * 


where Kj = log fj - 5 log X and 
This simplified expression shows a linear gelation 
between log J and ,J. ; and hence if the temperatures 

corresponding to two intensities be known, the results 
may be plotted on squared paper in the form of a 
straight line connecting T and J, from whPch line 
intermediate or extraneous readings of temperatures 
may be obtained for any given intensity. Another 
useful form of Wien’s equation, referring to the ratio 
of two intensities J, and Jj, is as under : — 


log|'=^ 




■J. 


(trt.) 


( 3 ) 


where T.^ and T, are the absolute temperatures corre- 
sponding to J2 and Jj. The value of q is 1 450CKX), 
when \ is expressed in millionths of a centimetre. 

Evictently, if the ratio and the value of Tj, X, and T| 

Ja 

be known, T, may be calculated. When X is not 
known, as in the case of a piece of red glass for which 
its value has not been determined, two readings at 
known temperatures will establish the value of 

^ results may then be calculated. 

A 

Examples illustrating the application of the formula 
will now be given. 
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Example /.— *» ..lack body at an absolute tem- 
perature T, is found to give twice the intensky 
observed at i 200° abs. , the comparison being 
made with red glass transmitting wave-length 
35 X 10“’^ cms. To find the value o^'l',. 

Applying values to formula (3) 


■or 2 = ' 1,,^, 2-;i8 3 X 


md 


( ' 

\i 200 



0-30.0= '‘♦ 50 °°o ’°-434 > _L\ 

65 \\ 200 I / 

trom which T, = 1 237"" abs. 


Example U , — The intensity of the radiations from 
a black body at 2cxx)'' abs. are found to be 
equal to those from a given standard, taken 
as unity. To find the intensity at ^000 abs., 
compared with the same standard. X =3 
65 X 10"^ cms. 

Applying in (3) as before, 



L4.5?^ Ji^'434 3 / I _ J \ 

65 \2OOO 3 OCX)/ 


from which log J, = r6i5, and J, = 14-5, 


In applying Wien’s law to the calibration of an 
in.strument in which the intensity of a source may be 
measured photometrically against that of a standard, * 
an electric furnace (fig. 29) may be used, with a 
piece of iron in the centre, coated with oxide, wfiich 
gives black-body radiations. A thermo-electric 
pyrometer in contact with the oxide may be used 
to measure the standard temperatures, and bright- 
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nesses may then be compared with that of an amyl- 
acttate or other lamp j^ivin^ a flame of constant 
luminosity, 'lemperatures corresponding" to other 
intensities may then be deduced by calculatiop, as 
previously shown. 

Practical Forms of Optical Pyrometers,— The 

instruments used in practice fall under the following 
heads : — 

1 . 'I'he standard light«*is constant, and the intensity 
of the light from the source varied in the instrument 
un<il equal to the standard. (Fery, Le Chatelier, 
Wanner, and Cambridge.) 

2 The statiflard is varied until equal to that of 
the source, which may be reduced in intensity if this 
c.xcced that of the standard. (Holborn-Kurlbaum, 
made in commercial form by Siemens.) 

3 . 'I'he colour of the source is matched again.st a 
standard colour, made to agree with that obtained in 
. a given operation (Lovibond) ; or the source may be 
made to produce a standard colour by a polarising 
device ( Mesure and Nouel) ; or the colour of the source 
is extinguished by suitable absorbents (various forms). 

Examples of each type will now be described. 

Fury’s Optical Pyrometer. — This instrument 
* (shown in figs. 55 and 56) consists of« a telescope 
furnished with a side-branch, in which a standard 
lamp E is placed. Light from E is focused upon a 
piece of transparent glass F, inclined at an angle of 
45° to the axis of the telescope, from whence it is 
reflected into the eye-piece. To render the light 
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received from the lamp monochromatic, a piece of 
r6d glass is interposed between E and the mirror. 
The telescope is sighted on the hot substance, rays 
from which pass through a piece of red glass D, and 
thence th^•ough two wedges of darkened glass, which 
diminish the intensity to a greater or less^ degree 





Piu, 56.— Pkry’s Optical Pyromktkr. External View, 

according to the thickness of absorbent glass inter- 
posed, which is reduced by sliding the wedges apart, 
and increased by the contrary movement. After 
parsing through the wedges, the light proceeds through 
the inclined mirror to the eye-piece ; consequently, 
the appearance presented to the eye is that of a field 
illuminated one-half by the standard lamp, and the 
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other by the hot source. The adjustment consists in 
sliding the wedges, by a screw movement, until both 
portions of^he field are equally illuminated. A tem- 
perature scale is provided on the moving piece which 
actuates the wedges, and is derived b)' Wien’s equa- 
tion frqpi the thickness of the wedges interposed when 
equality is obtained. Calibration is effected by noting 
the thickness of the wedges corresponding to two 
known temperatures, from which a straight line con- 
necting thickness with the reciprocal of the absolute 
temperatures may be drawn, and actable formed*givi»g 
values of T in terms of the thickness of the wedges. 
The calibration may be extended indefinitely, the 
accuracy of the readings deq^ending upon the truth of 
Wien’s law. hY'ry’s optical inTometer is a convenient 
instrument for occasional readings of high tempera- 
tures, combining simplicity with portability. 

Le Ohatelier’s Optical P3rrometer. ~ This pyro- 
meter was the original form of instrument in which 
the temperature of a luminous source was deduced by 
photometric comparison with a standard light ; and 
Fury’s apparatus, described above, is merely a con- 
venient jnodification of the original. Instead of the 
absorbent glass wedges, Le Chatclier employed an iris 
diaphragm to.reduce the quantity of light entering the 
telescope ; the adjustment being carried out by altering 
^the si*e of the opening in the diaphragm until the 
brightness of the source agreed with that of the stan- 
dard. The intensity of the light received in the 
.Mescope will vary as the .square of the diameter of 
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the opening ; and calibration at two known tempera- 
tures with a given monochromatic glass 
enables a temperature scale corre- 
sponding to diameter of opening to be 
computed by W icn ’ s law. I.e Chatelier’s 
pyrometer is a valuable implement for 
research work in the laboratory, but is 
not so convenient for workshop pur- 
poses cIs Fc'ry’s modification. 

Wanner’s Pyrometer.—The prin- 
ciple of this pyrometer is the com- 
parison of the brightness of a red ray 
from the standard with that of the ray 
of some wave-length obtained from 
the source, both rays being produced 
spectroscopicall)’ and therefore being 
truly monochromatic. The brightness 
compared by the aid of a polarising 
I device, resulting in a somewhat com- 
plicated optical arrangement, which 
j'' p I is shown in fig. 57. Light from a 
|/\ standard electric lamp passes through 

the slit S,, and from the hot source 
^ through Sj. Both beams are rendered 

B parallel by means of an achromatic 

lens Oj, which is placed at a distance 
(]• - n equal to its focal length from the slits. 

The parallel beams are dispersed by 
:he direct-vision s|3ectroscope P ; and then pass through 
;he polarising prism R, which .separates each beam into 
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two beams, polarised in planes at riji^ht anodes. A bi- 
prism, B, placed in contact with a second achromafic 
lens, O2, is made of such an anj^lc that two fields of 
red Iji^ht, polarised in planes at rij^ht an^lcs^onc from 
the source and the other from the stamlarcl, arc focused 
on tha slit D. These fields are xiewed throujjh 
an analyser A, and are broiij^ht to eijual brightness 
by rotating; the analx'ser, to which a ^n-aduated 
scale is attached, the tem|)trature bcin^^ deduced 
from the anj^le through which the analyser is 
turned. 'I'lie calibration is elTecicd by \Vieif’‘s l{fw 
(equation (3) paj^e \/ 2 ), the intensities of standard 
and source beinj^ related to the anj^Ie of rotation 


as itidicated by the e<iualion. 


tail '0 where 


and J, represent the intensities of source and stan- 
dard respectively, and d an^Ie of rotation. Intro- 
ducing^ this value into Wien’s equation (paj^^c 172), 
the relation between 0 and F max' be shown to take 


the form lo^^ tan r? + .^„xvhere/i and /f are constants. 
Hence, if log tan 6 be plotted against a straight line 


is obtained, and hence by a few observations at 
known temperatures a calibration curxe may be 
drawn from which intermediate and extraneous 
readings may be obtained. Messrs Hadfield h*ave 
introduced* a special chart, dixMdctI so that actual 
readings in degrees C. may be taken directly by 
observing the angle ft As sent out for use, the 
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temperature scale is prepared beforehand, so that 
dlVect readings may be taken. 

As the standard electric lamp will vary in brightness 
with repeated use, means must be provided to restore 
it to its proper value. This can be done by placing a 
rheostat in the circuit of the lamp, and adjusting the 
current until the brightness, as viewed through the 
pyrometer, exactly agrees with that of a ground-glass 
surface illuminated by ft standard amyl-acetate lamp. 
The flame of this lamp really constitutes the standard ; 
bat a^it would be J^lown about by air-currenls when 
used in a workshop, the electric lamp, lighted by a 
portable battery, is brought to equality and used for 
general measurements. 

Cambridge Optical Pyrometer.— During the recent 
war the manufacture of pyrometers of this type was 
taken up by the Cambridge and Paul Instrument 
Company. The external form of the Cambridge 
optical pyrometer is shown in fig. 58, in which an ob- 
server is shown using the instrument, the accessories 
consisting of a 4- volt accumulator, an ammeter, and 
an adjustable resistance for regulating the current 
through the electric lamp used for comparison ; and a 
* standard amyl-acetate lamp for adjusting the electric 
lamp to the correct brightness. The scale is marked 
on a circular disc, and direct readings are obtained 
frofin the position of a pointer which rotates with the 
analyser. By interposing a monochromatic glass to 
dim the source, the range of the pyrometer can be modi* 
fied ; and instruments are provided in four langcttt 
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700®- 1 400'’ C. ; 9cxd”-2ooo®C ; 1 200“-2 500' C., and 
I400°-4000°C • 

The Caftibridge optical pyrometer has proved a 
usefiy instrument in skilled hands, and has been 
found of great service in the steel, glass, aiid pottery 
industcies. Trained observers have found it possible 
to detect a difference of 10" C. at the region of 


4r 
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Fig. 58.— Cambridge Optical I’vromktbk. 


I 900* C. The adjustment of the two fields to equality, 
however, involves a judgment which varies* with 
different observers, and in practice it is advisable for 
one individual to be entrusted to take all readings. 

^ Holborn-Ktirlbaiim Pyrometer. —In the optical 
pyrometers previously described a constant standard 
is used, and the brightness of the light from the sdbree 
vaurt^ until equality is obtained. The idea of varying 
vUie brightness of the filament of an electric lamp until 
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temperature from the current taken by the lamp, was 
die to Morse, who used a filament in the form of a flat 
spiral, heated by a battery of E.M.F. 40 \folts. This 
spiral was placed in a metal tube and interposed 
between the eye and the heated object. The Holborn- 
Kurlbaurn pynjmeter, as made by Siemens, is a refine- 
ment of that of Morse, and capable of reading over a 
more extended range. In fig. 59, L is a small electric 
lamp with a hairpin fiUment, as shown at A. This 



lamp is placed in a telescope, so that the filament is 
in the focus of the eye-piece and is lighted by a 4-volt 
accu\nulator, in series with which is a rheostat, R, and 
a milliammeter, M. The heated source is focused by 
moving the object-glass of the telescope, and both 
lamp and source are viewed through red, glass placed 
in front of the eye-piece, D. The rheostat, R, is 
then adjusted until the tip of the filament is indis- 
tinguishable from the background, which isflluminated 
by the source. If the lamp be too bright, the filament 
will appear as a bright line; if duller than the sourcci 
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as a dark line ; and when equal to the source it 
will merge into the background. When equality^ is 
obtained, the mllliammeter is read, and the temperature 
deduced from the current taken by the lamp. 

iTie relation between current and the temperature 
of the filament varies with each lamp, but is in all 
cases represented by a formula of the type 

where C' — current, / = temperature in degrees C.,and 
a, by and c are constants depending upon the lamp 
used, and which can be deteilninetl by maTcing a 
number of observations at known temperatures. The 
instrument is calibrated in this manner by the makers, 
and a scale affixed from which temperatures may be 
read corresponding to observed currents. 

. When the temperature of the source exceeds that 
of the standard at maximum current, an absorbing 
device, K, consisting of two prisms of darkened glass, 
with their reflecting faces parallel, is placed over the 
end of the telescope, so as to reduce the intensity of 
the source below that of the lamp. A separate cali- 
bration is performed with the absorber in position, 
and a second temperature scale provided, from which 
readings are taken when the absorbing device is used.^ 
Fig. 60 represents the instrument as made by Messrs 
Siemens, for use in a fixed position, the teleyope, 
milliamineter, and rheostat being mounted on an 
upright supported by a tripod, and the current 
obtained from a portable accumulator. A second 
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form (fig. 61) is designed for use in cases when 
ob^rvations at a number of different places are 
required, the rheostat being mounted on thfe telescope, 
and the milliammeter contained in a leather cas& pro- 
vided witlf shoulder-straps. 



Fig. 60.— Sikmens* OmcAL Pyrometer, on Stand. 

w 


The adjustment in this pyrometer is simple, and 
the condition of equality sharply defined. Whereas, 
in matching the colours of two contigudus fields, 
s^^rate observers may disagree to an extent repr^ 
sentihg 40'' C. or more, a divergence of 10* C is 
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seldom exceeded when different operators adjust the 
tip of the filament to extinction. In a special test*to 
decide thiSr point, the author compared the observa- 



Fio. 61,— SiRMENs’ Optical Pvrometkr, Portablk Foiy«. 

ions of ffve persons, some trained and others un- 
rain^, .with the result that all agreed to within id* 

It st^y temperature in the vicinity of i 200® C ; ■ ^ 
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and in this respect the Holborn-Kurlbaum pyrometer 
is superior to other forms of optical pyrometer. The 
continuous accuracy of the readings depends upon 
the permanence of the standard lamp, which ^ en- 
sured by bver-burning for 20 hours, after whicfi the 
lamp may be used at its proper voltage for a long 
{period without further change. As used for occasional 
readings in the workshop, such a lamp will last for 
a year or more withc^jLit varying in brightness by 
an amount repre.senting 10" C‘. at a temperature 
ot 1^00" <,-• When a new lamp is used, 'A fresh 
calibration is necessary ; the makers, however, in 
such case .send out a new temperature scale with 
the lamp. 

Lovibond’s Pyrometer. — It is possible, by the use 
of coloured glasses superposed, to match closely any 
given colour ; and Lovibond, whose tintometer for 
this purpose is well known, has applied this method 
to temperature measurement. Taking the case of a 
block of steel in a furnace, it is possible to arrange 
combinations of glasses which, when illuminated by 
a standard light, will give the same tint as the steel 
at any specified temperature. If it be desired to work 
the steel at 850® C., for example, glasses are provided 
which, when viewed by the light transipitted from a 
4-volt glow-lamp, using a constant current, represent 
thenint of steel at 840“, 850^", and 860° respectively. 
The image of the steel is reflected by a mirror through 
one hole in a brass plate, which forms the end of a 
wooden box, at the opposite end of which an eye- 
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pifece is placed. A second hole in the brass plate 
receives light from the standard lamp, after passing 
through the glasses ; and the appearances of the 
two .lights are then compared. A skilled e\ e can 
readily detect a disagreement in tl»e ^wo fields 
corresponding to 10 C.: and by iiUnxlucing the 
glasses in turn it can be observed whether the steel is 
within 10"" C. of the temperature required. This in- 
strument is cheap and simpk?, but is obviously only 
useful in deciding a pre-arranged temperature, as to 
take 5 measurement at an undefined ^emjiiratRre 
would involve an unwieldy number (jf glasses, and 
absorb a considerable time. 'I'he correct glasses 
to use for a given operation are decided under 
working conditions at temperatures measured by 
a standard pyrometer ; after which any number 
of instruments may be made from glasses of the 
same colour and absorptive power as those used in 
the calibration. Correct matching is difficult below 
700° C. 

Mesurt and Nouel’s Pyrometer. -This instru- 
ment, shown in fig. 62, consists of two Nicol prisms, 
between which is placed a piece of quart/ cut {xjrpen- 
dicularly to its axis. Light from the source, in pa.ssing 
through tht; first Nicol prism, is all ^jolarised in the* 
same plane ; but on passing through the quart/ is 
polarised in various planes, according to the Wave- 
length. The colour seen after passing through the 
second prism, used as analyser, will dejxind upon the 
angle between this and thp nr nnlaridncr nriem 
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The analyser is connected to a rotating disc, divicfed 
inllt) angular degrees ; and on viewing the heated 
source the colour will appear red if the Analyser be 
turned in one direction, and green if rotated in the 
opposite. * The intermediate colour is a lemon-yellow ; 
and the adjustment consists in rotating the apalyser 
until this tint is obtained. The angular reading is 
then taken, and the temperature read off from a table 
prepared by making observations at known tempera- 
tures. Observers may disagree by as much as ioo° C. 





Kio. 6a.— M esurjJ; and Noubl’s Pyrometer. 


in using this pyrometer, owing to differences in eye- 
sight and judgment of the lemon -yellow tint ; but a 
given operator, who has trained himself to the use of 
the Instrument, may obtain much closer results with 
practice. The chief use of this device is to enable a 
judgment to be formed as to whether a furnace is 
above or below<cm assigned temperature, .within limits 
of 25® C. on either side at the best ; and hence it is 
conTcnient for a foreman or metallurgist to cany 
i^ut for this purpose when other pyrometers are nc^ 
in use, A great advantage is that the inStrunieiit is 
always ready for use, and has no accessories, ' 
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tiolour - extinction Pyrometers. ~ Various at- 
tempts have been made to produce superposed glasses, 
or cells of*coloured fluids, which will have the effect 
of ej|finguishing the colour of a heated source. As 
an example, three cells containing various dyes in 
solutioji may be prepared which, when looked through, 
will extinguish the colour at 840°, 850^ and 860'' C. 
respectively. If it be desired to work at 850”, a 
difference of lo*" on either side may be detected by 
a trained eye ; but to follow a changing temperature 
a large number of cells would evi^lcntly b« neoansaiy. 
Heathcote’s extinction pyrometer, in its early form, 
consisted of an eye-shade in front of which two pairs 
of cells containing coloured fluid were mounted. In 
bringing a furnace to an assigned tern f)cratu re, observa- 
tion was made from time to time until a faint red 
image was perceived through one pair of cells, when 
the heat supply was regulated so as to maintain the 
existing temperature. When viewed through the 
second pair of cells, which contained a slightly darker 
fluid, no red image was to be seen at the correct 
temperature. With training, a workman coulcf con- 
trol a (pmace to a fair degree of accuracy by this 
means, but the operation was tedious, and useful only 
for the attainment of a single temperjflure. In a later 
mstrument, known as the “Pyromike” (fig. 63), 
Heathcote employs a single cell with flexible walls, so 
by turning the screw-end, the length of the column 
pf fluid interposed between the eye and the furnace 
be altered. In taking a r^^ding, the furnace is 
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sighted and the screw turned so as to increase the 
length of the column of coloured fluid, until the 
image is no longer visible. A direct ‘reading of 
the temperature is then obtained on a spiral ,^cale 
marked on the cylindrical body of the instrument, 
over which the screwed portion rotates. This forms 
a simple and convenient temperature gauge for 
workshop use. 

The “ Wedge ” Pyrovneter, designed by Alder and 


/ •• Wki/.UOflGE ^ I 


I’K;. 63. “ liK.VTHCOTK’s EXTlNn iO.N I’VKUMBTER OR “ I'YKOMIKK.” 

Cochrane (fig. 64), consists of a small telescope 
through which a prism of darkened glass may be 
moved, and which is focused on the heated, object. 
By turning a head the wedge may be moved so as to 
interpose a thitker layer of dark glass between the 
eye and the furnace, and the same operation causes 
a teitiperature scale to pass in front of a fixed pointer. 
When the image of the hot source is just extinguished, 
the temperature is read from the mark opposite the 
fixed point. T raining Is needed to enable an observer 
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to*judge the exact point of extinction, when it becomej 
possible to obtain results of 20*^ C. in the regiontol 



I'lr.. 64,— “\Vkih;k” PvKuMHThk. 

I 300*" C. * 0 n the other hand, when used by one un- 
accustomed to the instrument, the reading may be 
wrong by 50° C, or more. As an aid to the judgment 
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near the extinction point, the hand may be interposed 
botween the telescope and furnace, when, if extinction 
be complete, no alteration should be observed in the 
field of view. The simple construction of this pyro- 
meter is ah advantage, no accessories being needed ; 
and when used with the precautions stated ^above, 
readings sufficiently close for many processes can 
easily be obtained. 

Management of Optical Pyrometers. ~ Careful 
usage is essential with optical pyrometers, which are 
liabl»-t3 got out of ^adjustment with rough handling ; 
and for this reason a trained observer should be in 
charge of such instruments. Skilled attention is 
equally requisite in taking readings, as the matching 
of tints correctly is an operation which demands a 
high degree of judgment. Careful attention must be 
paid to the standard lights ; if flames, regulation to 
the standard height is essential ; if electric lamps, 
care must be taken not to use them for a longer period 
than necessary, in order to increase the useful life. 
Accumulators should be recharged regularly — say 
once in two weeks— to keep in good order. Separate 
parts, such as absorption glasses, should be Ijept in a 
p^ace of safety, as their destruction may involve a 
new calibratioif. It should be kept in mind that the 
temperatures indicated by optical pyrometers are 
“ black ” temperatures ; that is, they correspond to 
the readings that would be given by a bla*ck-body of 
the same degree of brightness. In consequence, 
readings should always be taken under black-body 
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cotiditions, the precauiions in this respect bein^i 
identical with those necessary for total-radiatbr 
pyrometer^, given on page 163. In some special 
casei^the connection between the apparent and true 
temperatures has been worked out for a giv*en tyj^e of 
pyrometer, but, owing to the different emissive powers 
of different substances, no general relation can be 
given. 

Special Uses of Optics Pyrometers. - I'he 
advantageous use of optical pyrometers is restricted 
to observations at temperatures Jbeyond Ihe 
instruments which have the working part in the 
furnace ; or to cases in which occasional readings of 
temperature suffice. To follow a changing temjxjra- 
ture continuous adjustment is necessary, involving 
labour, and therefore costly. Amongst workshop u.ses 
may be mentioned: (i) ascertaining the tempera- 
ture of pottery kilns and glass and steel furnaces ; 
(2) in the treatment of steels at very high temj)erature.s, 
to which end the pyrometer may be set to a given 
reading, and the process carried out when the steel is 
observed to attain .such assigned temperature ; (j) to 
take cospal readings when a number of furnaces are in 
iise, or when a number of sighting-holes are provided, 
as in large, brickmaking furnaces and (4) for 
occasional observations of the firing end of rotary 
ieerDien' kilns. As an instrument of re,search in* the 
bbblatory,* a good form of optical pyrometer is 
useful, as, for example, in investigating the 
asking temperatures of electric lamps, and taking 
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observations in electric furnaces. It is a groat 
drawback that records cannot be taken, by optical 
pyrometers, as much valuable information can be 
gathered from an accurate knowledge of temperature 
fluctuatioifs in most operations. This disadvantage 
must always militate against the general use of 
these instruments. 



CHAITKR VII 

UALORIMETRIC PYROMETERS 

General Principles. -If a yiecc hr)t metal, of 
known wei<;ht and .‘ipccific heal, be dro|)|)cd into a 
knowif weijrht of water at a temperature iji’lijch 
ri-ses to /., in consequence, the tciliperaturc of the hot 
metal, can be obtained by calculation as shown by 
the following example 

Example.- A piece of metal weighing too grams, 
and of specific heato i. is heated in a furnace 
and dropped into 475 grams of water, con« 
tained in a vessel which has a capacity for 
heat equal to 25 grams of water. The tern- 
l^erature of the water 'rises from 5 to 25'' C. 
To find the temperature of the furnace. 

The heat lost by the metal is ecjual t<i that 
gained by the water and vessel. Kquating 
the.se, 

looxo-i x(/„->25)-(475+^25)x(25 -.5) 
from which i 023'' C. 

The above calculation, which applies generally to 
this method, depends for its accuracy upon a correct 
knowledge of the sf^ecific heat of the metal used. 
iy5 
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This value is far from constant, increasing as the 
terpperature rises, and the result will only be correct 
when the average value over a givers range is 
known. 

The mrtal used in the experiment should not 
oxidise readily, and should possess a high melting 
point. Platinum is most suitable, but the cost of a 
piece sufficiently large would considerably exceed 
that of a thermo-electric or other outfit. Nickel is 
next best in the.se respects, and is now generally u.sed 
for<5 tUfir cal, gri metric method, up to 1 ooo'* C,* The, 
specific heat varies to .some extent in different .speci- 
mens, but can be determined for the ranges involved ' 
in practical use. This may be done by heating a 
given weight to known temperatures and plunging 
into water, the result being obtained as in the fore- 
going example, in this case being known and .the 
specific heat calculated. From a .series of such 
ieterminations, a curve may be plotted connecting 
specific heat and temperature range, from which 
Intermediate values may be read off. 

Rejfiiault, who first suggested the calorimetric 
method for high temperature measurement, attempted 
to measure the specific heat of iron over different 
ranges, with a view to using this metal in^the process 
Owing to the absence of reliable means of determin 
ing the experimental temperatures, however, Rej^ 
naulPs values were considerably in error.* For th< 
range p to 1 000® C. he gave the average specific {le^ 
iron as 0*126, a figure much below the tfutfi. 
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tIius, if a piece of iron be heated to 970° C., a? 
measured by the thermo-electric method, and droppec 
into water *the temperature calculated from an assumed 
specific heat of 0*126 will be found to bj 1 210®, 01 
240" too high. The values now employed are obtained 
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Rtnge oF Temperature From 0*C. 

FlO. 63.--SPKCIFIC ifKAT OF NiCKKL OVER KaN(;ES FROM 0* C. 


by experiments with a thermo-electric pyrometer, so 
that temperatures deduced by the calorimetric method 
agree, within the limits of manipulative error, with 
tnose of the standard scale. The accompanying curve, 
6$, shows the average specific heat of nickel over 
ail psmges between o'' and locx)*^ C., and from this 
^rye ^e correct figure to use in the calculation for 
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any range may be determined. Thu.s tor a turnace 
befween 800'* and cjoo° C. the specific heat would be 
taken a.s 0’i36; and although the choice ot the value 
to be takeji involves a knowledge of the temperjiture 
within 100”, .no difficulty arises in practice, as it is 
easy to judge this limit by experience at temperatures 
below I 000“ C In the most approved forms of calori- 
metric pyrometers for industrial purposes the tempera- 
ture of the hot metal *lnay be read directly from a 
scale, prepared in accordance with the value ajjplying 
to*the ^pecffic heat »t various ranges. 

Chopper and iron are still used to a limited extent 
in the.se pyrometers, but lose continuously in weight 
by oxidation, the scales of o.\ide falling off when 
quenched, necessitating weighing before each test to 
ensure accuracy. Nickel oxidises very little below, 
I 000° C., and as the thin film of oxide which foVms 
does not readily peel off, the weight may increase 
slightly. Quartz would probably be more suitable 
than metals, not being altered by heating and quench- 
ing, J[)ut does not appear to have been tried for this 
purpose. Another possible materia! is nichrom, which 
resists oxidation below 1 000'' C. The weight of the 
solid should be at least of that of the water, in 
order to ensure a tangible rise in temperature, and 
the thermometer should be capable of detecting pf 
a degree C. The rise in temperature shopld not be 
30 great as to cause the water to exceed the atmo- 
sphere in temperature by more than 4® or 5“ C., as 
otherwise radiation losses would have a marked effect. 
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rRc limits oi accuracy of the method will be shown 

5 y reference to examples. 

• 

Example L — A piece of nickel, v^eijjhing 100 fjrams, 
k is placed in a fur nace, and after heatiyg dropped 
into 2000 grams of water at lo"' i'., contained 
,in a vessel of water equivalent 50 grams. The 
temperature ri.ses to 16-25" C. The specific 
heat of nickel for the range is 01 37. To find 
the temperature of the furnace and the limits 
of accuracy, the therfiiometer being readable 
^ to C. liquating heat lost l)y the nickel to 
that gained by the water j^nd vessr^l;- 

100 • 0137 ■ (.r- 16 25) 2 oso ■ (i6‘25 io o) 

from which x = 952" C. 

If the error in e.ach thermometer reading 
amounted to the maximum differente in 
the above calculation is obtained by intro- 
ducing the altered values as under : - 

100 ■ 0*137 (4 • 16 225) 2050 (16*225 10 025) 

whei\.v — 944' ('. 

The maximum error due to a jx)ssiblc in- 
correct reading of is therefore less than I 
per cent. ^ 

Example Jf — The loss of heat by radiation in 
•transferring lOO grams of nickel at 927'’ C., 
possessing a surface of 30 square centimetres, 
and.with radiating power 07 t>f a black body^ 
may be shown by the fourth-power law to be 
50 calories per second (see page 139). Jf two 
spends were occupied in the transfer, the 
error from this cause would be 1 in 130 ; and 
. adding this to the thermometric error, the 
total is less than 2 per cent. 
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Practical Forms of Oalorimetric Pyrometers.*— 

W]ien required to estimate the temperature of a muffle 
furnace or other laboratory appliance, a sheet-copper 
vessel of about i 500 c.c. capacity may be used. ^This 
.should rest on wooden supports in a second similar 
ves.sel, about’ 2 inches wider, which acts as a shield 
against radiation. A cylinder of nickel about i J inches 
long, and i| inches in diameter, with a hole of ^-inch 
diameter in the centre,^^is suitable for test purposes. 
This may conveniently be heated in a nickel crucible : 
anjl ^4/l\en J^ansferring to the water the crucibfe may 
be grasped with a pair of tongs, and tilted .so as tc 
allow the cylinder to drop into the water. When used 
in a tube furnace, a length of thin nickel wire may be 
attached to the cylinder to enable withdrawal to be 
accomplished rapidly, allow'ance being made for the 
weight of the heated wire. The transfer should be 
accomplished as speedily as possible, to avoid radia- 
tion errors. The figure to be used to represent the 
specific heat of nickel may be obtained from the curve 
(fig. 65), when the range to be measured is approxi- 
mately known. The water equivalent of the vessel 
and thermometer should be determined as follows ; — 
Place in the vessel one-halE the quantity of cold water 
used in the experiment— say 750 c.c. — aqd note th< 
temperature after stirring with the thermometer, 
Then, add an equal quantity of water at a tempera- 
tiK‘e.(/|) about lO"* higher than A* Mix tHbroi^hly 
with the thermometer, and note the temperature oi 
the mixture {Q. Check results may be obtained by 
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varying the proportions of cold and warm water, tlie 
tbtal quantity always being equal to that used |or 
quenching the hot nickel. If VV^ =» the weight of cold 
watej, and VVj that of the warm, the water equivalent 
(x) is obtained from the equation 

This figure represents the wjight of water equal in 
thermal capacity to the vessel, aiul in a pyrometric 
measurement is added to the weight of wjUer J^l^en. 

In industrial practice, it is desfrable to dis|>ense, if 
possible, with the necessity for calculations, so that a 
reading may be taken by an unskilled observer. The 
earliest form of calorimetric pyrometer, patented by 
Bystrom in 1862, consisted of a lagged zinc vessel 
*inta which a piece of platinum was dropped, and a 
table was provided from which the temperature of the 
furnace coulct be read by noting the rise in tempera- 
ture of the water. The modern industrial form, made 
by Messrs Siemens, will now be described. 

Siemens’ Oalorimetric or *' Water ” Pyrometer.— 
Fig. 66^ shows this instrument in longitudinal and 
transverse section. It consists of a double copper 
vessel, the ipner containing water, and the outer pro- 
vided with a handle. The space between is lagged 
^iXh |elt, to prevent escape of heat from the Miater. 
theriftometer, is protected by a perforated 
tube from damage that might be caused on 
iliirbpping in the hollow nickel cylinder, cL Opposite 
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the Stem of the thermometer is placed a sliding-piScc 
r, ^on which a temperature scale is marked. In using 
the instrument, the specified 
( I quantity of water is placed jp the 

i inner vessel, and the pointer on c 

I brought opposite to the^top of 

1 1 the mercury column in the ther- 

j| |‘ mometer. The nickel cylinder, 

j! ' which has been heated in a cru- 

cible or muffle in the furnace, is 
then dropped in, and th^ vessel 
shaken to secure an equal tem- 
perature throughout the water. 
When the thermometer is sta- 
tionary, the mark on c opposite 
the top of the mercury gives the 
temi)erature of the furnace,® the 
scale on c having previously 
~ been marked from calculations 

made for each 50 degrees. The 
correctness of the reading evi- 
^ dently depends upon the accu- 

L ^ ^ racy with which c h^s been 

calibrated, an operation which 
0 involves taking into account the 

Fic. 66. -SiKMKNs’ water equivalent of the vessel 

* WAtuR*’ Fyromktbr. and the variation of the specific 

heat of nickel at different tem- 
peratures. Allowing for the sources of error attaching 
to the method, results by this pyrometer cannot be 
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g^uaranteed to better than 2 or 3 per cent, at 900'' or 
I 000° C., but in cases where this degree of inaccurj^y 
is not of importance, the instrument may be used 
with advantage. As no calculation is necessary, the 
determination may be made in the workslfop by any 
workn^an who exercises cjire in conducting the oj^era- 
tion. Copper and iron cylinders are sometimes 
supplied instead of nickel, but are not to be recom- 
mended, as they decrease in#weight with each test, 
and necessitate the use of a multiplying factor to 
convert the reading on c into thejtrue temperature.. 

Special Uses of Calorimetric Pyrometers.— 
The great drawback to the calorimetric method is 
that each observation necessitates a separate experi- 
ment, involving time and labour. I'he accuracy, 

, moreover, is not comparable with that obtainable by 
the* use of a thermo-electric or resistance pyrometer ; 
and practically the only recommendation is the low 
initial cost of the outfit. When an occasional reading 
of temperature, true to 3 |)er cent., suflfices, the calori- 
metric pyrometer may be used ; anri in special 
laboratory determinations the method will frequently 
be found of value. Considering the low cost of 
thermo-electric pyrometers at the pre.sent time, it is 
probable that the calorimetric method will be entirely* 
superseded in industrial practice, as the former method 
gives a continuous, automatic reading, and is capable 
of furnistiing records. Many firms have already fie- 
ptaced their ‘ ' water ” pyrometers by the more accurate 
and useful appliances now available. 
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FUSION PYROMETERS 

General Principles.— If a number of solids, pos- 
sessing progressive melting points, be placed in a 
furnace and afterwards withdrawn, some may be 
observed *fo have 'undergone fusion whilst others 
would be unaffected. The temperature of the furnace 
would then be known to lie higher than that of the 
melting point of the last solid melted, and lower than 
that of the first which remained intact. Taking, 
for example, a series of salts, the following might be* 
used • 


Salt. 

Mating Point. 

Deg. Cent. Deg. Fahc. 

t molecule common salt+ \ 

1 molecule potassium chloride / 

650 

' 1 202 
e 

Common salt 

800 

147a 

i 562 

Anhydrous soditim carbonate . 

850 

.. ,, sdiphate . 

Sodium plumbate 

900 « 

105a 

1000 

1831 

Anhydrous potassium sulphate 

1 070 

19S» 

magnesium sulphate 

1 150 

2102 


If, on inspection, it were found that the sodittin 
sulphate had melted, whilst the sodium plumbatt 
204 
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ha<l survived, tie temperature of the furnace would 
bft known to lie between 900^ C. and 1 000" (*. If a 
number of salts or other solids could be found with 
melting points ranging between 900"^ an<J i ooo^ it 
woul(Jbe possible to obtain a reading withiis narrower 
limits. The accuracy of, the method iif all cases is 
decideJ by the interval between the melting points of 
successive test materials, 

Wedgwood, the famous patter, appears to have 
been the first to apply this method of determining the 
conditit>n of a furnace, his test-pieces consisj^'t^ of 
special clay compositions. The ^ect of tlie furnace 
on these was noted, and the suitability of the tem- 
perature for the work in hand deduced from the 
observations. Wedgwood in this manner investigated 
the variations in temperature at different levels in hi.s 
tiring-kilns, and was thus enabled to place the various 
wares at the positions best suited for their successful 
firing. Modern potters still use such test-pieces, as 
the information gained is not merely the degree of 
heat, but the effect of such heat on the articles under- 
going firing. The fusion method, however, is •now 
used to determine the temperature of all kinds of 
fumaoes* and the chief modifications will now be 
described. 

; lifer Pyramida or “Cones.”— Seger, of Berlin, 
jm^Ila^ed in 1886 an investigation dealing with the 
of silicates of progressive melting points* 
^aiying the composition, he was able to produce a 
vifjfies 6f materials with melting points ranging from 
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I 890“ C. to 590'’ C, the interval* between succes»vc 
compositions being 20® between i 890^ and 950®, atrd 
3(^ from the latter temperature to 590°. Jhe highest 
member of Jhe series has the composition AI2O3, SiO.^; 
and the lowest member 2810^, hor convenience 

in use the m'aterials are made in the form of triangular 
pyramids, 5 cms. in height, and each side of the base 
I ‘5 cms. long. Each pyramid is stamped with a dis- 
tinguishing number, and altogether 60 are made to 


B A 



cover the range 1 890' to 590®. When conducting a 
test, several pyramids are selected with melting points 
known to be near the temperature of the furnace, as 
discovered by previous trials. These are inserted in 
the furnace standing on a slab of refractory material, 
as in fig. 67, and may be watched through *a sight- 
hole or withdrawn from the furnace for examination 
after attaining the existing temperature. ' If the right 
pyramids have been chosen, the appearance presented 
V'ill be as in fig. 67, in which D is seen to have 
collapsed completely, C has bent over, B has been 
rounded at the top, whilst A is intact. The tempera^ 
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tut% of the furnace is men taken to correspond to the 
ntclting point of C, which is found by reference to a 
table in which the meltinj^ points correspondinj:! to 
the different distin^uishinjj numbers are g^vcn. The 
pyraiSids are extremely cheap, and only Uiose with 
melting points near to the working tcm|>^rature need 
be purc*hascd. In cases where it is desired to increase 
the heat to a specified point, and then to allow the 
furnace to cool, these pyramid^fiilfil all requiremenls ; 
an examination through a sight-hole closed with 
darkened glass enabling the furnace atteiujaiU to 
discover when the requisite tenf|)erature has been 
attained I he procedure is more difficult when it is 
desired to maintain a steady temperature, as this in- 
volves frequent renewal of pyramids already melted. 
These appliances are sold under the name of Seger 
•“ copes,” the latter word being evidently a misnomer, 
Watkin’s Heat Recorder. — I'his arrangement 
consists of a small block of fireclay, having a number 
of cylindrical holes in its upper face. Pellets of 
materials of progressive melting points are placed in 
the holes, in which they fit loose!)’. 1’he bhick is 
placed in the furnace, and afterwards withdrawn and 
examined, when those which have completely melted 
will be seen to have sunk, and to pc^sess a concave 
surface ; others which have been superficially fused, 
Nfill show rounded edges, whilst others will be ir^jtact. 
The melting point of the highe.st member of the series 
which is observed to have rounded edges is taken as 
the temperature of the furnace. The materials used 



208 


PYEOMETRY 


in the manufacture of the pellets are approximatbly 
the same as those employed by Seger, being the sarile 
in number (6o), and differing progressively by similar 
intervals. J t is not evident that the method of observa- 
tion is sujierior to the use of pyramids, although some 
workers ma;^ prefer it, and Jthe arrangement is merely 
an alternative plan of using the Seger compositions. 
Watkin has also introduced a modification in which 
straight bars of clay compositions are supported at the 
edges, the temperature being deduced by observing 
whjcjfi jiumbers melt, droop, or remain intact. ' 

‘ ‘ Sentinel ” Pyrometers. — Under this name, 
Brearley, of Sheffield, has introduced a number of 
compositions, chiefly of salts, which possess definite 
melting points. These are made in the shape of 
cylinders, about i inch long and | inch in diameter, 
which collapse completely when the melting poiat is 
attained. Compositions have been found which melt 
at certain temperatures known to give t^e best results 
in the treatment of different kinds of steel, and a 
cylinder of correct melting point, placed in the furnace 
on a ''small dish near to the steel, furnishes a simple 

and correct clue to the attainment of the desired 

0 

temperature. The existing condition of a furnace 
„ may be discovered by taking a number of cylinders, 
having progressive melting points, and making ofe 
scrvations after the manner described under vftis 
heading of Seger pyramids. A few ‘^‘^ntin^^ 
cylinders are frequently of use in the workshop 
laboratory for other purposes, such as a rapid 
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of a given temperature in confirmation of the reading 
of an indicating pyrometer, or in discovering whetl^Jr 
a certain te*hiperaturc has t)cen exceeded in a given 
case. ^ “ Sentinel cylinders have been usc^l in such a 
manner as to give audible warning of th^‘ attainment 
.o£ a given temperature h\- means of a metal rod, 
which is made to rest on the cylinder, and which, 
when the cylinder melts, falls and com[)letes the 
circuit of an electric bell. 'I Jic upper range attain- 
able b^* the use of ordinary metallic salts is not so 
great as in the case of silicates, ^ut up 
metallic sulphates, chlorides, etc., or mixtures of these, 
give results quite as good as those f)btaincd with 
Seger pyramids. 

Stone’s Pjrrometer. — This instrument is intended 
Jto indicate the ci)rrect temperature at which a metal 
or rflloy should be poured, and consists of a silica 
tube at the bottom of which is placed an alloy melt- 
ing at the terr*perature at which the material (operated 
on should be poured. A silica rod rests fin this alloy, 
and is connected at its up|)er end to an iron extension, 
the extremity of which engages a pointer moving over 
a scale. • When the alloy in the silica tube melts, the 
rod falls through the molten mass and moves the 
pointer over^he .scale, thus giving a certain indication 
that the desired temperature has been attained. 
Arrangements exist for adjusting the pointer to V.ero 
at the commencement of a test, 

Fufible Metals. — Instead of clays or salts, a 
number of metals and alloys are sometimes used. 

14 
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These are placed in the form ot snort rods in num- 
bered holes in a piece of firebrick and inserted in tfte 
furnace, and on withdrawal those which •have under* 
gone fusicffi will be seen to have taken the fym of 
the holes*ir^ which they were placed The tempera- 
ture of the furnace is considered to lie betwjpen the, 
melting points of the last of the series to undergo 
fusion and the first which remains unchanged. A 
series of metals of tV.is description is more costly 
than clays or salts, but is more rapid in action, owing 
t« thc^iuperior conjjuctivity of metals. 

Fusible Pastes.— These consi.st of “salts', incor- 
porated with vaseline or other suitable fat, and are 
used to detect the attainment of a .s|jecified tempera- 
ture by a piece of metal. If, for example, it were 
desired to heat a piece of steel to 8cx)° C. for a given 
purpose, a paste containing common .salt mighft be 
smeared on its surface before placing in the furnace. 
On heating, the vaseline bums away, leaving a white 
mark due to the salt, and this white mark will be 
visible till the salt fuses. The disappearastce of the 
white mark therefore indicates that the required tem- 
perature has been reached ; and the method is simple 
and useful in cases where a number of articles are to 
be worked at a®uniform temperature. 
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BUSGELLANEOUS APPLIANCES 

Expansion and Contraction •Pyrometers. —Most 
substances, on heating^, exhibit an increase in size, 
and on cooling return to the orjginal dinorffiofuk 
If, however, h chemical alteration occur during the 
heating, the resultant material may be permanently 
altered in size, .so that on cooling the substance may 
be of less or greater dimensions than before. Both 
these phenomena have been applied to the measure- 
menf of high temperatures ; the permanent shrinkage 
undergone by ciay being utilised b\' W edgwood in the 
instrument which was the first practical p)Tometer ; 
the expansion of a solid by Daniel 1 , and of liquid by 
Nbrthrup..f^Both forms are still in use to a limited 
extent, and will now be described 
Wedgwood’s Pyrometer. — In 1782 Wedgwood 
introduced a method of determining the cpndition of 
II furnace by observing the contraetten shown by 
liyllnders prepared from a special clay. I'he measuring 
i^^Ico took the form of a tapered groove (fig. ^8) 
illijde In two parts, each 6 inches long, and one a con-' 
of the other. Each inch of the groove was 
into equal parts, makiyg 240 divisions in 
211 
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all, and .each division was called i degree, t'he 
v>iidth of the groove opposite the zero mark was 
0*5 inch, and opposite 240, 0*3 inch. Before firing, 
the cylinders entered the groove until the low^r end 
was opposite or near the zero mark ; and after being 
inserted in the furnace and allowed to cool on r.emovftl„ 
the cylinders were pushed as far as possible down the 
groove, when the mark opposite the lower end 
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indicated the condition of the furnace in terms of 
Wedgwood's scale. The degrees were, o£ course, 
arbitrary ; but with cylinders of uniform make a given 
position in the groove after heating always repre- 
sented the same furnace temperature, and thus 
furnished ai> indication more reliable than the ju<fg- 
'inent of a workman’s eye. Wedgwood attempted to 
express the divisions on his scale in terms of Fahren- 
heit degrees, and by extrapolation of results obtained 
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at ^he highest limits of the mercury thermometer, 
uliere i degree of contraction was caused by a rise of 
130“ F., arrived at figures which now appear ludicrous, 
but w|iich were accepted for fort)' vears. A ^ exam [)lcs , 
the melting point of silver was given as 4 74 7 ; of 

cast iron, 17977 ’ F ; and cjf wrought iron, *21 637" F. — 
the last figure being nearly 19000" higher than the 
present accepted value of 2770' V. The error arose from 
the assumption of uniform contraction with increase of 
temperature, and furnishes a striking example of the 
dangei*of indefinite extrapolation from mcagj;g dgt^. 
But although the expression of thcTesult in Fahrenheit 
degrees was so erroneous, the observed contraction 
always corresponded to a given condition of the fur- 
nace, and the firing was continued until that known 
to be the best for the work in hand was attained. 

* Tile permanent shrinkage referred to is caused by 
dehydration of the clay, and it therefore follows that 
this method c^n only give uniform results when exactly 
the same kind of clay is used for the test-pieces. A 
given manufacturer might secure consistent indica- 
tions by making a quantity cjf clay, to be •kept 
speciall)^ for this purpose ; but the same contraction 
at a given temperature would not be obtained by a 
second observer who also had preparqfl a quantity of 
clay, as slight differences in composition cause large 
v&riations in the observed contraction. ^ In pra(;tice, 
therefore, pyrometers of this type are not interchange* 
able^ and each user must standardize for his own 
special conditions. Wedgwood’s pyrometer is still 
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used to a small extent ; its replacement, however*by 
the more convenient and accurate instruments n(Av 
available is only a question of time. • 

Daniell’^ P3rrometer.--In 1822 Daniell published 
an accouit of a pyrometer based on the expansion 
of a platinufh rod enclosed jn a plumbago tube. One 
end of the rod pressed against the end of the tube, 
whilst the other end was free to move, and was con- 
nected to a multiplyi^ig device which magnified the 
expansion, the increased movement being indicated 
bj'^a {jointer, moving over a dial. The scale* on the 
dial was divided Evenly into a suitable number of 
parts, it being assumed that the difference between 
the expansions of graphite and platinum was uniform 
at all temperatures. The scale was calibrated as far 
as possible by comparison with a mercury thermo- 
meter, the remainder being extrapolated. Withwthi^ 
pyrometer Daniell obtained a value of 2 233® F. for 
the melting point of silver, and 3 479° F. for that of 
cast iron— results considerably higher than those now 
accepted, but much nearer than those obtained 
Wedgwood. Daniell’s pyrometer was widely used, 
and its modern representatives are fairly common. 
Platinum, owing to its cost, is no longer used in these 
instruments, \^ich are now generally ipade with a 
graphite rod encased in an iron tube, on the end of 
whi(;h the gj^duated dial is placed, as shown iTk 
69. Another form, commonly used in baiter’s 
is constructed with an iron rod surrounded 
porcelain or fireclay tube. 
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•The defect of •pyrometers of this type is that 
the coefficient of expansion of the materials alters 



• 

Fio. 69.— Expansion Pyrometer. 


• • 

lirltli prcflonged heating, causing the readings |o 
erroneous. Re-adjustment in boiling water 
^ eiiier substance docs not compensate properly for 
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this alteration, as both materials are not equally 
affected. Again, the readings will be too low unless 
thft whole of the expanding parts are in ihe interior 
of the furnace, in which respect this pyrometer is 
inferior to, a thermo-electric instrument, which may 
be inserted at any convenient depth, and may there- 
fore be used for a greater variety of purposes.* The 
chief recommendation is cheapness ; but an expansion 
pyrometer should never be used for work of precision. 
A graphite rod in an iron enclosure gives more con- 
sistent results than other materials. 

TcfortBruf's Molttjn Tin Pyrometer.— Tin melts 
at 232^ C., and boils at 2270" C. It does not give 
off vapour sensibly up to i C. , and expands 
with great uniformity. It is therefore suitable for 
measuring high temperatures on the same principle 
as an ordinary thermometer, and Dufour, in iqpo, 
attempted to make a high-reading thermometer by 
enclosing tin in a silica bulb. Northrup has con- 
structed an instrument in which the bulb and stem 
are of graphite, and the height of the molten tiriP is 
determined by lowering a nickel wire through a gland 
until it touches the tin, thereby completing an electric 
circuit and causing a bell to ring or producing a 
deflection on a galvanometer. The upper end of the 
nickel wire moves over a scale, which may be marked 
at two suitable fixed points, and the scale divided aif 
a% in the case of an ordinary thermometer. The 
durability of the graphite cover will determine ,th< 
utility of this pyrometer, and protection by some 
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gftod refractory wifi be essential to prevent oxidation. 
Such a pyrometer will not respond quickly to changes 
in temperature, but may prove useful in rcamng 
temperatures at ranges beyond the scop^ of present 
thermo - electric pyrometers. Northrup •anticipates 
that this instrument nit^- be used u[) !o i 800' C. 

Vapour-Pressure Pjrrometers. In the.se instru- 
ments mercur)' is placed in a stout steel tube, to 
which a pressure-gauge is attached, which registers 
the vapour-pressure of the mercury. Readings of 
pressure may be translated into temperaj^iyrcijiy 
calibration with a .standard pyroiiTeter. The range o( 
these instruments is limited — 600 or yoo ( ’. — and they 
are seldom used at present, having been suf^erseded 
by more modern types. 

Water-Jet P3rrometers. — In Ihe.se instruments 
water is passed through a pipe placed in the furnace 
or hot space at a definite rate, and from tlie ri.se in 
temperature jDroduced in the water that of the furnace 
may be obtained. An outfit of this kind entails the 
provision of a steady source of water* pre.ssu re, and the 
indications can only remain accurate so long cis the 
bore o^the pipe remains uniform. The calibration is 
made by comparison with a standard pyrometer. 
The drawbacks to the method are \\^ inconvenience, 
and the nece.ssity for continuous skiMed supervision ; 
&nd in consequence of these the arrangement is 
seldom uUed. 

J^uaumatic Pyrometers. — Attempts have been made 
to deduce furnace temperatures by blowing air at 
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uniform pressure through a pipe^iocated in the WDt 
space, and noticing the increase in the temperature of 
the air. In the Uehling pyrometer, air from the hot 
space is drs^n through an opening of fixed size by 
means of aoteam-jet, which acts as an aspirator. The 
opening is pfiiced at one ei^d of a chamber, and the 
steam-jet aspirator at the other end ; and a diapliragm 
with a central hole divides the chamber into two parts. 
The pressures existing in the two portions of the 
chamber vary according to the temperature of the air 
^drj^^V'nJji, and are measured by vvater-gaugeL, the 
readings of which nfhy be translated into temperatures 
by calibration against a thermo-electric or other pyro- 
meter. The method is ingenious, but is elaborate and 
costly ; and is therefore little used. 

Conduction Pyrometers.— If one end of a rod of 
metal be inserted in a furnace, heat will be conducted 
along it to the portion external to the furnace, and e 
steady condition will be obtained when the heat escap- 
ing from the external part of the rod, by convectior 
and radiation, is equal to the quantity conducted alonj 
the rdd. The hotter the portion in the furnace, thi 
ligher will be the temperature of all parts ^ of thi 
sxternal length. A series of thermometers placed a 
intervals in the^exterior portion would show a pro 
gressive fall in temperature along the rod ; and 
hotteic the furnace the higher would be the readtnc^ 
each thermometer. In applying this princit>le to ^ 
measurement of high temperatures, a W of coppq'^, 
iron is pas^ through the wall of the furnace, ib 
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S length of 2 feef or more protrudes on the outside. 
'Near the end of the external portion a hole is drilled 
to a sufficient depth to cover the bulb of a thermometer, 
whijh is inserted in the hole, into which ^ quantity of 
mercury is poured to make a metallic contact between 
^the bulb and the bar. Tie reading of the thermometer 
furnishes an approximate clue to the temperature of 
the furnace, rising or falling with corresponding 
changes in the hot space calibration might be 
effected by comparison with a standard ; but the 
metifod is only^applied to the production o^api^sajj^^ 
condition, known by experience^to be attained when 
the thermometer reading has a certain value — say 
I20®C. Changes in atmospheric temperature, or 
currents of air, .seriously affect the readings, and the 
method at best is only approximate. 

•Oas Pyrometers.— Wiborgh, Hristol,.and others 
liave constructed pyrometers in which the pressure of 
an enclosec^gas is recorded by a bourdon pressure- 
gauge, the scale of which is calibrated so as to read 
temperatures. A porcelain bulb, terminating in a 
capillary tube which is connected to the g5uge, is 
li^ contain the air or other gas ; but at tem- 
peratures above a red heat the readings become 
uncertain, jowing either to leakagcs^or the distortion 
the bulb. The most suitable material for the bulb 
|<(^y of platinum, 8o per cent, and |hodium,.20 per 
^t) j/too costly to use industrially, and woald 
under the influence of furnace gase.s. In 
‘Brisnol recording instrument the moving index of 
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the pressure-gauge terminates in a pen, wnicn luutnca 
a chart-paper revolving by clockwork. Good results* 
are obtained up to 400“ C. , but beyond this {he in- 
dications ar^ uncertain, and the instrument is rjore 
correctly described as a recording thermometer. 

Wiborgh’s ‘ Thermophoneg. — These consist of 
infusible clay cylinders, 2 5 cms. long and 2 cms. in 
diameter, which contain an explosive. When placed 
in a hot space, the exj^osion occurs after a definite 
time, the interval being less at high temperatures than 
at lo^e^ipas the rate at which heat is conducted thtt)ugh 
a solid varies directfj^ as the difference between the 
external and internal temperatures. The interval 
elapsing between placing in the furnace and the sub- 
sequent explosion is noted on a stop-watch to the 
nearest J second, and from the observed time the 
temperature js obtained from a table, drawn up from 
the results of experiments under known conditions? 
If the cylinders be kept dry, an observer experienced 
in the use of thermophones may secure a reading to 
within 40° C. • 

Joly^ Meldometer.— This device, due to Dr Joly 
is intended for laboratory determinations of njelting 
points. It consists of a strip of platinum, heated b> 
e;|ectricity, upon yjhich a^tiny fragment of the materia 
is placed, which isPviewed through a microscope. Th< 
temperature of^he platinum is regulated by means o 
a aheostat in the circuit, and in making a** test th( 
temperature is gradually raised until the material, i 
observed^ to become globulat, or to flow over tb 
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platinum strip. The temperature at which this occurs 
is deduced from the linear expansion of the platinum 
strip, whifth is measured by a micrometer attached to 
thoi^nstrument. When carefully used, 4 'ery accurate 
determinations may be made by the meldometer, the 
►results, moreover, being obtained rapidly, and with 
the use of the minimum of material. 

Brearley’s Curve Tracer.— This apparatus made b> 
the Cambridge and Paul ^iistrument Company, h 
designed to take a large-scale record of an operatior 
whicli only ocqppies a short period of timg 
of a drum, round which the record paper is wound, and 
capable of rotating on its axis oncq in ten or thirty 
minutes by the aid of clockwork. Attached to the 
arm of the pen is a pointer, which moves along the 
scale of a sensitive mirror galvanometer to which a 
thermocouple is connected. The operate, by turning 
*a handle, moves the drum longitudinally so as to keep 
the pointer* opposite the centre of the spot of light, 
and this movement is traced on the chart, combined 
M^th the rotary movement, by the pen. In this 
manner the large change in deflection, due to a few 
degrees increase or decrease in temperature, can be 
recorded in ink. This instrujnent is of special service 
in recording the critical points of stet 1, or any operation 
which involves dblicate readings ovfir a limited range 
W temperature. 
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